RECEIVED

ROUTINE PERFORMANCE CHECK REPORT JUN 232011

DataMaster DMT: 100155 o WS 8 i

Location; BENNINGTON COUNTY SO A s, VE

Calibration Date:  09/01/2010 "

Certification Date: 09/01/2010 ;

Installation Date:  02/18/2011

RPC Date: 06/09/2011 D EPARTM ENT OF HEALTH
Supervisor Name: JOELR HOWARD

Diagnostic Results
A

VERSIONS A)Ay

DMT 1.05

PIC 2.05

Modem 1.06

Questions 1.00

Reports 1.02

TEMPERATURES '44,
Sample Chamber = 48.74°C
Breath Tube =48.09°C

Digital 8im = 34.1°C /

SETTINGS ﬁ 49/

Lamp Voltage =179V
Cooler Voltage = 1.74 V
Rias Voltage =806V
Chopper Freq =544.2 Hz

PUMPINFO 9V~
Flow Rate = 5.514 L/IM

IE

Accuracy and Precision Checkg/g

Concentration = 0.101 g/210L ~
Lot # = 11-31-100
Average = (0.103 g/210L *
Std Pev = (.000

RFI Interference Test %"479’
RFI detected s

Sam

le Acceptance Teslé/w

Passed

40.9

Alcohol (g/210L}
Flow Rate (L/M)

{1 32,0

;.08
pETECTOR INFO G4

PUMP ON  OFF
MAX(Y) 0.0648 0.0669
MIN(V) 0.0630 0.0652

FILTER INFO 4\}/ y
Q.

- 24.0

16.0

Filter 1 0.067 Zero = true 04 |-

Filter 2 0.356 Zero=true
Filter 3 0.581 Zero = true

CALIBRATION CHECK

Xg=0.0842 1.63% 4/19/
0.00

|

Routine Performance Check Passed g
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Performed by x [)M\J

: Date 06/09/2011 ‘ ]
ol
Reviewed by %Vé’ﬂ Aérne?r? Date é- /Z 3/{' / > Lf 5
DMT Serial Number #100155 Page 1 of 1 ! 06/09/2011 17:31
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Check-Ir/ Confirmation Test

STATE OF VERMONT

DataMaster DMT: 100155
BENNINGTON COUNTY SO

Coertification bate: 0%/01/2010
Installation Date: 02/18/2011
Date: 06/23/2011

Time: 11:22:2%

Sabject Name: TEST SAMPLE ACCEPTANCE
Date of Birth: 06/23/2011 Age: §
Guardian Present: Y

Gender: M

License #: 0001234 VT

Test Operator Name: JOEL R HOWARD
Agency: BENNINGTON COUNTY SO

BLANK TEST 0.000 11:23
CALIBRATION CHECK ASSED . 11:23
STMULATOR VAFOR 0.101 " 11:23
BLANK TEST 0.000 11:24
SUBJECT SAMPLE (Vol=2.0L) 6.000 11:25

All alcohol values reported in g/Z%QL

Sim. Vapor Concentration 0,101

Sim. Vapor Range 0,096 - 0.106
Simulator Temp 33.8°C

DMT Serial Number #100155

¢.08

0.06

0.92

0.00

Page 1 of 1

40.0

Alcohol {g/210L)
Flow Rate {iL/M)
32.0
24.90
16.0
8.0
0.0

25p 30 35 40 45

06/23/2011 11:26




RECEIVED

ROUTINE PERFORMANCE CHECK REPORT

JUN 2 3 201

Vermont Department of

DataMaster DMT: 100155 _
Location: BENNINGTON COUNTY SO 88
Calibration Date:  09/01/2010 "

<2 VERMONT

Certification Date: 09/01/2010

pedietonpos @l yFPARTMENT OF HEALTH

Supervisor Name: JOEL R HOWARD

Diagnostic Results Accuracy and Precision Check
Concentration = 0.101 g/210L
VERSIONS Lot # = 11-31-100
DMT 1.05 Average = (.104 g/210L
PIC 2.05 Std Dev = (.000
Modem 1.06
Questions 1.00
Reports 1.02
RFI not detected
TEMPERATURES
Sample Chamber = 49.09°C
Breath Tube = 48.10°C Sample Acceptance Test
Digital Sim =34.0°C
SETTINGS
Lamp Voltage =179V 00;
Cooler Vollage=1.74 V 3 ) \/\343"/ N
Bias Voltage =80.6V L QM
Chopper Freq =545.3 Hz - «\}ng I E
o \(D
PUMP INFO ' \/D -
Flow Rate = 5.604 LM SP $ | (i
2|l
DETECTOR INFO (0 I 5

PUMP ON  OFF
MAX(V) 0.0626 0.0650
MINCV) 0.0596 0.0628

FILTER INFO

Filter I 0.064 Zero =true
Filter 2 0.354 Zero =1rue
Fitter 3 0.574 Zero =true

CALIBRATION CHECK
Xqg=0.0838 2.04%

Routine Performance Che

Performed by - [\’v\] '  Date 06/09/2011

v

Reviewed by ' Date
DMT Serial Number #100155 Page 1 of 1

66/09/2011 17:18




ROUTINE PERFORMANCE CHECK REPORT

RECEIVED

JUN 2 3 201

DataMaster DMT: 100155 S ot Degagment -
Location: BENNINGTON COUNTY SO 8™ ey VE @ Y '
Calibration Date;  09/01/2010 2 Y ' :
Certification Date: 09/01/2010
Installation Date:  02/18/2011 :
RPCDate:  06/09/2011 DEPARTMENT OF HEALTH
Supervisor Name: JOEL R HOWARD
Diagnostic Results Accuracy and Precision Check
Concentration = 0,101 g210L
VERSIONS Lot# = 11-31-100
DMT 1.05 Average =
PIC 2.05 Std Dev =
Modem 1.06
Questions 1.00
Reports .02 RF] Interference Test
TEMPERATURES
gﬁﬁeﬁgnbf;ﬁfé © Sample Acceptance Test

Digilal Sim =34.0°C

SETTINGS

Lamp Voltage =179V
Cooler Voltage =174 V
Bias Voltage =806V
Chopper Freq = 544.8 Hz

PUMP INFO
Flow Rate = 5,561 L/M

RFIDETECTED

o
. 3 ()
Routine Performance Chedk Faile

Performed by = d;)\(v({

Reviewed by
DMT Serial Number #100155

Date

Page 1 of 1

06/09/2011

Date

06/09/2011 17:21




