o " Vermont Department of Health Laboratory

, /\’\ 195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125

DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

'BAC DataMaster Routine Performance Check Worksheet -
/20/7[) > %M OOU‘(\'L' f g D Dalaaa:t?riri’ai?nher

_JAgency {Location)

For RPC Cycle (Please circle): Feb @ Oct Date Completed: © 7 /XL A0

Please Note: Section Numbers refer to those in the “Instructions for BAC DalaMaster Rouling Performance Check'(Alc 435)
in your DataMaster Supervisor Manual.

If the DataMaster falls any check, please refer to the instructions in your Datal 4~rinr Orimmrinm Hmmet _
SECTION 1: - Soluti DataMaster Simulator Solution
E 1 Replace Simulator ‘OIUtlon Lot# 10-39-100 - EtOH,, Cone: 0.097
. , s L : Range: 0.092- 0.102
Simulator solution replaced : (‘7 ua’ @ p;cpfmt;(m Date: 6/2/2010
Time : Expires: 6/2/201] .
SECTION 2: Diagnostic Check '
. ) Passed: E( Failed: []
Notes:

SECTION 3: Accuracy and Precision Check

—
Standard deviation from ticket (S.D.)=___ O (05

If Iess than orequalto 0.002; ................ Passed [2
If greater than 0.002: e e o — Failed []

Average concentration from ticket (AVG) = o194
If within range on label above: ................Passed BT

If outside range on label above: .........ocereeeeniiiinennn Failed [

Notes: o ' -
SECTION 4: Sample AcpeptancelA!cohoI-FreeIRadio Interference Tests

Shallow Breath ........ooceeeueriiieenniieienii s Passed E Failed [ ]
Intermittent Breath..........coceeeuvvevnenns e —— Passed [ Failed [ ]
SUCK BACK TESE +.vvevvveeeveer s cosasecensene Passed [ Failed [ ]
Sample ACCEPIANCE. ....cvvvreieeericereecerree s e Passed M Failed []
AlcOhokrea. ...cvvveeeeeeilevrenens ere et eee s resas Passed B/ Failed [ ]
Radio Frequency Interference: If no consale radio In building, check here: [:I

Console Radio ..........ceeees No interference (passed) M interference (Failed) D
Handheld Rgdio ............. Radio Interference (paséed)‘ @/ No Interference (FalledD
Notes: _ '_' _

ALC 627 rev § 06/07 For use with “Instructions for BAC DataMaster Routine Performance Check” {Alc 435)
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o Vermont Department of Health Laboratory

/\\ 195 Colchester Avenue, P.O. Box 1125, Budington VT 05402-1125

DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

SECTION 5: Logs

DataMaster passed all checks: Yes ﬂ
No [l Removed from service: / /
Date
1 Contacted DM Tech Services: / /
' Date
Entries made in all logs: " Yes [pd
No D
Comments:

) | D D

Date
/atéﬁ'l;ster Supervisor Sfghature

Please Pfint: DataMaster Supervisor Jg)@/ /‘? /74};‘;/3, J

~

» » Mail or fax a photocopy (white) of this worksheet and photocopies of all tickets or the
" pink copy of all tickets produced during this process to DataMaster Technical Services €«

sk pO NOT WRITE BELOW THIS LINE. FOR DATAMASTER TECHNICAL SERVICES ONLY ****

DataMaster Technical Services Review

Reviewed worksheet and all tickets: [Eﬁ/e% [ INo
DataMaster passed' all checks: @Yes%/ [CINo / /
Remaoved from seivice
Follow-up action needed: ENO \"L [lves
Follow-up action taken:
Phone Call O] L_etterD Emait L] Fax ] Service Call [
Comments:

/%9&' Date?lo?///@

| / /;C’vfm IL/( o’nox§

ALG 627 rev 6 08/07 For use wilh “Instructions for BAG DataMaster Routine Performance Check” (Alc 435)
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