DIAGNOSTIC RESULT

DataMaster DMT: 100146

Location: - BENNINGTON PD
Calibration Date:  09/01/2010
Certification Date: 09/01/2010

VERMONT

TestDoter - o18011 DEPARTMENT OF HEALTH

FTime: 06:37

VERSIONGS

DMT 1.05%

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 48.91°C

Breath Tube = 46.10°C
Digital Sim = 34.,1°¢
SETTINGS

Lamp Voltage = 1.69 V
Cooler Voltage = 1.66 V
Bias Voltage = 80.4 VvV
Chopper Freg = 539.8 Hz

PUMP INFO
Flow Rate = 5,786 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) -0.2006 -0.1963
MIN{V) -0.2020 -0.12876¢

FILTER INFO

Filter 1 -0.197 Zero = true
Filter 2 0.035 Zero = true
Filter 3 0.312 Zero =

CALIBRATICN CHECK
Xg = 0.0755 3.01%

DMT Serial Number #100146 Page 1 of 1

01/18/2011 06:38



ACCURACY AND PRECISION TEST

STATE CF VERMONT
DatalMaster DMT: 100146

Date; 01/18/2011
Time: 11:06:02

SYPERVISOR NAME: SEH CAL CHECK

SOLUTION LOT #: 11-1%-100

SOLUTEON CONCENTRATION: 0,103

BLANK TEST 0.600 11:06
CALIBRATION CHECK PASSED  11:07
SIMULATCOR VAPOR (34.0°C) 0.099  11:07
STMULATOR VAPOR (34.1°C) 0.099 11:08
SIMULATOR VAPOR (34.0°C) 0.099  11:09
SIMULATOR VAPOR (34.0°C) 0.106  11:10
SIMULATOR VAPOR {(34.0°C) 0,106 11:11
SIMULATOR VABROR (34.1°C) 0.100  11:12
SIMULATOR VAPOR {(34.0°C} 0.100 11:13
SIMULATOR VAPOR {34.1°C) 0.100 11:14
SIMULATOR VAPOR {34.0°C) 0,100 11:15
SIMULATOR VAPOR (34,1°C} 0.100 311:16
BLANK TEST 0.006  11:16
Average = 0,048

s5td Dev = 0.0004

DMT Serial Number #100146
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DIAGNOSTIC RESULT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Test Date:

Time:

VERSICONS

DME 1.05

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber
Breath Tube
Digital Sim

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freg

PUMP INFO
Flow Rate = 5.7

DETECTOR INFO
PUMP ON

MAX (V) -0.2006
MIN{V} -0.2020

FILTER INFO

Filter 1 -0.197
Filter 2 0.035
Filter 3 0.312

CALIBRATION CHE
Xq = 0.0755 3.

160146
BENNINGTON PD
05/01/2010
09/01/2010
09/02/2010
01/18/2011

06:37

Honm n
1N
o
g
o
o
o

[LI [ N |

86 L/M

OFF
~0.1963
-0,1976

true
true
true

Zero
Zero
zZero

o

CK
01%

DMT Serial Number #100146
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VERMONT

DEPARTMENT OF HEALTH
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ACCURACY AND PRECISION TEST

STATE OF VERMONT
PataMaster DMT: 100146

Date: 01/19/2011
Time: 10:58:405

SUPERVISOR NAME: SEH CAL CHECK

SOLUTION LOT #: 11-25-100

SOLUTION CONCENTRATICN: 0.103
BLANK TEST ¢.000 10:59
CALIBRATION CHECK PASSED  10:59
STMULATOR VABOR (34,2°C) G.100 10:59%
SIMULATOR VAPOR (34.2°C) 0.101  11:00
STMULATOR VAPOR (34.2°C) 0.101  11:01
SIMULATOR VAPOR (34.2°C) 0.102 1i:02
SIMULATCR VAPOR (34,3°C) G.102  11:03
SIMULATCR VADOR (34.2°C) ¢.102  11:04
STMULATOR VAPOR (34.3°C) G.102 11105
SIMULATOR VAPCR (34.2°C) 0.102 11:06
SIMULATOR VAPCR (34.2°C) G.102  11:07
SIMULATOR VAPOR (34.2°C) ¢.102  11:08
BLANK TEST C.000 13:09
Average = G,101

std Dev = 0,0006

DMT Serial Number #100146
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CALIBRATION REPORT

DataMaster DMT: 100146
Calibration Date: 01/20/2011
Calibrated by: STEVEN E HARNOIS

VERMONT

Lot: 11-26-100
Ca = (.,098000

CAL = 0.,943580 0.800 <= CAL < 1.2900

b1 = 0.000000 0.000 <= Dbl < 0,004

b2 = 0.0067019 3.00 <= b2 < 0.012

b3 = 0.000000 0.000 <= b3 < 0.004

¥qg = 0.076768 0.050 <= Xg < 0.200

azl = 1,212604 1.050 <= a2l < 1.300

a3l = 0.,540090 0.300 <= a31 < 0.800

" Performed by - %’%——:} Date 01/20/2011

DMT Serial Number #100146 Page 1 of 1 01/20/2011 08:06



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100146
Date: 01/20/2011
Time: 08:08:36

SUPERVISOR NAME: SEH CAL CHECK

SOLUTECN LOT #: 11-21-100

SOLUTION CONCENTRATICN: 0.0986

BLANK TEST 0.00¢ 08:09
CALIBRATION CHECK PASSED  08:08
SIMULATOR VAPCOR L0093 68:09
STMULATOR VAPOR . 093 68:10
SIMULATOR VAPCR .093 68:11
STMULATOR VAPOR .094 68:12
SIMULATOR VAPOR .094 68:13
SIMULATOR VAPOR .094 08:14
SIMULATOR VAPOR .094 08:15
SIMULATOR VAPOR 094 08:16
SIMULATOR VAPOR 094 08:17
SIMULATOR VAPCOR 09 08:18
BLANK TEST .000 08:19

OO QOO OO o

@r

0.093

Avearage ).
A4
0.0004 { K

Std Dev

DMT Serial Number #100146
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster TMT: 100146

Date: 01/20/2011
Time; 08:42:10

SUPERVISOR NAME: SEH CAL CHECK

SOLUTION LOT #: 11-25-100

SOLUTEON CONCENTRATION: 0.103

BLANK TEST 0.000 08:43
CALIBRATION CHECK PASSED 08:43

STMULATOR VAFOR 0.100  ©B:43
SIMULATOR VAPOR 0.101  08:44
SIMULATOR VAPOR 0.101  08:45
SIMULATOR VAPOR 0.101  08:46
STMULATOR VAFOR 0.101  08:47
SIMULATOR VAPOR 0.102  08:48
SIMUULATOR VAPOR 0.101 08:49
SIMULATOR VAPOR 0.102  08:50
STMULATOR VAPOR 0.102  08:51
SIMULATOR VAPOR 0.102  08:52
BLANK TEST 0.0600 08:53
Average = 0.101

Std Dev = 0.0006

DMT Serial Number #100146
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CALIBRATION REPORT

DataMaster DMT: 100146
Calibration Date:  01/20/2011

Calibrated by: STEVEN E HARNOIS

Lot 11-26-100

Ca = 0.098000

CAL = 0.963828 0.800 <= CAL <« 1.2400
bl = 0.000000 0.000 <= bl < 0.004
2 = (.006830 0.001 <= b2 < 0.012
»3 = 0.000000 0.000 <= b3 < 0.004
Xg = 0.076334 0.050 <= Xq < 0.200
a2l = 1.218093 1.050 <= a2i < 1.300
a3l = 0.535535 0.300 <= a31 < 0.8600

Performed by ﬁgéf—f—;%_—_"b Date 01/20/2011

DMT Serial Number #100146 Page 1 of | 01/20/2011 12:51



ACCURACY AND PRECISION TEST

Date:
Time:

SIMULATOR
SIMULATOR
SIMULATOR
SIMULATCR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR

Average =
Std Dev

STATE OF VERMONT

Datalaster DMT:
01/20/2013
13:14:32

SOLUTION LOT #:
SOLUTION CONCENTRATION: 0,096

BLANK TEST
CALIBRATION CHECK

VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR

BLANK TEST

G.0%5

G.0004

SUPERVISOR NAME: SEH CALCHECK

0.080

PASSED

0.095
0.095
0.0695
0.095
0.695
0.0%6
0.095
0.095
0.096
0.0%06
0.000

{10[1!

DMT Serial Number #100146
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CERTIFICATION REPORT

DataMaster DMT: 100146
Calibration Date;  (1/20/2011
Cerlification Date: (1/20/2011

Certified by: STEVEN E HARNOIS

Diagnostic Resulis

VERSIONS
DMT 1.05
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 49.09°C
Breath Tube =48.08°C

SETTINGS

Lamp Voltage =167V
Cooler Voltage = 1.69 V
Bias Voltage =805V
Chopper Freq = 540.7 Hz

PUMP INFO

Flow Rate = 5.890 L/M
DLTECTCR INTG
PUMP ON  OFF
MAX(V) 0.0177 0.0193
MIN(V) 0.0154 0.0175

FILTER INFO

Futer | .08 Zero =true
Filter 2 0.247 Zero =true
Filter 3 0.543 Zero = true

CALIBRATION CHECK
Xq=0.0763 0.00%

DMT Serial Number #100146

VERMONT

DEPARTMENT OF HEALTH

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: ves

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.098
Digital Sinmilator: none
Simulator Before: yes
Simulator Between: yes .
Simulator After: no

Number of Subject Tests: 2
AskQuestions: ves

Query Kefusal: ves

Aleohol Display: yes

Show Two Digits: no

Volume Display: ves

Number of Calibration Tests: 1
Calibrate with Wet Datly yos

Calibration Nominal: 0.100

Pagelof2 01/20/2011 14:25



Linearitv Check Results

True Value  Reported Average Std Dev
0.020 g/210L 0.019 p/210L .001
Tot#11-22-020
0.081 g/210L 0.077 g/210L 0.000
Lot 11.156.080
0.160 g/210L. 0.158 g/210L 0.001
Lot # 11-17-160
0.407 g/210L 0.391 g/210L 0.001
Lot# 11-18-400
R4=0.9998
Acetone Interference Test
Lot # 11-11-08A1
Interference Detected 0.30
Mouth Alcohol Test 0.25
Mouth Alcohol Detected
0.20
0.15
RF Interference Test
RFI detected 6.10
9.05
9,00
¢.10
Sample Acceptance Test
Passed
0.08
0.08
0.04
6.02
CERTIFICATION PASSED

Performed by *MM&

Reviewed by

<

<
<

Date 01/20/2011

Date

DMT Serial Number #100146

Page 2 of 2

PMT Linearity
0.50
0.40 /
Eu.3v -
=
Q
Bo.20 /
0.10 /’///.,l
J.068
.00 0.10 . C.20 .30 0,40 0.50
DMT Results
l : : 40.0
f 1
' Alcohol {g/210L) t
| Flow Rate (L/M) 13,3
r 26.71
ANY —3 290.8
= f\ 13.3
| \\$\hﬁ\5‘—— 6.7
! ] 0.0
0 5 15 20 25 30
, , . 46.0
Alcohol (g/210L}
Flow Rate (L/M)
.............. 32.0
.! H
- (\“ 24.0
- 16.0
a.0
¢.0
a 5 1G 15 20 25 30 35 40 45

01/20/2011 34:26



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100146

Date: 01/21/2011
Time: 09:55:24

SUPERVISOR NAME: SEH CAL CHECK

SOLUTTON LOT #: 11-18-100
SOLUTION CONCENTRATION: 0.103

BLANK TEST 0.000  09:5%
CALTBRATION CHECK PASSED  09:5%
SIMULATOR VAPOR (34.0°Q) 0.104 09:586
SIMULATOR VAPOR (34.0°Q) 0.103  09:57
SIMULATOR VAPOR {34.1°C) ¢.103  09:58
SIMULATOR VAPOR (34.1°C) 0.102 09:59
SIMULATOR VAPOR (34.0°C) G.103  10:00
SIMULATOR VAPOR (34.0°C) 0.102 10:01
SIMULATOR VAPOR (34.0°C) G.103  10:02
SIMULATOR VAPOR (34.0°C) ¢.103  10:03
SIMULATOR VAPOR (34.0°C) G.103  10:04
SIMULATCR VAPOR (34.0°C) 0.102  10:05
BLANK TEST G.000  10:06

Average = 0.102
Std Dev = 0.0005

Luw L2707

- N Sﬁ, (LWl
;%ﬁ/”fjidxmf : —ft5l
As Feslie§ wé/” /

¢?/?L //‘2//!/

Do 1otk Sams

(;Tdvapcﬂ?7ﬂ

DM Serial Number #100146

o

TOCOOEEN OOy

CARIE RS MR IO DIECNCREDINIINOD T I VIS MO O

AT T OO Lo e awlow e

TP = —ohy Lo o L e S o e et o A QOO =0

CPrIECAOD MBS DIECUDEDINIBETINT  CRMMEDORALNOT RS CIONIETORD

COOOCHEHN OO 4N OOt dhy QOO iy

OO OTRK X TR DD I DIH IO OO TR DO I OH DO T RIS R IO OR DS

[ o ylon e 4 I Ve o] [a: S 2yl s (S RER e o L] CINIECROE BN O

Pagelof'1

402
= - ;g
......................... 6.
1 1g.
1] 5 16 .......... 15 20 25 30 §:§
S— - i2:2
........... - §§f§
S S s — e — %%:8
s B
0 s} 10 15 20 25 30 :
- 403
................... g%:
— i
e e Rt S - g;g
¢ 5 10 15 20 25 30
‘ ~ 40.0
____________________________ =
' it
— 1
0 5 10 15 20 25 30
42:8
_____________________________________ o
Z'f .......... — - %gg
’ H ; L] 8:
0 5 10 15 70 25 30 b:
40.9
- _ . 5610
[ e ?gfg
0 5 i 15 20 25 ‘m_;a g:
........... 49.9
—— - §§§
[ —— 15:
F : i:8
0 5 19 15 20 25 30
-8
_____ i
3
e R
= ; b:
20 25 30
42-9
............ %558
=k
SIS S S— g;g
¢ 5 10 ib 20 25 30
i
— 1
=R
5 19 15 20 25 30

01/21/2011 16:06



CALIBRATION REPORT

DataMaster DMT: 100146

Calibration Date:
Calibrated by:

Lot:

Ca = 0,098000
CAT, = 0.963829
bl = 0.000000
b2 = (.006830
B3 = 0.000000
Xg = 0.076334
a2l = 1.218093
a3l = (0.535535

Performed by -

01/20/2011

STEVEN E HARNOIS

11-26-100
0.800 <= CAL <
0.000 <= bl <
0.001 <= b2 <
0.000 <= b3 <
0.050 <= Xq <
1.050 <= a2l <
0.300 <= a31 <

DO OO O

VERMONT

DEPARTMENT OF HEALTH

.200
. 004
.012
. 004
.200
L300
. 800

M‘ﬁ

DMT Serial Number #100146

Date 01/20/2011

2l

Page 1 of 1 02/17/2611 08:29



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 1001456

bate: 81/20/2011
Time: 13:14:32

SUPERVISCR NAME: SEH CALCHECK

SOLUTICHN LOT #: 11-21-100
SOLUTION CONCENTRATION: 0.096

BLANK TEST 0.000 13:15
CALIBRATICN CHECK PASSED 13:15
SIMULATOR VAPOR 0.095 13:15
SIMULATOR VAPOR 0.09% 13:16
SIMULATOR VAPOR 0.095 13:17
SIMULATOR VAPOR 0,095 13:18
SIMULATOR VAPOR 0,095 13:19
SIMULATOR VAPOR 0.096  13:20
SIMULATOR VAPOR 0,095 13:21
SIMULATOR VAPOR 0,095 13:22
SIMULATOR VAPOR 0.096 13:23
SIMULATOR VAPOR 0.696 13:24
BLANK TEST 0.000 13:25
Avarage = 0.095

Std Dev = 0.0604

L
AN
N

DMT Serial Number #100146
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CERTIFICATION REPORT

DataMaster DMT: 100146
Calibration Date:  01/20/2011
Certification Date: 01/20/2011

Certified by: STEVEN E HARNOIS

- Diagnostic Resulis

VERSIONS
DMT 1.05

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 49.09°C
Breath Tube = 48.08°C

" SETTINGS

Lamp Voltage =167V
Cooler Vollage =169V
Bias Voltage =805V
Chopper Freq =540.7Hz

PUMP INFO
Flow Rate = 5.890 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.0177 0.0193
MIN(V) 0.0154 0.0175

FILTER INFO

Filter 1 0.018 Zero =true
Filter 2 0,247 Zero = true
Filter 3 0.543 Zero = irue

CALIBRATION CHECK
Xq=0.0763 0.00%

DMT Serial Number #100146

VERMONT

DEPARTMENT OF HEALTH

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: ves

Data Collection: yes

Units: gf210L

Simulator Cheek: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.098
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alceohol Display: ves

Show Two Digits: no

Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 . 02/17/2011 08:28



Linearity Check Resulis

True Value
0.020 g/210L
Lot # 11-22-020
0.081 g/210L.
Lot # 11-16-080
0.160 g/210L
Lot # 11-17-160
0.407 g/210L
Lot # 11-18-400

R2=0.9998

Reported Average
0.019 g/210L

0.077 g/210L
0.158 g/210L

0.391 g/210L

Acetone Inierference Test

Lot # 11-11-08A1

Interference Detected

Mouth Alcohol Test
Mouth Aleohol Detected

RF Interference Test

RFT detected

Sample Acceptance Test

Passed

CERTIFICATION PASSED

Std Dev
0.001

0.000
0.001

0.001

Performed by ,,M

Reviewed by, dl/)( W d\u{/

DMT Serial Number #100146

pae A 10|

Page 2 of 2

L)

DMT Linearity
0.50
0.40 /
8
%0.30
ks
EO-ZO /./
D.1i0
0.00
0,00 0.10 .20 0.30 0.40 0.50
DMT Results
: : 46,0
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. Flow Rate (L/M) _133.3
r 26.7
......... M 20.0
.................................................... 3.3
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‘ : : 40.0
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DIAGNOSTIC RESULT

DataMaster DMT: 100146
Location:

Calibration Date:  01/20/2011
Certification Date: 01/20/2011
Installation Date: 01/20/2011
Test Date: 02/17/2011
Time: 08:34

VERSTONS

DMT 1.05

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 49.08°C
Breath Tube = 48.10°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage = 1.67T V
Cooler Voltage = 1.69 V
Bias Voltage = 80.5V
Chopper Freq = 543.,2 Hz

PUMP INFO
Flow Rate = 5.9%14 L/M

DETECTOR INFO

PUMP ON orr
MAX {V} -0.0193 -0.0165
MIN(V) -0.0208 -0,0173

FILTER INFO

Filter 1 -0.017 Zero =
Filter 2 0.212 Zero =
Filter 3 0.490 Zero =

CALIBRATION CHECK
Xg = 0.0761 0.23%

DMT Serial Number #100146

ATRIIL A

true
true
true

~~ VERMONT

DEPARTMENT OF HEALTH
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OPTIONS PRINT OUT

DataMaster DMT: 100146
Location:
Calibration Daie:  01/20/2011

—
VERMONT
0 c MJ .
Certification Date: 01/20/2011

Installation Date:  01/20/2011 g EPARTM ENT 0 F H EA LTH

Printer: yes

Number of Copies: 3

Mumber of Supervisor Tests: 10

Tolerance Check: yes

bBata Collection: yes \ \

Units: g/210L 4
Simulator Check: yes V/// (21 (f\
Uses Wet Bath Simulator: yes L
Simulator Nominal: 0.100

Pigital Simulator: guth

Simulator Before: yes

Simulator Between: yes

Simulater After: no

Number of Subject Tests: 2

AskQuestions: vyes

Query Refusal: yes

Alcohol Dbisplay: yes

Show Two Digits: no

Volume Display: ves

Number of Calibration Tests: 1

Calibrate with Wet Bath: yes

Calibration Nominal: 0.100

DMT Serial Number #100146 Page 1 of1 02/1712011 08:34



