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MANCESTER POLICE DEP

ROUTINE PERFORMANCE CHECE. REPORT

2 VERMONT

DEPARTMENT OF HEALTH

DataMaster DMT: 100142

Locatlion: MANCHESTER P
Calibration Date:  08/24/2010
Cerfification Date: 08/24/2010
Tngiallation Date:  08/31/2010

RPC Date: 02/28/2011
Supervisor Name: MICHAEL 1. HALL

Diagnostic Results

VERSIONS

DMT 1.05

PIC 2.05 -
Medera 1.06
Cuestions 1,00
Reports 1,02

TEMPERATURES

Sample Chambor = 48,97°C
Breath Tubs  =46.94°C
Digilal i =2 33,9°C

SETTTNGS L
Lamp Voltage =167V 7
Cooler Voltage = 1.69V

Biss Vollage = 380.1 'V

Chopper Freq = 544.2 He

PUMP INFO r’ ’
Flow Rate = 5,063 LAv

DRTECTOR INFO .
PUMP ON OFF e
MAX(V) 0.1061 -0.1039
MIN(Y) -0.1077 -0.1057

FHTER INFO )

Filier 1 -0.105 Zero = true / 0.
Filter 2 0.125 Zem=ine

Filter 3 0.408 Zero = irue

CALBRATION CHECK .
Xg = 00700 0.00% —

Routing Performance Check Passed
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Accuracy and Precision Check

Conceniration = 0.098 g/210L.
Lot # = 11-04-100
Avernge = 0,098 gf210L
Std Dev = 0.000

RFI Interfarence Test  ~
RFT detected

Sample Acceptance Test -
Pagsed

-

‘ ; [ I
+— Alcohol {(g/210L}
—— Flaw Rata (L/M)

o

18.0

Performed by . e 2 Balg

Reviewed by <?lE’ =l /\—-/a«. s

PMT Serial Mumber #100142

Date. . 02/28/201)
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ROUTINE PERFORMANCE CHECK REPORT

DataMasier DMT: 100142 (e | ‘ T
Location: MANCHESTER PD /\*\ V-E 1
Calibration Date:  08/24/2010 ‘ i

Certification Date: (8/24/2010

RCDue - oasm01) DEPARTMENT OF HEALTH

Supervisor Name: MICHAEL L HALL

Diagnostic Resulls Ascguracy and Precision Check

Concentration = 0.098 g/210L
VERSIONS Tot# = 11-04-100
DMT 1.05 Average = 0.098 g/210L
PIC 2.05 5id Dev = 0.000
Modern 1.06
Questions 1.00
Reports 1.02 RFI Interference Teost

RTI detected

TEMPHRATURES
Sampte Chambe = 48.97°C
Breath Tube = 46.94°C Sample Acceplance Test
Digitgl 3im = 33.9°C Passed
SETTINGS

Lamp Voltnge =167V
Cooler Vollage =169V
Bias Volisge =801V
Chopper Freq = 5442 Hz

0,10 prrm— " ; 40.0

PLRVIP INFFC .
ey AL 2oho) {g/210L)

Flow Rate = 3.063 LM E‘lo:r ;Rcﬂg (/M)

0,08 oo T g e - -1 32.0
DETECTOR INFO
PUMP ON QFF
MAX(VY-D.1061 -0.1039
MINCVY -0.1077 -0.1057 0.08 - el 2420
FILTER INFO
Tilter 1 <0.105 Zoro = true PV TR U SRS SN S WU S SR B SR ] 16,0
Filter 2 0.125 Zero=true
PFilier 3 0.408 Zero =true

0.02  beomin f £.0
CALIBRATION CHECK
Xg =0.0700 0.00%
Rontine Performance Check Passed %% F—3 s 0
Performed by .. 7% & Halg Date 02/28/2011
Reviewed by . Date e
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