INSTALLATION REPORT

-Diatadaster DMT: 100165 ,
Location: Manchester PD
Calibration Date:  89727/2011
Certification Date:  09/27/2011
Ingtallation Date:  10/11/2011 .
Installed by STEVEN E HARNQOIS

Sife meets specification in dog P-ALC-210

Default Options Loaded

Diagnostic Rosuliy

VERSTOHS

DHP; 1,00

PIC: 2.06
Modem: 2.1
Questions: 2.0

TEMPERATURES
Sample Chamber

Breath Tubs
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SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freg

o

PUMP INFO
Flow Rate = 5.357 L/M

DETECTOR INFO
PUMP  ON CEF

MAX(V)  0.0285 0,031%
MIN{V]  0.0270 0.0205

FILTER INFO

Filter 1 0.038° Zerc = true
Filter 2  0.294 Zere = true
Filter 3 0.553 Zero = true

CALIBRATION CHECK
g = 0.093 0.09%

INSTALLATION PASSED

Performed by

,_&._; raey znd Precision Cheek

Conceniration ={.102 g/210L
Lot =12-13-160
Range =0.097-0.107
Average =0.100 g/210L
Sid Diey =0.00060
RF Detection Test

Passed

Sample Ascsotance Test
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