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Operators Logbook
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DATAMASTER DMT OPERATOR USE LOG

Man@Ae.s fer ﬂal {00165

Department/Agency

DataMaster DMT Serial Number |

Date

DMT Operator’s Name

) :Subject’s Name

Simulator
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DATAMASTER DMT MAINTENANCE LOG

ManoL:s?’ef‘ pcy{ . ' /Gd/éf' '
‘ ' DataMaster DMT Serial Number

- Department/Agency ' | . |

—

PEI'\;FORMED BY
TYPE OF SERVICE PERFORMED (Name and Tifle)

—

P—i

T D .
ataMaster Simulator Solution :
Lot # 12-13-100 EtOH,, Con: 0,102 ~rmrmrmristmom e gfaoem

lofy | .
_ /// Range: 0.097.- 9,107 _ 1ange Place Label | Here] - Hovasis

_ Preparation Date: 09/09/2011 Expires: 00/09/2012 = mmmrrrem s

it OPENED: R’f/”“/ [ S |
Inﬂqzr '[Jeu- e e -

R DataMaster Ext. Std. Selition . _
) Lot#11-41-100 EtOHaq Conc: 0.101 .=

S " Range: 0,096 - 0.106
\‘} o Preparation Date: 06/29/2011 * Expires: 06/29/2012

OPENED \’J—\\ AL "‘ﬁ/ @

A “”7(61- u_é./_?m, ﬂﬁf’mf&f‘t[,. [)ffumf_..lnsf Tac/‘ef
[ For RPC or Srmufatoz Solution-Change Place Label Here]

é/za l'-? : | Here] .
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Log On Record Histor e

g y 01/03/2012
Test Test Name
Date Time

12/23/2011 00:31322 Supervigor

12/23/2011 00331:08 Supervisor

12/23/2011 00:20:15 Supervisor

12720672011 18:56:05 Supervisor

12/20/2011 18150132 Supervisor

12/20/2011 18:41:17 Supervisor

12/20/2011 18:27:17 Supervisor

12/15/2011 03:33:35 Supervisor

12/12/2011 00:23:24 Supervisor

IDMT Serial Number #100165

Page L of 1

01/03/2012 8:15 AM




+
Page 1
Status Record History or/035012
Status Status
Date Pime Test Type Status Message

12/12/2011 01:01:115 Check~In Confirmation Record Punp Error
12/09/2011 23:14:26 DUI Subject Record Simulator Qut of Range
DMT Serial Number #100165 Page I of 1 01/03/2012 8:14 AM
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SOLUTION CHANGE

DataMaster DMT:
Location:

Date:

Performed by:

Performed by

100165

Manchester PD
12/12/2011
THOMAS J CROWE

Tons Oz

DMT Serial Number #100165

Date

Page 1 of 1

01/03/2012

01/03/2012 8:57 AM




0,10

0.08

CHECK-IN CONFIRMATION TEST

bataMater DMT: 100165
Location:
Certification Date:
installation Date:

12/12/2011
00158147

Date:
Time:

SUBJECT NAME:

TEST J TEST
DOB!
GENDER: M

TEST OPERATOR NAME:
THOMAS J CROWE
AGENCY: WINHALL PD

BEANK TEST

CALIBRATION CHECK
SIMULATOR VAPOR 34.1°C

Pump Error

Sim, Vapor Range
Lot #: 12~13-100

STATE OF VERMONT

Manchester PD
09/27/2011
10/11/2011

12/12/1950 AGE: 61

SUBJECT SAMPLE (Vol=3.3L)

0.000 00:
PASSED 00
0.102 01:
0.000 O0O1L:

All alcohol values reported in g/210L
8im. Vapor Concentration

0,102

0.097 - 0.107

0.00

DMT Serial Number #100165

Page 1 of 1

[\

Alcohol{g/210L)
—— Flow Rate{L/M)
,,,,,,,, T

40.0

~-136.0

28.0

0. 04 FEPPRRR A

~124.0

~120.0

16.0

0.0

20

25

30

12/12/2011 1:01 AM




0.10 : E 40
Alcohol {g/210L)
Flow Rate(L/M)
0.08F \[\ 32,
0. 06 P T LI T TP PPOTPPPIY. SO UUIUUUU NN NN PP SOOI 24 N
CHECK~IN CONFIRMATION TEST 6.05 b . . 26.0
STATE OF VERMONT
Location:  Manchester PD
Certification Date: 09/27/2011
Installation Date: 10/11/2011
__________________________________________ 0.03 i2
Date: 12/15/2011
Time: 03:28:35
0.62¢ 8
SUBJECT NAME:
TEST R TEST
POB: 12/14/1950 AGE: 61
LICENSE #: 1234567 VT
TEST OPERATOR NAME: .00 o
THOMAS J CROWE ’ '
AGENCY: WINHALL PD o ° 10 18 20 25 30
BLANK TEST 0.000 03:29
CALIBRATION CHECK PASSED 03:29
SIMULATOR VAPOR 34.2°C 0.101 03:30
SUBJECT SAMPLE (Vol=3.2L) 0,000 03:30
BLANK TEST 0.000 03:31
All alcohol values reported in ¢g/210L
Sim. Vapor Concentration 0.102
Sim. Vapor Range 0.097 - 0.107

Lot #: 12-13-100

DMT Serial Number #100165 Page 1 of 1 01/03/2012 9:01 AM




INSTALLATION REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Installed by:

ite nt specific

100165

Manchester PD
09/27/2011
09/27/2011 .
10/13/2011

STEVEN E HARNOIS

ion in doc P-ALC-210

Default Options Load

Diagnostic Results

YERSIONS

DMT: 1.00

PIC: 2.06
Modem: 2.1
Questions: 2.0

TEMPERATURES
Sample Chanber

Breath Tube
Digital Sim

vnn

LTSI N

SETTINGS

Lamp Voltage
Coolexr Voltage
Bias Veoltage
Chopper Freq

Pnaan

PUMP INFO
Flow Rate = 5,357

DETECTOR INFOQ

PUMP ON
MAX (V) 0.0285
MIN(V} 0.0270

FILTER INFO

Filter 1 ¢,030
Filter 2 0.294
Filter 3 0.553

CALIBRATION CHECK
Xg = 0.093 0.09

W
W

S 0
aaan

1.84 V
1.80 v
80 v

544 Hz

L/M

OFF
0.0318
0.0305

Zero true
fero true
Zero = true

I3

%

INSTALLATION PASSED

Performed by

Reviewed by

JFHe—

recision k

Concentration =0.102 g/210L
Lot # = 12-13-100
Range =0,097 -0.107
Average =(),}00 g/210L
Std Dev = 0,6000
RF Detection Test

Passed
S 1ce Test

Passed
0.10 T ] T i i 40.0

Alcohol {g/210L)

0.03]- Flow Rate{L/M) 36.0
0.08 é 32.0
0,07 frrem f ---------- 28.0
0. 06~ 24.0
0.05 fx\ 20.0
0.04 16.0
0.03 12.0
0.02 R I S O T e 8.0
0.01 4.0
0.00 0.0

0 & 10 15 20 25 30 35 40 45 50 55 60

DMT Serial Number #

Date - 10/1172011
Date lo!n \'m
Page L of 1

16/11/2011 3:35 PM




CERTIFICATION REPORT

DataMaster DMT:
Calibration Date:
Certification Date:
Certified by:

Diagnostic Results

VERSIONS

DMT: 1.00

PIC: 2.06
Modem: 2.1
Questions: 2.0

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

pnuna

PUME INFO
Flow Rate = 5,376

DETECTOR INFO
PUMP ON

MAX (V) 0.0366
MIN(V)  0.0352

FILTER INFO

Filter 1 0.038
Filter 2 0.298
Filter 3 0,573

CALIBRATION CHECK
Xq = 0.093 0.09

100165

09/27/2011
09/27/2011

STEVEN R MERRILL

L/M

OFF
0.0388
0.0372

true
true
true

Zero
Zero
Zero

onoa

%

DMT Serisl Number #100165

Options

OPTIONS

Units
Aleoho). s i i trionsannnnans

Simulatox
Tolerance Check,ovivvvoss
Standard Type....esvrvees
Nominal...uvveveonnovsone
Digital Simulator.,......

Subject
Ask Questions....vsvveens
Number of TestS..versress
Alcohol Display..vesensas
Volume Pisplay...vveesers
Query Refusal....ouevavas
Copies. viuiessraiincnnaas
Simulator Before.........
Simulator Between........
Simulator After.....uiceus

Obgervation Time.....cov..
Supervisor

Numbex of TeStS.iivviiaes
Calibration

Standard TypPe. . svsvevnsse

Nominal.oseeeionisnisnnne

Nominal{Pry Gas).vuieservas

Number of Test8..iverssnes
Printer

Printel Onsvsevssneronses
Software Configuration

Data Collection..ivveisers

Page 1 of 2

g/210%

yes
wet

0.100
Guth34CNP

yes
2
yes
yes
yes
3
yes
yes
no
0

10
wet
0.100
0.100
1

yes

yes

01/03/2012 8:23 AM




Lincarity Check Results

True Value Reported Average Std Dev

0019 /210 0.020 g/210L
Lot # 12-14-020
0.080 g/210L.  0.080 g/210L
Lot # 12-16-080
0.161 g210L  0.159 g/210L
Lot # 12-12-160
0400 g/210I. 0,392 g/210L
Lot # 12-15-400

R =1

Acetone Interference Test

Lot # 12-10-080A1
Interference Detected

Mouth Alcohol Test
Mouth Alcohol Detected

RF Detection Test

Passed

Sample Acceptance Test

Passed

CERTIFICATION PASSED

Performed by

0.0000
0.0000
0.0000

0.0010

PR

Reviewed by

Date

01/03/2012

Date

DMT Serial Number 100165

Page2 of 2

DMT Linearity
0.50 /
0.42
o /
S0.33
= /
~ 0,25
o
a /
0,17 /W
0.08 ———g~ e
.00
0.00 0.08 0.17 0,25 Q.33 0.42 0.50
DMT Results
.20 , : 10.0
Alcohol {g/210L} |
-18 Flow Rate (L/H) 36.8
. l 4 S . Y S P S 28 ' 0
12 ~424,0
] EEr— — S Y\ 20,0
. 08 ,,,,,,,,,,,,,,,,,,, 16.0
. 06 B I PR RTT | 79 FR 12 . 0
.04 8.0
02 4.0
.00 / 0.0
8] 5 10 15 20 25 30
.10 H : H 40.0
| ——— Alcohol{g/210L}
+09 Flow Rate{L/M) 36.0
OB 32,0
) S 28.0
. 06 ...................................... 24 . 0
.05 \ et 20,0
. 04 ....................... 16'0
. 03 ......... | ﬂ: ........ 12 . 0
] 8.0
ot | fwm Lo
.00 \ } i i 0.0
o] 5 10 15 2¢ 25 30 35 40 45 B0 855 60

01/03/2012 8:24 AM




CALIBRATION REPORT

DataMaster DMT: 100165
Calibration Date: 09/27/2011

Calibrated by: STEVEN R MERRILL
Lot: 11-37-100

Ca = 0,100

CAL = (0.962517 0.800 <= CAL < 1.200
bl = 0,000 0.000 = bl < 0.004
b2 = 0.005 0.002 <= D2 < G.010
b3 = 0.000 0.000 = b3 < 0,004
Xq = 0,093 0.050 <= Xq < 0.200
a2zl = 1.187029 1.050 <= a2l < 1.300
a3l = 0.494135 0.300 <= a3l < ¢.800
Performed by ﬁ

DMT Scrial Number #100165

Date

Page 1 of 1

09/27/2011

01/03/2012 8:25 AM




