DataMaster DMT Monthly Update Check-list

Department/Agency: ancjmgféw Io——p

Supervisor:’:/lnie | Steere

DM serial #__ 100145

Date: 03{/01 //QOIQ_

Provided None this month

Opérators_ Logbook Izr []
Maintenance Logbook E( []
Breath Test History Report ™ [
Status History Report il ]

Log On History Réport IZ( L]
Calibration Report [ ]
Certification Report K i
Installation Report [E/ [}
Annual Preventative Maintenance 1 7
Routine Performance Check lzr []
Simulator Solution Change /] 4
Other Reports ] 1

List other report type and date:

Appendix A “August 2011
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DATAMASTER DMT MAINTENANCE LOG

(D165

Department/Agency

DataMaster DMT Serial Number

—

TY'PE OF SERVICE PERFORMED

PERFORMED BY
(Name and Title)

- Mﬂiﬁms&m :
- Lot#12-13-100 EtOH,, Cong: 0,10 —=—="="==" SH——— ]

Range: 0.097 - 0.107
iange Place Label Here
_ Preparation Date: 09/09/201 | Expires: 09/09/2012 g ]
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s For RP(‘ or Slmufator Soluhon Change Place I abel Here]

DataMastel; Ext. Std, Solution

Lot# 11-41-100 EtOH,, Cone: 0.101
Range: 0.096 - 0.106
Preparation Date: 06/29/2011 Expires: 06/29/2012 Q_)
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OPENED: VAL
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B th R d Hist 1301z
rea eCcor 1S OH.M\ 03/01/2012
Test Test Alcohel Alcochol Sim. Sim.
Date Time Agency Operator Name Vat. 1 val. 2 conc. 1 Conc. 2 Status Message
02/2672012 20:16:17] SEAFTSBURY V&P WEINE M GODFREY U.i08 ©.100
C2/25/2012 19:37:21] EENNINGTON COUNTY 80 PEILIP J FRASIER C.189 T..00 Blank Error
02/11/2012 22:55:43] SHAFTSBURY VSP LEWIS A BATCH 0.135 G.087
DMT Serial Number #100165

Page 1 of 1

03/01/2012 6:31 PM



] Page 1
Status Record History 03/01/3012
Status Status
Date Time Test Type Status Message
02/25/2012 19:42:51 DUL Subiect Record Blank Frror
i
i
i
II)MT Serial Number #100165 Page 1 of 1 03/61/2012 6:33 PM




Log

On Record History

Page 1
03/61/2012
Test Test Name
bate Time
0271472012 18134106 Supervisor
02/01/2012 06:37:23 Supervisor

DMT Serial Number #100165

Page 1 of 1

03/01/2012 6:34 PM




CALIBRATION REPORT

DataMaster DMT: 100165
Calibration Date: 09/27/2011
Calibrated by: STEVEN R MERRILL

Lot: 11-37-100

Ca = 0.100

CAL = 0.962517 (0.800 <= CAL
bl = 0.000 0.000 <= bl
b2 = 0,005 0.002 <= b2
b3 = 0.000 0.000 <= b3
Xq = 0,093 0.050 <= Xq
a2l = 1.187029  1.050 <= a2l
a3l = 0.494135 0.300 <= a3l

Performed by

e

AA AN A AN

1.200
0.004
0,010
0.004
0.200
1.300
0.800

Date

DMT Seriat Number #100165

Page F of 1

09/27/2011

03/01/2012 6:28 PM




CERTIFICATION REPORT

DataMaster DMT:
Calibration Date:
Certification Date:
Certified by:

Diagnostic Results

VERSIONS

DMT:

Modem:

1.00
PIC: 2.06
2.

1

Ouestions: 2.0

TEMPERATURES

Sample Chamber
Breath Tube
Digital Sim

SETTINGS

Lamp Voltage
Coocler Voltage
Bias Voltage
Chopper Freq

o

PUMP INFO
Flow Rate = 5,376 L/M

DETECTOR INFO
- ON

PUMP
MAX (V)
MIN(V)

0.0366
0.0352

FILTER INFO

Filter
Filter
Filter

CALIBRATION CHECK

1
2
3

0.038
0.298
0.573

100165

09/27/2011
09/27/2011

STEVEN R MERRILL

48.8°C
46,8°C
0.0°C

l1.84 v
1.79 v
g0 v
545 Hgz

OFF
0.0388
0.0372
Zero = true
Zerc = true
Zero = true

Xg = 0.093 0.09%

DMT Serial Number #100165

Options

OPTIONS

Units
Alcohol...

Simulator
Tolerance Check,y,uveuvns.

L A A B I T

Standard TyPe..cvveav e

Nominal,........u.. ceenns

Digital Simulator........
Subject

Ask Questions....
Number of Tests....vvvuns
Alcoheol Display...vevees.
Volume Display....
Query Refusal,.
CopieS..ciiseians Cerreraas
Simulator Before.........
Simulator Between........
Simulator After..........
Ohaervation Time,..ovve..
Supervisor
Number of Tests..ooveasss
Calibration
Standard Type.ivivseavss.
Nominal....
Nominal (Dry Gas)....ciu.a.
Number of Tests....
Printeyr
Printer On........ Cheraaa
Software Configuration
Data Collection.....

rasa s

LR )

L N Y

L TN

LI Y

te e

Page 1 of 2

g/210L

yes
wet

0.100
Guth34CNP

yes
2
ves
yes
yes
3
yes
yes
ne
G

10
wet
0,100
0.100
1

yes

yes

03/01/2012 6:26 PM




Linearity Check Results DMT Linearity
True Value  Reported Average Std Dev 3.50
0.019g210L  0.020 g/210L 0.0000 ' /
Lot # 12-14.020 0.42 - ;
0.080 g/210L  0.080 g/210L 0.0000 " /
Lot # 12-16-080 50.33
0.161 g/210L  0.159 g/210L 0.0000 g /
Lot # 12-12-160 b 025
0.400 g/210L 0.392 g210L 0.0010 g /
Lot # 12-15-400 £ 0.17
R2=1 0.08 |—
0,00
Acetone Interference Test 0.00  0.08 0.17 0.25 0.33 0.42  0.50
Lot # 12-10-080A1 DT Results
Interference Defected
0.20 = ; 40.0
Mgutll AIQQhOI Te§t 0.18}- Alcohol (g/210L} SR SN IOURR: NRROT B ¥ s
Mouth Aleohol Detected — Flow Rate(L/H)
0 . 16 ........................... U ST P 32 . 0
0 . }_4 Y 0. S 28 . O
[0 . T OSOFODRURIOTSRIOSSE SRS SPR0SSS 0OpOO0009UM S SRS ST SO P, Hd24.0
RF Detection Tes O N 10 B PR AP PRUINE: £ WS S - SN UUU 20. O
Passed .08 - 16,0
0,06 12.0
0 02 _— [E R T T TT T VIS UUOUL P SUURP—— L SO E O - 4 . 0
0.00 ﬂ 0.0
0 5 10 15 20 25 30
Sample Acceptance Test R ] I T S S S 40.0
Passed . Aleohol{g/210L) | & i
0.03¢ Flow Rate{L/M) 36.0
D.08] b b 32.0
0 . 0? ........................ 3 28 . 0
0,06 (\ AAAAAAAAAAAAAA 24,0
0'05 ................................. 20.0
Q. 0d [T DO \ 16,0
0. 03 TR X 3 [\‘ ........ [0S S 12 . 0
0 . 02 SOPVRTETRE IFPNRRRIIE SURUYSRR o £ 5 | 4 1.3 § [ S 1) D 8 . 0
CERTIFICATION PASSED Py
0.01 i 4.0
0.00 ’ \ / 0.0
0 & 10 15 20 25 30 35 40 45 &0 55 &0
o AL
Performed by A Date 03/01/2012
Reviewed by Date
DMT Serial Number #100165 Page 2 of 2 03/01/2012 6:26 PM




INSTALLATION REPORT

DataMaster DMT: 100165

Location: Manchester PD
Calibration Date:  09/27/2011
Certification Date:  09/27/2011
Installation Date:  10/11/2011

Installed by: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210
Default Qptions Loaded

Diagnostic Results Accuracy and Precision Check
Concentration ={.102 g/210L
Lot # =1{2-13-100
VERSIONS Range =0.097-0.107
DMT: 1.00 Average =0,100 g2210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.1
Questions: 2,0 .
REF Detection Test
TEMPERATURES Passed
Sample Chamber = 49,1°C
Breath Tube = 48,1°C Sample Acceptance Test
Digital Sim = 33.9°C Passed
SETTINGS
Lamp Voltage = 1.84 Vv 0.10 T T T T ; 40.0
Cooler Voltage = 1.80 v =A1 : " 1:( /éloﬁ)
Bias Voltage = 80 Vv 0.00- coholig 36.0
Chopper Freq = 544 Hz Flow Rate(L/M]
PUMP INFO 0.08
Flow Rate = 5,357 L/M 0.07 i LR - . ~£28.0
DETECTOR INFO
PUI'IP ON OFF 0- 06 TTTTTYT 24 L O
MAY (V) ¢.0285 0.0319 :
MIN(V}  6.0270  0,0305 0,05} TR 20.0
-,
FILTER INFO 0,04 e - 166
Filter 1 0.030 Zero = true
Filter 2 0.294 Zero = true 0. 03 b e i LR % RPN SIS SN IS S 12.0
Filter 3 0.553 fZero = true
0.02 i : 1 U P
CALIBRATION CHECK
Xq = 0.093 0.09% L I e e LT T e o [ TS O % RRSPESE SISPUFPOS SUNSSSSS.SSSSPPPYDY JONUUNE AU SOOI 4.0
0.00 0,0

0 5 10 15 20 25 30 35 40 45 50 55 60

INSTALLATION PASSED

Performed by W Date 10/11/2011

Reviewed by Date

DMT Scriat Number #100165 Page 1 of 1 03/01/2012 6:27 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100165
Location: Manchester PD
Calibration Date:  09/27/2011
Certification Date: 09/27/2011
Installation Date:  10/11/2011
RPC Date; 02/14/2012
Supervisor Name: DANIEL B STEERE
Diagnostic Results Accuracy and Precision Check
Concentration =0.101 g/210L.
Lot # = 12-38-100
VERSIONS Range =0.096 - 0.106
DMT: 1,02 Average =0.102 g/210L
PIC: 2.06 Std Dev = (0.0000
Modem: 2,2
Questions: 2,0 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.1°C
Breath Tube = 48.0°C Sample Acceptance Test
Digital Sim = 34,1°¢C Passed
SETTINGS
Lanp Voltage = 1.84 v
Cooler Voltage = 1.80 v
Bias Voltage = 80 Vv 0.10 T ; ; 40.0
Chopper Freq = 548 Hz o 00l Alcohol (g/210L) o0
PUMP INFO Flow Rate({L/M}
Flow Rate = 5.376 L/M 0,08 32.0
DETECTOR INFO
PUMP  ON OFF 0.0 h 28.0
MAX{V}) -0.1232 -0.1193
MIN(V) -0.1246 -0.1207 e e A A \/\ 24.0
FILTER INFO 0.05 EER W S S 20.0
Filter 1 -0.120 Zero = true
Filter 2 0.146 Zero = true 0.04 f 16,0
Filter 3 0.419% Zero = true
0.03 12.90
CALIBRATION CHECK
Xq = 0-092 0.15% 0.02 RIS 1 0 1 O S 8.0
I
i 0.00 4 0.0
Routine Performance Check Passed 610 20 30 30 E0 50 5o 8o 90
o g ST
Performed by - Date 02/14/2012
Reviewed by Date

DMT Serial Number #100165

Page 1 of 1

03/01/2012 6:36 PM




SOLUTION CHANGE

DataMaster DMT: 100165

Location; Manchester PD

Date; 12/12/2011
Performed by: THOMAS J CROWE

Performed by T, Coive Date 03/01/2012

DMT Serial Number #1001635 Page 1 of 1 03/01/2012 6:35 PM




