DataMaster DMT Monthly Update Check-list

Department/Agency: ,mancl:eﬁ?r Lolice j)c;,,,i . DM serial #.__ loolts

Supervisor: :D Shkeere

| Operators, Lo‘gbook
Maintenance Logbook

Breath Test History Report |
Status History Report -
Log On History Réport
Calibration Report
Certification Report

installation Report

Annual Preventative Maintenance
Routine Performance Check
Simulator Solution Change

Other Reports

List other report type and date:
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DATAMASTER DMT OPERATOR USE LOG
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- DATAMASTER DMT MAINTENANCE LOG

hester P | (0D 165

- Department/Agency DataMaster DMT Serial Number

wem——

DATE

TYPE OF SERVICE PERFORMED

PERFORMED BY
{(Name and Title)

| DataMaster Simulato n
rs
. Lot#12-13-100 olution

Range: 0,097 . 0.107 .
lange P!ace Label Here
A Preparatmn Date: 09/09/20” EXPIFCS 09/09/2012 - g ]

EiOHaq Conc: 0.10p ——— " S SO . gf;ﬁe{q

tHe fmsﬁ’;‘

‘OPENED | oftif i

Inf‘l‘c_a_!( ﬂew ______ e e ]

DataMaster Ext. St(_i'.'fsfdvlj{l-f—iai}_"mm
Lot # 11-41-100  EtOH,, Conc: 0.101 %er‘u—v

Range: 0.096 - 0.106 %C& S
Preparation Date: 06229/2011 Expires: 06/20/2012 - _@«é_m/ O\L

y(jPBNED' VAL y“‘w/ | QO WLQ CZMW‘
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: [ For RPC or Simutator Solution Change P!ace Label Here]
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DATAMASTER DMT MAINTENANCE LOG
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_ Department/Agency

DataMaster DMT Serial Number

 TYPE OF SERVICE PERFORMED

PERFORMED BY

DATE {Name and Title)
: " Dataiﬂaster Simulator Solution — - )
U}l ;;{c/;-rf}.— S Lot#12-38-100  EtOH,, Conc: 0101 ____. AR ] Oec “"“9'(57%’” &
Range: 0.096 - 0.106
IR £ [ForRF-’( Preparation Date: 111772011 Expires: /1772012 s¢ Label Here] | ‘a.\ :
e OPENED: 0%/4/19- T R
I N WA TR o0 S
Y LS .\—\(‘\ .
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, DataMaster Simulator Solution
. Lot# 12-64-100 EtOH,y Cone: 0,101

T Range: 0.096 - 0.106
[For RI p;epamuon Date: 02/17/2012  Expires: 02/17/2013

OPENED o5, /@3/,; s

| ._._._ﬁu,t/rm,/w,tf..f PeCASLO deec‘f ................. B ] |

Salo ffw CL'arme,

12 Povw ﬁ’{?ﬂ_f}_ Sobhoa W

[ For RPC or. Simulator Solutten Change P!ace Label Here]

lock (;wa»u,

ond

© ALC 803 REV 03 08/2011

e Y Y R L E R R T P Y Y YYY Yy

O e R

e




]
]
B
B
B
B
B
B
B
B
B
B
B
]
B
B

DATAMASTER DMT MAINTENANCE LOG

Department/Agency

DataMaster DMT Serial Number

%mm@@@@‘@:@%@@f@_f@@@@@@@@@@@@@@@

DATE TYPE OF SERVICE PERFORMED ooy Y
DataMaster Simulator Solution -
............. . LOU# 12-64-100 EtOH,, Cong: 0,101 i /ST
Range: 0.096 - 0,106 ; ,
06//‘)/!9\ L. [_ F‘:C{T RPC_ Pr:gi'{;tlon Date: 02/F7/2012 L‘.XP]K’-) 02/1772013 _L_a??l_*ile_r?l @O n!(‘) 1‘38?&
................ e OPENED: 06//?/);7_ -:D_g ,W

[ Fos RPC or Srmufator Solutlon Change Place Labei Here]

[ For RPC or Slmulator Solut;on Change P!ace Labe! Here]
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Page 1

"
Breath Record History ororsois
Test Test Alcohol Alcohol Sim. Sim.
Date Time Agency Operator Name val. vali. 2 Conc. 1 Conc. 2 Status Message
06/24/2012 02:13:20| MANCHESTER ED CRAIG L WATROUS 0,120 G.116 0,102 0.101
05/03/2017 18:28:47| MANCHESTER PD CHRIS MASON 0.025 0.10%
06/02/2022 23:45:35) SHATTSBURY VSE WAYNE M GOREREL REFUSED 0.102
DMT Serial Number #100165 Pagelof 1 07/07/2012 6:41 PM




Stat R d Hist 779012

a. U.S eCO:‘C lS Ory 01/07/2012

Status Status

Date T4 e Test Type Status Message
08/19/2012 16:16:55 | RPC Record RE NOT DETECTED
06/19/2012 16107124 | RPC Record Jser Abort
06/19/2012 15154329 RPC Record RF NOFT DETECTED
0671972012 15142106 | REC Record RE NOT DETECTED
07/07/2012 6:42 PM

DMT Serial Numbsr #100163

Pape 1 of 1
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100165
Location: Manchester PD
Calibration Date:  09/27/2011
Certification Date:  09/27/2011
Installation Date:  10/11/2011
APM Date: 06/08/2012
Performed by: AMANDA BOLDUC
Diagnostic Results Simulator Vapor Test
Concentration =0.101 g/210L
Lot # = 12-64-100
VERSIONS Rﬂngc =(0.096 -0.106
DMT: 1.01 Simulator Vapor = 0.099 g/216L
PIC: 2.06
Modem: 2.4 .
Questions: 2.1 RF Detection Tes
Passed
TEMPERATURES
Sample Chamber = 48.9°C Sample Acceptance Test
Breath Tube = 48,1°C Passed
Digital Sim = 34.1°C
SETTINGS
Lamp Voltage = 1.B4 V
Cooler Voltage = 1.80 V
Bias Voltage = 80V 0.10 i E 7 40.0
Chopper Fregq = 550 Hz o 05l Alcohol (g/210L) oo
PUMP INFO ——— Flow Rate{L/M}
Flow Rate = 5.216 L/M FL S ]: [ESSCAUIANNE SNONNRNIR SNSRI S U ST 32.0
DETECTOR INFO SOOI IR o | EUR SN ST R
PUMP  ON OFF 0.07 ﬁ 26.0
MAX (V} -0.0850 -D,0811
MIN (V) —0‘0866 —-0.0823 0-06 S PV P PPPPRPR PR . 0 Y 0 P - 24 ‘0
Filter ¥ -0.082 Zerc = true
Filtex 2 0.188 Zerc = true 0.04]- 16,0
Filter 3 0.449 Zero = true
.03 12.0
CALIBRATION CHECK
Xg = 0.092 0.57% 0.02 8.0
0.01 4.0
AT
APM PASSED 0 5 10 15 20 25 30
Performed by A ad de Date 06/08/2012
Reviewed by Date
DMT Serial Number #100165 Page 1 of 1 06/08/2012 ¢:38 AM




INSTALLATION REPORT

DataMaster DMT: 100165
Location: Manchester PD
Calibration Date:  09/27/2011

Certification Date:  09/27/2011
Installation Date:  10/11/2011
Installed by:

faul ions Load
Diagnostic Results

VERSIONS

DMT: 1,00

PIC: 2.086
Modem: 2.1
Questions: 2.0

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

nowon
IVt~

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freg

1.84 vV
1.80 v
8o v

544 Hz

{3 (I I

PUMP INFOC
Flow Rate = 5.357 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0285 0,0319
MIN(V) 0.0270 0.0305
FILTER INFO

Filter 1 0.030 %ero = true
Filter 2 0.294 Zero = true
Filter 3 0.553 GZero = true

CALIBRATION CHECK
g = 0.093 0.09%

INSTALLATION PASSED

STEVEN E HARNOIS

JFA—

urga d Precision Check

Concentration =0.102 g/210L
Lot # = 12-13-100
Range =0.097-0.107
Average =0.100 g/210L
Std Dev =0.0000
RF Detection Test

Passed

Sample Acceptance Test

Passed
.10 i ; ; i 7 i 40.0
0.0]-| — Blcohol (ar210L) bodidseo
0.08 S D R 32,0
0. 07 b, IO | 28.0
0.06}— 24.0
0.05 EE R I 8 FSCTONS SVPRIN !)V\\ b 20, 0
0. 04 b L B o 16,0
0, O3 b L L b 12.0
(T TR T vt S I 1/ 0 I S S 8.0
0, 08 |- bbb Mo e 4.0
0.00 0.0

0 5 10 15 20 25 30 35 40 45 50 55 60

Performed by Date 10/11/2011
Reviewed by Date
DMT Serial Number #160165 Page 1 of 1

07/07/2012 6:46 PM




CERTIFICATION REPORT

DataMaster DMT:
Calibration Date:
Certification Date:
Certified by:

Diagunostic Results

VERSIONS
DMT: 1.00
PIC: 2.06
Modem: 2.1
Questions: 2.0
TEMPERATURES

Sample Chamber
Breath Tube
Digital Sim

nunen

SETTINGS

Lamp Voltage
Coolexr Voltage
Bias Voltage
Chopper Freq

oo

PUMP INFO
Flow Rate = 5.376
DETECTOR INFO
PUMP ON

MAX (V)  0.0366
MIN(V) 0.0352

FILTER INFO
Filter 1
Filter 2
Filter 3

0.038
0.298
0.573

CALIBRATION CHECK
Xq = 0.093 0.09

100165

09/27/2011
09/27/2011

STEVEN R MERRILL

48.8°C
46.9°C
0.0°C

1.84 v
1.79 v
80 v

545 Hz

L/M

OFF
0.0388
0.0372

Zero = true
Zero = true
Zero = true

%

DMT Serial Number #100163

Options

OPTIONS
Units

Alcohel,....... feebas

Simulator
Tolerance Check.....
Standard TyYpe.caross
Nominal.eswsewseesnne
Digital Simulator...
Subject
Ask Questions.......
Number of Tests.....
Alcohol Display.....
Volume Display......
Query Refusal.......
Coples..oviuneren. .
Simulator Before...
Simulator Between...
Simulator After.....
Observation Time....
Supervisor
Number of Tests.....
Calibration
Standarxd Type.......
Nominal...eoenens
Nominal (Dry Gas)
Numbeyr of Tests.....
Printer
Printer On......
Software Configuration
Data Collection.....

aq e

Page 1 of 2

* A

LAY

sraan

aaban

LN

RN

e

IR

R

P A

x4

P

saean

LR R

Ca Rk

g/210%

yes

wet

0.100
Guth34CNP

yes
2
yes
yes
yes
3
yes
yes
no
]

. 10

wet
0.100
0.100

yes

yes

07072012 6:45 PM




Linearity Check Results DMT Linearity
True Value Reported Average Std Dev 0.50
0019 g/210L,  0.020 g/210L 0.0000
Lot # 12-14-020 0.42
0.080 g/210L 0,080 g/210L 0.0000 W
Lot # 12-16-080 50.33
0.161 g/210L 0,159 g/210L 0.0000 ;:
Lot # 12-12-160 025
0400 g/2101,  0.392 g/210L 0.0010 2
Lot # 12-15-400 £ 0.17
Ri=1 0,08
0.00
0.00 0.08 0.17 0.25 0.33 0.42 0.50
Acetone Interference Test DMT Reoults
Lot # 12-10-080A1
Interference Detected
0.20 i H 40.0
Mouth Alcohol Tes 0.18 Alcohol (g/210L) 6.0
Mouth Alechol Detected Flow Rate(L/M}
0- 14 ............ e 28 . O
0,12k 4.0
RF D t tion Tes 0' 10 ............ 20_0
Passed P L SSTISTUUUIRIRUPUIIN SUPIRENIRY & S, ] 316, 0
0-06 S U PPS (on 12'0
0.04 8.0
0 N 02 ,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, S 1 TS T S T PR 4 . 0 .
G.00 0.0
0 5 10 20 25 30
Sample Acceptance Test SAR L] I SN N S B 40.0
Alcohol {g/210L)
Passed 0,094 T i ow Rate {L/M) p3e.0
0' 08 USRI UUUUUTIOTIUY: SUPPRUPTUUTIIN: PRURU FUPPPRRURS N SRS SRS N, 32 . D
0 N 0‘? . S J P, S PR 28 . O
0'06 PO SR JON r\ 24_0
0 N 05 - FRTTPINS PR ST I P PP A TRY SN RTTT: R L\ ““““““ 20 . O
0.04 i _— \ 16.0
0 N 03 ........................ FPIS PPN 12 . 0
0. 02 S k. sy 3 2 17 Y £ I A 1§ I — 8 . O
CERTIFICATION PASSED N i
0.01 | 4.0
.00 I \ I 0.0
0 5 10 15 20 25 30 35 40 45 50 5B5 60
P Sl
Performed by A Date 09/27/2011
Reviewed by Date
DMT Serial Number #100165 Pago 2 of 2 07/07/1012 6:45 PM




CALIBRATION REPORT

DataMaster DMT: 100165
Catibration Date: 09/27/2011

Calibrated by: STEVEN R MERRILL
Lot: 11-37-100

Ca = 0,100

CAL = 0.962517 0.800 <= CAL < 1.200
bl = 0.000 0.000 <= bl < 0.004
b2 = 0.005 0.002 <= b2 < 0.010
b3 = 0.000 0.000 <= b3 < 0.004
Xg = 0.093 0.050 <= Xq < 0.200
a2l = 1.187029 1.050 <= a2l < 1.300
a3l = 0.494135 0.300 <= a3l < 0.800
Performed by b=

DMT 8erial Number #100165

Date

Page 1 of 1

09/27/2011

07/07/2012 6:44 PM



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Di stic Resulis

VERSIONS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

it
o b D

SETTINGS

Lanp Voltage
Cooler Voltage
Bias Voltage
Chopper Freqg

LI TS

PUMP INFO

100165

Manchester PD
09/27/2011
09/27/2011
10/11/2011
06/19/2012
DANIEL B STEERE

Accur

Concentration

Lot #
Range
Average
Std Dev

and Precision Check

=0.101 g/210L,
=12-64-100
=0.096 - 0.106
=0.103 g/210L
={0.0000

RF Detection Test

Tailed

==
o
[sReXEe]

Flow Rate = 5.235 L/M

DETECTOR INFO
PUMP ON

MAX (V) ~0.0484
MIN(V) +-0.0500

FILTER INFO

Filter 1 -0.046
Filter 2 0.226
Filter 3 0.496

CALIBRATION CHECK

CFF
-0,0459
-0.0474

true
true
true

Zero
Zexo
Zero

g = 0.093 0.19%

Roeuting Performance Check Failed

Performed by

Reviewed by

T2 ST D
ate

06/19/2012

Date

DMT Serial Number #100165

Paga 1 of 1

07/07/2012 6:47 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100165

Location: Manchester PD

Calibration Date:  09/27/2011

Certification Date:  09/27/2011

Installation Date:  10/11/2011

RPC Date: 06/19/2012

Supervisor Name: DANIEL B STEERE

Diagnostic Results ccuracy and Precision Check
Concentration ={.101 g/210L
Lot # = 12-64-100

VERSIONS Rango =0.096 - 0.106

DMT: 1.01 Avorage =0.103 g/210L

PIC: 2,06 Std Dev =0.0000

Modem: 2.4

Questions: 2,1 .
RF Detection Tes

‘PEMPERATURES Failed

Sample Chamber = 48,7°C

Breath Tuba = 48,1°C

Digital Sim = 34.1°C

SETTINGS

Lanp Voltage = 1.84 V

Cooler Voltage = 1.79 V

Bias Voltage = 80 Vv

Chopper Freq = 548 Hz

PUMP INFO

Flow Rate = 5.283 L/M

DETECTOR INFQ

PUMP ON OFF

MAX{V} -0.0358 ~-0.0335

MIN{(V} -0.0372 ~3.0348

FILTER INFO

Filter 1 ~0.034 Zero = true

Filter 2 0.238 Yero = {rue

Filter 3 0.515 Zero = true

CALIBRATION CHECK

Xq 0.093 0.09%

Routine Performance Check Failed

Performed by Date 06/19/2012

Reviewed by Date

DMT Serial Number #100165 Page 1 of I 07/07/2012 6:48 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100165

Location: Manchester PD

Calibration Date:  09/27/2011

Certification Date: 09/27/2011

Installation Date:  10/11/2011

RPC Date: 06/19/2012

Supervisor Name: DANIEL B STEERE

Diagnostic Results A ¢y and Precision Ch
Coneentration =0.101 g/210L
Lot# =12-64-100

VERSIONS Range =0.096 - 0,106

MT: 1.01 Average =0.103 g/210L

PIC: 2.06 Std Dev =0.6000

Modem: 2.4

Questions: 2.1 .
RF Detection Test

TEMPERATURES Passed

Sample Chamber = 4§.8°C

Breath Tube = 48.1°C

pigital Sim = 34.1°C

SETTINGS

Lanp Voltage = 1,84 V

Cooler Voltage = 1,80 V

Bias Voltage =80 VvV

Chopper Freq = 547 Hz

PUMP INFO

Flow Rate = 5,275 L/M

DETECTOR INFO

PUMP ON OFF

MAN (V) =0.024¢ ~0.0224

MIN(V} -0.0262 -0,0242

FILTER INFO

Filter 1 -0.024 Zero = true

Filter 2 0.249 Zeroc = true

Filter 3 0.530 Zero = true

CALIBRATION CHECK

Xg = 0.0%83 0.09%

Routine Performance Check Faited

1 Pmncned Sxpe

Perforined by Date 06/19/2012

Reviewed by Date

DMT Serial Number #100165 Page 1 of 1 07/07/2012 6:48 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 106165

Location: Manchesier PD
Calibration Date:  09/27/2011
Certification Date: 09/27/2011
Installation Date:  10/11/2011

RPC Date; 06/19/2G12
Supervisor Name: DANIEL B STEERE

Diagnostic Results Accuracy and Precision Check

Concentration

Lot#
VERSIONS Range

pMT: 1,01 Average
PIC: 2.06 Std Dev

Modem: 2.4
Questions: 2.1

=0.101 g/210L
= 12-64-100
={.096 - 0.106
=0.103 g/210L
={0.0000

RF Detection Test

TEMPERATURES Failed

Sample Chamber
Breath Tube
Digital Sim

E " a
[FUIT .4
L]
oo
caa

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freg

I wn
NGO b e
rA R
TS
§ <<

PUMP INFO
Flow Rate = 5.338 L/M

DETECTOR INFOQ

PUMP ON OFF

MAX (V) -0.0161 -0.0136
MIN{V) -0.0175 -0.0152

FILTER INFO

Filter ¥ ~0.014 Zero
Filter 2 0.257 Zero
Filter 3 0.546 Zexo

true
true
true

CALIBRATION CHECK
Xg = 0.093 0.26%

Routine Performance Check Failed

A nrl? S |

Performed by Date

Reviewed by Date

DMT Seriat Number #100165 Page 1 of 1

06/19/2012

07/07/2012 6:49 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100165

Location: Manchester PD
Calibration Date:  09/27/2011
Certification Date:  09/27/2011
Installation Date:  10/11/2011

RPC Date: 06/19/2012
Supervisor Name: DANIEL B STEERE

Diagnostic Results Accuracy and Precision Check
Concentration =0.101 g/210L
Lot# = 12.64.100
VERSIONS Range =0.096-0.106
DMT: 1,01 Average =0.102 g/210L
PIC: 2.06 Std Dev =0,0000
Modem: 2.4

Questions: 2.1

RF Detection Test

TEMPERATURES Passed
Sample Chamber = 48.8°C
Breath Tube = 48,1°C Sample Acceptance Test
Digital Sim = 34,1°C Passed
SETTINGS
Lamp Voltage = 1.84 V
Cooler Voltage = 1,80 V
Bias Voltage = 80 V 0.10 ; ; i 40.90
Chopper Freq = 548 Hz o 00l Alcohol (g/210L) || | ) .
PUME INFO ——— Flow Rate(L/M)
Flow Rate = 5.298 L/M 6.08 . SRS TSR S S e} 32,0
DETECTOR INFO
. TR PTTOSOITTI NSO SV, 28,0
PUMP ON OFF 0.07 8
MAX (V) 0.2957 0.2970 240
MIN (v) 0 . 2933 0 . 2949 0‘06 ........ JUREUIUUIRUTY PUTTOU. S .
Filter 1 0.295 Zero = true \\
Filter 2 0.548 Zero = true L T f ~116.0
Filter 3 0.814 Zero = true i
0. 03 TR AP I | 2 1 IR TR TTT R SUmpupi) - ruipuisupus. S I — 12 B 0
CALIBRATION CHECK
xq = 0. 092 Ooq‘?% 0. 02 51 S— 8,0
...................................................... ‘; . 0
Routine Performance Check Passed 0.0

0 10 20 30 40 50 o0 70 80 90

L nedd

Performed by Date 06/19/2012

Reviewed by Date

DMT Serial Number #100165 Page 1 of I 07/07/2012 6:49 PM




