DataMaster DMT Monthly Update Check-list

Department/Agency: LMunchestor  Bolice Depl. - DM serial #: oo 65

Supervisor: L) Sheere.

-Date: 06 Joe /.l;_l
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DATAMASTER DMT OPERATOR USE LOG
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DATAMASTER DMT OPERATOR USE LOG
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DATAMASTER DMT MAINTENANCE LOG

M esnchesrar PA | 109165

Departmenb’Agency

DataMaster DMT Serial Number

PERFORMED BY
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DATAMASTER DMT MAINTENANCE LOG .
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DATE | TYPE OF SERVICE PERFORMED PERFORMED BY
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Status Record History

Page 1
06/04/2012

Status

Status

Date Time Test Type Status Message
05/27/2012 17:21:10 DUI Subject Record Simulaktoxr Qut of Range
05/27/2012 17:16:46 DUI Subject Record Simulator Out of Range
05/24/2012 23:33:18 DUI Subject Record Simulator Out of Range
05/24/2012 22135:44 DUI Subject Record Simulator Qut of Range
05/05/2012 02:25:06 PUI Subject Record RESPONSE TIMEQUT

DMT S8erial Number #100165

Pagelofl

06/04/2012 6:11 PM




Log On Record History

Page 1
06/04/2012

Test Test Name
Date Time

05/28/2012 14:22:147 Supervisor

05/28/2012 05:34:03 Supervisor

05/1472012 G0117:560 Suparyisor

05/02/2012 10325106 Supervisor

05/02/2012 10:05:07 Supervigor

DMT Serial Number #100165

Page 1 of 1

06/04/2012 6:13 PM




CALIBRATION REPORT

DataMaster DMT: 100165
Calibration Date: 09/27/2011

Calibrated by: STEVEN R MERRILL
Lot; 11-37-100

ca = 0,100

CAL = 0,962517 0,800 <= CAL < 1.200
bi = 0.000 0.000 = bl < 0.004
b2 = 0.005 0.002 <= b2 < 0.010
k3 = 0,000 0.000 = p3 < 0.004
Xg = 0.093 0.05¢0 = Xq < 0.200
a2l = 1,187029 1.050 <= a2l < 1.300
a3l = 0.49%4135 0.300 = a3l < 0.800
Performed by ,4&

DMT Serial Number #100165

Date

Page 1 of I

09/27/2011

06/04/2012 6:15 PM




CERTIFICATION REPORT

DataMaster DMT: 100165

Calibration Date:  09/27/2011
Certification Date: 09/27/2011
Certified by:

Diagnostic Results

VERSIONS

DMT: 1.00

PIC: 2,06
Modem: 2.1
Questions: 2.0

TEMPERATURES
Sanple Chambex

Breath Tube
Digital Sim

Huun
-3

= Oh
0
hd
3

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

woaoion

PUMP INFO
Flow Rate = 5,376 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0366 0.0388
MIN({V) 0.0352 0.0372

FILTER INFO

Filter 1 0.038 Zero = true
Filter 2 0.298 Zero = true
Filter 3 0.573 PZero = true

CALIBRATION CHECK
Xqg = 0.093 0.09%

DMT Serial Number #100165

STEVEN R MERRILL

Options

OPTIONS
Units
Alcohol.vivereinrens sieran
Simulator
Tolerance Check,.........
Standard TYDEe.ves v snrss
Nominal., ..o eivivassnsss
Digital Simulator........
Subject
Ask Question8...ivivivass
Number of Test8..vvvuuans
Alcohol Display.....cvvu.
Volume Display....eceeuese
Query Refusal.....cvvprve

COpLleS.veisenranssssnninn

Simulator Before.........

Simulator Between........

Simulator After..........

Observation Time.,...v...
Supervisor

Number of Tests...eveeess
Calibration

Standard Type..... sesaenn

Nominal....... v erarenans

Nominal {Dry Gas).......us

Numbex of TestB.vieiianee
Printer

Printer Oneivivavenrsnnan
Software Configuration

Data COlleCtion. EEEEEEEE]

Page 1 of 2

q/210L

yes

wet

0.100
Guth34CNp

yes
2
yes
yes
yes
3
yes
yes
no
0

10
wet
0.100
0,100

yes

yes

06/04/2012 6:17 PM




Linearity Check Resul DMT Linearity
True Value  Reported Average Std Dev 0.50
0019g210L  0.020 g210L 0.0000 ' /
Lot# 12-14-020 0.42
0.080 g/210L  0.080 g/210L 0.0000 /
Lot # 12-16-080 0.33 fmnn
0.161 g/210L 0.159 g/210L (.0000 /
Lot # 12-12-160 ”&,0.25
0400 /210l 0.392 g/210L 0.0010 5 /
Lot # 12-15-400 50,17 / —
R =1 0,08 /
0.00
Acetone Interference Tes 0.00  0.08 0.17 0.25 0.33 0.42  0.50
Acetone nterierence lest 1
Lot # 12-10-080A1 DHT Results
Interference Detected
.20 : ; 40.0
Mouth Alcohol Test igl— Alcohol{g/210L} | & 36.0
Mouth Alcohol Detected Flow Rate(L/M)
. 16 ........ 32 . O
. 14 F T U SN SN - S . S SO van 28 . 0
W12 24.0
RF Detection Te . 10 [P RPR SD . SV 20 . 0
Passed 1] S S 16,0
N 06 S S SOOI | 5 S 12 . 0
. 02 ............... B errararrarraa —. 4 . 0
J
0 5 10 15 20 25 30
ample Accoptance Test -10 i e 40,0
Passed Alcohol (g/210L} |
* -09 Flow Rate [L/M) 36.0
. OS ..................... 32 . O
. 0'} P P Y- S SN S S FIPRY P 28 . 0
.06 24.0
.05 e \\ 20.0
. 04 PP PNPP ITTITPETPRTOIY SUPPPIPRURPI NN N | S 0} SN SRR SR SR SO SR IR 1 6 . O
03] . f) 12.0
. 02 2 PRICTTUPRY [N SR SR S S B . 0
CERTIFICATION PASSED h
o {\W”’"\ ........... ‘o
L]
0 & 10 15 20 25 30 35 40 45 50 55 60
S
Performed by A Date 06/04/2012
Reviewed by Date
DMT Serial Number #100165 Pago2 of 2 06/04/2012 6;17 PM




INSTALLATION REPORT

DataMaster DMT: 100165

Location: Manchester PD
Calibration Date:  09/27/2011
Certification Date:  09/27/2011
Installation Date:  10/11/2011

Installed by: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Default Options Loaded

Diagnostic Results Accuracy and Precision Check
Coneentration =0,102 g/210L
Lot # =12-13-100
VERSIONS Range =0.097 -0.107
DMT: 1.00 Average =0.100 g/210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.1

Questions: 2.0

RF Detection Test

TEMPERATURES Passed
Sample Chamber = 49.1°C
Breath Tube = 48.1°% Sample Acceptance Test
Digital Sim = 33.9% Passed
SETTINGS
Lamp Voltage = 1.84 V 0.10 ; ; H T T 40.0
Cooler Voltage = 1,80 V bﬂl . 1‘( /2101"}
Bias Voltage = 80 V 0.00f-| T ArcenoilgfatULE Y 1 b bl 36,0
Chopper Freq = 544 Hz Flow Rate“_‘/“’
PUMP INFO 0-08 ﬂ'
Flow Rate = 5.357 L/M 0.07} OSSO WO |28, 0
DETECTOR INFG ,
PUMP ON OFF 0.06{-- 24.0
MAX (V) 0.0285 0.0319
MIN{V} 0.0270 0.0305 0.05 s r\\ 20.40
FILTER INFO 0,04 - frodnpn P 16.0
Filter 1 0,030 3Zero = true
Filter 2 0.294 Zero = true 0.03 . — . 12.0
Filter 3 0.553 Zero = true
0‘ 02 .............. 8 . 0
CALIBRATION CHECK
= o
Xq 0.093 0.09% 0, 01 fmed e Pl b e e 4.0
0.00 0.0

0 & 10 15 20 25 30 35 40 45 50 55 60

INSTALLATION PASSED

Performed by W Date 10/11/2011

Reviewed by Date

DMT Serial Number #100165 Pago 1 of } 06/04/2012 6:16 PM




SOLUTION CHANGE

DataMaster DMT: 100165

Location: Manchester PD
Date: 05/28/2012
Performed by: DANIEL B STEERE

Accuracy and Precision Check

Concentration =0.101 g/210L
Lot# = 12-64-100
Range =0.096 - 0.106
Average =0.102 g/210L,
Std Dev = 0.0000

Simulator Temperature: 34°C

Performed by - Date 05/28/2012

DMT Serial Number #100165 Page 1 of 1 05/28/2012 3:02 PM




ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 100165
Location: Manchestexr PD

bate: 05/28/2012
Time: 05:37:15

SUPERVISOR NAME:
DANIEL B STEERE

SOLUTION LOT #: 12-38-100
SOLUTION CONCENTRATION: 0.101

SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR 34,0
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPCR 34,0
SIMULATOR VAPOR 34,0
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0.095
¢.000

Average
Std Dev

BLANK TEST 0.000
CALIBRATION CHECK PASSED

BLANK TEST 0.000

DMT Seriat Number #100165
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