ROUTINE PERFORMANCE CHECK REPORT Jermont Department of

DataMaster DMT: 100156 : & —~
Location: SHAFTSBURY VSP A\ VERMOI \ I I
Calibration Date:  09/01/2010 “:

Certification Date: 09/01/2010

wcoue " oomzon  DEPARTMENT OF HEALTH

Supervisor Name: NICK L MAYER

Diagnostic Results Accuracy and Precision Check

. Concentration = 0.100 g/210L H
VERSIONS é@? it { Lot # = 11-30-100 4 i 1/' (|
DMT 1.05 \\"L Average = {.101 g/210L 1“
PIC 2.05 1 Std Dev = 0001
Modem 1.06
Questions 1.00 ‘ Y
Reports 1.02 RFI Interference Test ., }1 ,'i [2

: RFI detected _. 60

TEMPERATURES " |
Sample Chamber = 48,74°C \
Breath Tube = 48.07°C 4%[1\@ Sampie Acceptance Test 51‘} ’ ] ZI‘ i
Digital Sim = 34.0°C " Passed 1
SETTINGS | .
Lamp Voltage =1.83V \ W
Cooler Voltage =1.74 V g ) H/‘ \ v : *

Bias Voltage =809V
Chopper Freq =5472 Hz

AN 9.10 5 40,0
PUMP INFO RN Rlcohol (g/210L)
Flow Rate = 5.850 LIM 1\ . Flow Rato (L/M)
DETECTOR INFO W 0-08 320
PUMP ON  OFF o ,1\\’1/
MAX(V) 0.2508 0.2541%
MINCV) 0.2490 0.2522 0.06 24.0
FILTER INFO
Filter 1 0.253 Zero=tfue/ \\’L\ « 0404 from I\\ - 16.0
Filter 2 0.367 Zero=true{ LX’\ Nt
Filter 3 1.306 Zero = true /\’\\
0.02 8.0
CALIBRATION CHECK \ V0 .
Xq=00957 0.18% ¢ 1\\7' }
Routine Performance Check Passed 0.00 L = 75 5 55 35 50 0
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Reviewed by ,ﬂwo’t Ac‘uf‘v’l-ﬁ’ 3 Date 7ﬁ Z [ (1

‘ /
DMT Serial Number #100156 oy, 442 2-2(1(  Pagelofl &‘U‘ wvtd ot T Dﬁ’ / 195/2912011 15:56




¥
i“ﬁHﬁ-J;r v
o

o AT i

Aas Ty

Check~In Confirmation Test

STATE QF VERMONT

Datataster DMT: 100156
SHAFTSRURY VSP

Certification bate: 09/01/20190
Installation Date: 09/02/20190
Date: 87/14/2011

Time: 16:09:09

Subject Name: NICK I, MAYER
Date of Birth: 08/17/1957
Gender: M

License #:; 10355036 VT

Age: 53

Test Operator Name: NICK I MAYER
Agency: SHAFTSBURY vsp

BLANK TEST 0.000 16:10
CALIBRATION CHECK PASSED 16:10
SIMULATOR VAPCR 0.100 16:10
BLANK TEST 0.000 16:11
SUBJHCT SAMPLE (Vol=3.5L) 0.060 16:12
All alcohol values reported in g/210L

Sim. Yapor Concentration g.1090

Sim. Vapor Range 0.085 - 0,105

Simulator Temp 34.0°C

DMT Serial Number #1001356

9.10 —— 40.0
Alcochol {g/210L)
Flow Rate{L/M)
0.08 32.0
0.086 ﬁ ~1 24,0
0.04 16.0
0.02 8.0
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Check-In Confirmation Test

STATE OF VERMONT

bataMaster DMT: 100156
SHAFTSBURY VSP

Certification Date: 09/01/2010
Installation Date: 09/02/2010
Date: 07/21/2011

Time: 09:28:34

Subject Name: NICK L MAYER

Date of Birth: 08/17/1957 RAge:r 53
Gender: M
License #: 10355036 VT

Test Operator Name: NICK L MAYER
Agency: SHAFTSBURY VSP

BLANK TEST G.000 69:28
CALIBRATION CHECK PASSED 09:29
STMULATOR VAPOR 9.101 09:29
BLANK TEST 0,000 09:30
SUBJECT SRMPLE (Vol=3.4L) 0.000 09:31

All alecohol values reported in ¢/210L

3im. Vapor Concentration 0.100

Sim. Vapor Range ¢.095 - 0.105
Simulater Temp 34.0°C

DMT Serial Number #100156

0.04

9.02

0.00

Page 1 of1

49.0

Alcohol {g/210L)
Flow Rate{L/M)
32.0
\\U\&\& 24.0
16,0
A 8.0
0.0
5] 5 10 15 390
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VSP Fax

TO: Steye.
FAX #: B0 -SL3~76 32
FROM: Nicl M\(}\ ;\& = Q&rk

PAGES: Q‘\: (including this cover sheet.)

http:/fwww.visp.org

DATE:. DERETEY,
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REMARKS:

&/ '7/02@///

VERNMONT STATE POLICE
TROQP C - SHAFTSBURY
96 Airport Rd.

Shaftsbury, VT 05262

Tel. 802-442-5421

FAX 802-442-3263




0,10 : : ; 7 7 T 40.0
— Alcohol {g/210L)
— Flow Rate (L/M)
0.08 {- 32.0
as :
iRty 1 -
- i%ﬂ.u;" P‘guﬁfr 0.05 24.9
Check-In Confirmation Test
STATE OF VERMONT 0.04 - 16.0
DataMaster DMT: 100156
SHAFTSBURY vsSP
Certification Date: 09/01/2010
Installation Date: 09/02/2010
Date: 07/14/2011
Time: 16:09:09 0102 fmmpr el e 8.0
Subject Name: NICK [, MAYER
Date of Birth: 08/17/1957 Age: 53
Gender: M
License #: 10355035 VT '
0.00 4_-“ ; 3.0
Test Operator Mame: NICK I, MAYER ¥_ .5 10 15 20 25 30 35 40 45 50 55 80O
Agency: SHAFTSBURY VSP 61 ‘(
__________________________________________ > \Z
BLANK TEST 0.000  16:10 A
CALIBRATION CHECK PASSED 16:10
SIMULATOR VAPOR 0.100 1é6:1¢0
BLANK TEST 0.000 16:11
SUBJECT SAMPLE (Vol=3.5L) G.009 16:12

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.100 i
Sim. Vapor Range 0.095 - 0.105 ~

Simulator Temp 34.0°C
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1} ¥sp Shaftsbury
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x x % Communication Result Report { Jul. 14, 2011 4:30PM

Date/Time: Jul. 14, 2011 4:29PW

File ) . Page

No. Mode Destination Pe(s) Result Not Sent

0435 Memory TX 18028637632 P2 0K
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VERMONT STATE POLICE
TROOP C — SHAFTSBURY
96 Alipor Rd.

afisbiry, VT 05282

Tel, 802-442-5421

S RECEIVED
JUL 18 201

Vermont Department of
Health Laboratory




‘Ju|.14. 2011 4:308M  Vso Shafishary , No. 0435 P 1

T0: - STeve.
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VERMONT STATE POLICE
TROOP C - SHAFTSBURY
96 Airport Rd.,

Shaftsbury, VT 05262

Tel. 802-442-5421

FAX 802-442-3263




Ysp Shaftsbyry

4:30PM

Jul 14 2011

Check-In Confifmation Test

STATE OF VERMONT

DataMaater OMP:
SHAFTSBURY V5P
Caertification Date: 08/01/2010
Installation Date: 08/02/2010

_______________ e e e e e e bt

1001584

Data: 07/14/2011
Time: 16:08:09

Suhject Nama: NIOK I MAYER

Date of Birth: 08/17/1957 Aga: 53
Gehder: M

Licanse #: 10355038 vr

Test Cperaror Name: NICK L MAYER
Agengy: SHAFTSBURY vap

T T T R et e e e R s iy R e e e e —

BLANK TEST 6,000 16:10
CALIBRATION CHECK PASSED  16:10
SIMULATOR VAROR 0.100  14:10
BLANK TEST 0.000  16:13
SUBJECT SAMPLE (Vol=3,5L) 0.000. 18:12

A1l aleohel wvalues reperted in g/210L

8im. Vapor Concentration 9.100

Sim. Vapor Rangs 0.095 - 0,105
Simulator Temp 34.0°C

DMT Serial Number #100156
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No. 0435 P 2
i H i I T H 10.9
e Rlcohol {g/210L)
—— Flow Rate (L/M)
32,0
A 24.0
T 16,0
8.0
4.0

0 5 10 15 20 25 30 35 4G 45 50 55 60

F

071472011 16:12




