INSTALLATION REPORT

DataMaster DMT: 100148
Location: WINHALL PD
Calibration Date: 08/24/2010

Certification Daie; 08/24/2010

miedy: stevenemavos  DEPARTMENT OF HEALTH

Site meefs specification in doc P-ALC-210

Diagnostic Results Aurac and Precision Check
Concentration = 0.098 g/210L
/ézSIONs Lot # = 11-04-100
DMT 1.04 Average = 0.100 g/210L
PIC 2.06 , Std Dev = 0.000
Modem 1.06

Questions 1.00
Reports 1.02 RFI Interference Test
RFI detected
/T@PERAWRES
Sample Chamber = 49.20°C
Breath Tube =48.08°C le Acceptance Test
Digital Sim = 34.1°C ! / P&jlssed !

SETTINGS

TLamp Voltage =164V
Cooler Voltage = 1.69 V
Bias Voltage =804V
Chopper Freq =533.91z

0.10 : , : : 40.0
INFO
Flow Rate = 5.645 L/M T hconor tgrz o
. 0.08 ' 32,0
TECTOR INFO
PUMFP ON QOFF
MAX(V) 0.0730 0.0760
MIN(V) 0.0713 0.0748 0.08 po . 24.0
FIETER INFO | f {-\V
Filter 1 0.076 Zero=tme 0.04 S ORI SRR { EO | R 16.0
Filter 2 0.429 Zero=1(rue :
Filter 3 0.287 Zero=1true 1‘/
0.02 8.0
IBRATION CHECK
Xq=0.0827 0.21%
INSTALLATION PASSED 0.00 % R T T R - T T S S

Performed by - e A Date 08/31/2010

#

‘Reviewed by Date QI ‘ \ \O

DMT Serial Number #100148 Page ! of 1 08/31/2010 11:31




CERTIFICATION REPORT

DataMaster DMT: 100148

Calibration Date:  08/24/2010
Certification Date: 08/24/2010
Certified by:

Diagnostic Resulis

//VERSIONS

¢ DMT 1.04
PIC 2.06
Meodem 1.06
Questions 1.00
Reports 1,02

- TEMPERATURES
o Sample Chamber = 49,09°C
Breath Tube =36.65°C

SETTINGS

/ lamp Voltage =1.64V
Cooler Voltage=1.69 V
Bias Voltage =803V
Chopper Freq =537.9Hz

PUMP INFO
/‘ Flow Rate = 5.880 L/M

DETECTOR INFO
PUMP ON  OFF
L MAX(V) 0.0882 0.0921

MIN(V) 0.0870 0.0909

FILTER INFO

Filter } 0.092 Zero=true
2/' Filter 2 0.441 Zero=true

Filter 3 0.304 Zero=tme

'CALIBRATION CHECK
C Xq=0.0823 0.32%

DMT Serial Number #1060148

STEVEN E HARNOIS

VERMONT

v

Page 1 of 2

DEPARTMENT OF HEALTH

Options

Printer: yes

Number of Copies: 1

Number of Supervisor Tests: 10
Tolerance Check: no

Data Collection: yes

Units; g/210L

Simulator Check: no

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.102
Digital Simulator; none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no
Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

08/24/2010 15:24



Lmearlty Check Resulis DMT Linearity
True Value  Reported Average Sid Dev

6.50
0.020 g/210L 0018 g/210L 0.001
Lot # 10-34-020 0. 40
0.081 g/210L  0.078 g/210L 0.000 - . /-/
Lot # 10-30-080 030 _
0.160 g/210L 0.161 g/210L 0.001 3 /
Lot # 10-31-160 30_20
0373 @210l 0381 g/210L 0.002 a /l/
Lot # 10-32-400 0.10
R2 =(,999¢ ¢.00
_ 0.00 .10 0.20 .30 .40 .50
Acetone Interference Test DMT Results
Lot # 10-33-08A
Interference Detected 0. 30 : : i : 40.0
Alcohol {g/210L)
Mouth Alcohol Test ¢.o5 | Flow Rate(L/M) | 33.3
Mouth Alcohol Detected
6.20 h 26.7
0.15 I/ - 20.0
RF Interference Test \
RFI detecied 0.10 \ 13.3
0.05 \ \ 6.7
d.00 0.0
0 5 i0 15 26 25 30 35 40 45
0.10 ; ; ; _ 10.0
~ Sample Acceptance Test Alcohol (g/210L)
' Passed Flow Rate (L/M)
0.08 = 32.0
0.06 f ’l - rd 24.0
| [
0.04 16,0
0.02 [>T 8.0
CERTIFICATION PASSED 0.00 0.0
0 5 10 15 20 25 30 35 46 45
Performed by » WM Date 08/24/2010

Reviewed by _( 4//3@ = Date 31351 0

DMT Serial Number #100148 Page 2 of 2 08/24/2010 15:24



CALIBRATION REPORT

DataMaster DMT: 100148
Calibration Date:  08/24/2010
Calibrated by: STEVEN E HARNOIS

VERMONT

Lot: 11-03-100 '
N DEPARTMENT OF HEALTH
- (:;l:).)\\ 8]
f;’\}f}
£ da = 0.102000
“CAL = 1.026868 0.800 <= CAL < 1.200
bl = 0.000000 0.000 <= bl < 0.004
b2 = 0.003951 0.001 <= b2 < 0.012
b3 = 0.000000 0.000 <= b3 < 0.004
Xq = 0.082587 0.050 <= Xg < 0.200
a2zl = 1.203835 1.050 <= a2l < 1.300
a3l = 0.526716 0.300 <= a3l < 0.800

Performed by - B&M Date 08/24/2010

DMT Serial Number #100148 Page 1 of' 1 08/24/2010 13:10



ACCURACY AND PRECISION TESY

STATE OF VERMONT

DataMaster DMT: 100148

Date: 08/24/2010
Time: 13:18:31

SUPERVISOR NAME: STEVEN E HARNOIS

SOLUTION LOT #: 11-02-3100
SOLUTTION CONCENTRATION: 0.100

BLANK TEST C.000 13:19
CALIBRATION CHECK PASSED 13:19
SIMULATOR VAPOR 0.103 13:19
SIMULATOR VAPCR 0.103 13:20
SIMULATOR VAPCR £.103 13:21
SIMULATOR VAPCR ¢.103 13:22
SIMULATOR VAFCR 0.103 13:23
SIMULATOR VAPOR 0.103 13:24
SIMULATOR VAPOR 0.1683 13:25
SIMULATOR VAPCR 0.103 13:26
STMULATOR VADPOR 0.103 13:27
SIMULATOR VAPCR 0.103 13:28
BLANK TEST 0.006¢ 13:2%
Average = 0.103

Std bev = 0,0000

DMT Serial Number #100148
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

batasMaster DMT: 100148

Date: 08/24/2010
Time: 13:15:40

BLANK TEST 0.000 13:16
CALIBRATICN CHECK PASSED 13:16
USER ABORT
L
7

DMT Serial Number #100148
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0.04

g.02

6.900

‘ Page1of i

40.0

....... 32.0

24.0

------- 16.0

15

20

25 38

08/24/2010 13:17



