VYermont Depariment of Health Laboratory

195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Winhall PD DataMaster Serial #: 100148
Date: 8/7 /2011 Requestor: Crowe
Instrument Supervisor: Crowe Phone #:

Taken By: Harnois

Problem: Simulator Vapor reading low on Subiject test

Laboratory Response: Supervisor had just completed solution change 8/4/2011, Suspect test
8/6/2011 failed for simulator solution out of range.

Work Performed:

8/9/2011 Arrived to find air conditioner in room turned off, room about 70 deg C, turned a/c on to try recreate
conditions as of 8/6/2011 ran an accuracy and precision check solution average at .099 on a .103 solution, .
Redirected air from a/c from blowing on the DaiaMaster and concentration started fo rise as shown on the ticket.

Performed a annual preventative maintenance, Sgt Tom Crowe Witnessed the temperature reading on the
thermometer of 34.1 deg C with a correction factor of -0.2 deg C vielding a temperature 0of 33.9 deg C the
DataMaster was reading a temperature of 33.9 to 34.0 deg C. Changed the simulator Jar O-ring and performed all

poinis of the annual preventative maintenance, All Checks good. Instrument back in Service. SH

B On Site [} In-house Attachments: 8 pages
AT L
Performed By: Steven Harnois % Date:  8/09/2011
Final Review: A. Boldue”_A / Date:  8/11/2011
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DUI Subject Test

STATE OF VERMONT

PataMaster DMT: 100148
WINBALL PD

Certification Date: 08/24/2010
Installation Date: 06/17/2011
Date: 08/07/2011

Time: 02:27:19

Subject Mame: TEST TEST

Date of Birth: 08/30/1968 Rge: 42
Gander: M

License #: 1234567 VT

Case #: 11WHY3GO0G

Time of Operatiocn: 21:42

Location of Incident: 113 VT RTE 30
Town: WINHALL

County: BENNINGTON

Test Operator Mame: GREG GOULD
Agency: WINHALL PD

Obs. Pericd Start: 02:12
BLANK TEST : 0.600 02: 28
CALIBRATIQN CHECK PASSED 2:28
SIMULATOR VAPOR G.096 02:28

STANDARD QUT OF RANGE

A1l alcchol values reported in g/210L

8im. Vapor Concentraticn 0.103

8im. Vapor Range 9.09%8 - 0.108
Simulator Temp 34.0°C

DMT Serial Number #100148
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Check-In Confirmation Test

STATE OF VERMONT

DataMaster DMT: 100149
WINHALI, PD .
Cartification Date: 08/24/20610
Installation Date: 06/17/2011
bate: 08/07/2011

Time: 07:46:33

Subject Name: TEST T TEST

Date of Birth: 02/22/1900 hAge: 111
Gender: M

License #: 12345678 VT

Test Operator Name: THOMAS J CROWE
ABgency: WINHALL PP

BLANK TEST 0.000 07:47
CALIBRATION CHECK PASSED 07:47 Vs
SIMULATOR VAPOR . 0,097 07:47

STANDARD OUT OF'RANGE

All alcchol values reported in g/210L M i
$im. Vapor Concentration 0.103 /! /f[’
Sim. Vapor Range 0.098 - 0.108 g

Simulator Temp 33.9°C

DMT Serial Number #100148 _ Page1ofl 08/07/2011 0748
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Breath Record Summary
X = Interfersnce, R = Refusal, V = Invalid, Incomplete
Test Test hgency Opsrator Name Alcohol | Alcohoel Sim. Sim. Status Message
Date Time Val. 1 Val. 2 Cene. 1 | Cone. 2 .
10/02/2019 02:45 | WENHALL PD DERRICK & TIENKEN 0.121 0.093 0.092 STANDARD OUT OF RANGE
10/02/2018 03:1% WINHALL PD HERRICK S TIENKEN 0.593 RESPONSE TIMECUT
10/05/2010 c4:4%8 | WS W W _uS 0.000 0.093
12/19/2010 19:48 WINHALL PD BENJAMIN K LACKEY 0.088 STANDARD OUT OF RANGE
12/21/2010 20:30 WINMALL PD THOMAS J CROWE 0.088 STANDARD OUT OF RANGE
12/22/2010 £3:21 WINSALL, BD THOMAS I CROWE 0.000 0.101
01/26/201%1 15:45 WINHALL ED DERRICK S5 TIENKEN 0.082 0.086 0.054 0,084
b1/28/2011 15:05 | WINKALL PD NEWTON _ LUCY 0,000 2.085
01/31/2011 18:34 WINEALL BD LICY A NEWTON 0.164 0.093
02/11/2011 23:42 | WINHALL PD DERRICK S TIENKEN 0.092 STANDARD OUT OF RANGE
32/12/2011 14:55 | WINHALL ED THOMAS J CROWE 0.c00 C.108
22/12/2011 19:15 | WINHALL ED DBFGH D DEGG 0.000 0.107
D2/13/2041 19:3%3 | WIMHALL BD- DERRICK § TIENKEN 4.309 0.309 0.102 0.103
02/19/2011 21:51 | WINHALL 2D DERRICK S TIENKEN R 0.105
02/22/2011 03:26 | WINHALL ED PERRICK § TIENKEN 5.213 0,219 $.104 0.104
03/07/2011 16:08 | WINHALL PD THOMRS J CROWE c.000 0.104
03/07/2011 18:17 WINHMALL ED GREGORY ¢ GOULD 0.000 0.108
03/10/2011 01:33 WINHALL PD DERRICK 5 _TIENKEN 0.143 0.141 0.102 0.3102
03/12/2011 19:54 WINHALL BD DERRICK S TIENKEM 6.258 : 0.102
£3/13/2011 00:53 | WINGALL BD DERRICK S TIENKEN 0.206 0.102
03/20/2011 02:27 WINHALL PO DERRICK, S TIENKEN I 9.101 RESEONSE TIMEQUT
©3/20/2011 02:50 | WINEALL BD DERRICK § TIENKEN 0.230 9.102
03/30/2011 21:04 | WINHALL BD DERRZCK S TIENKEN 6,102 9.100
04/01/2011 19:56 | WENHALL BB DERRICK § TIEMKEN c.113 ©.089
04/02/2011 20:48 | SHAFTSEURY VSP WAYNE M GODEREY 0.377 c.098
04/02/2011 22152 SHAETSBURY VSP WAYNE M _GODFREY B 5.100
04/03/2011 01:48 SHAFTSBURY VSP HAYNE M GODEREY 1 0.102 5.099 0.093
04/19/2011 02:42 WINHALL BD DERRICK & TIENKEN D.097 I STANDARD COUT OF RANGE
07/05/2011 08:36 | WINHALL ED DERRICK S _TIENKEN 0.000 0.105
07/28/2011 15:42 WINHALL BD BERRICK S TIEMKEN ©.000 0.103
£8/01/2011 21:56 | WINHALL 2D DERRICK 5 TIENKEN 0.094 STANDARD OUT OF RANGE
08/07/2013 02:27 WINHALL PD GREG GOULD 0.096 STANDERD QUT OF RANGE
08/07/2011 07:46 | WINHALL ED THOMAS, J CROWE . 0.097 STANDLRD CUT_OF RANGE
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

PataMaster DMT: 100148

Date: 08/09/2011
Time: 08:55:902

SUPERVISCR NAME: STEVEN E HARNOIS

SOLUTION LOF #: 11-18-100 Vs

SOLUTION CONCENTRATIOM: 0.3103

BLANK TEST 0.000 08:56
CALIBRATION CHECK PASSED  08:56

SIMULATOR VAPOR (34.0°C)
SIMULATOR VAPOR (33.8°C)
SIMULATOR VAPOR (34.0°C)
SIMULATOR VAPOR (33.9%°C)
SIMULATOR VAPOR (33.9°C)
SIMULATOR VAPOR (34.0°C)
SIMULATOR VAPOR (33.9°C)
SIMULATOR VAPOR (34.0°C)
SIMULATOR VAPOR (34.0°C})
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SIMULATOR VAPOR (34.0°C} 102 09:05
BLANK TEST 000  09:06
Average = 0.099/ : i/!’/(
Std Dev = 06,0014 i ‘f\

DMT Serial Number #100148
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ANNUAL PREVENTATIVE MAINTENANCE REPORT

VERMONT

DEPARTMENT OF HEALTH

DataMaster DMT: 100148

Location: WINHALL PD
Calibration Date:  08/24/2010
Certification Date: 08/24/2010
Instaliation Date:  06/17/2011

APM Date: 08/09/2011

Performed by: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Diagnostic Resulis

VERSIONS
DMT 1.04
PIC 2.06
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 49.03°C
Breath Tube = 46.87"(?/
Digital 81m = 34.0°C

SETTINGS

Lamp Voltage =1.64V
Cooler Voltage =169V
Bias Voltage =803V
Chopper Freq =535.1 Hz

PUMP BNFO
Flow Rate = 5.558 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V) 00541 0.0565
MIN(Y) 0.0504 0:0551

FILTER INFO /
Filter 1 0.057 Zero=true
Filter 2 0.415 Zero=true
Filter 3 0.247 Zero = tue

0
CALIBRATION CHECK .
Xq=0.0825 0.00% /;Uf \\El ,
L
APM PASSED ’55\ 0

Performed by - 7459" %M:)
Reviewed by /}"/' W%

.16
.08
.0§
.04

.02

.00

RF Interference Test
RFI detected —

Sample Acceptance Test

Passed -

DMT Serial Number #100148

: - ; : 40,10
——— RAlcohol (g/210L)
—— Flow Rate{L/M)
32.0
{ 24.0
[\\ -+ 16,90
vvvvv 1 8.0
n 0.0
i0 20 30 40 59 a0 . 0 890 90
‘5/{“\\\
Date 08/09/2011

Date F-{/- /]
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Check-In Confirmation Test

STATE OF VERMONT

DataMaster DMT: 100148
WINHALL PD

Certification Date: 08/24/2010
Installation Date: 06/17/2011
Date: 08/08/2011

Time: 09:56:58

Subject Name: TEST APM

Date of Birth: 08/09/2011 Age: O
Guardian Present: N

Gender: M

License #: 0000 VT

Test Operator Name: STEVEN E HARNOIS
Agency: VDHL

Simulator Temp 34.0°C

AN
4;\“\

BLANK TEST 0.9069 09:57
CALIBRATION CHECK PASSED 09:57
SIMULATOR VAPCR ) 0.106 09:58
BLANK TEST 0.000° 09:59
SUBJECT SAMPLE (Vol=1,38L) 0.006 09:59
A1l alecohol values reported in g/2i0L

8im. Vapor Concentration 0.103 .
Sim. Vapor Range 0.098 - 0.108 -]

DMT Serial Number #100148

0.06

49,
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DataMaster Options Page 1l ot |

Harnors Steven

From: Thomas Crowe [tcrowe@dps.state.vt.us]
Sent:  Thursday, August 04, 2011 7:24‘ AM

To: Harnois, Steven
Subject: RE: DataMaster
Steve

We are ouit of range again and | need some solution, should | borrow or do you want me o wait until you
can send it down,

Thanks
TJom

Sgt Thomas Crowe
Winhall Police & Rescue
P.C. Box 135

Bondville, Vermont 05340
(802) 297-1013 (office)

(802 297-2121 (dispatch}
NOTICE:

This e-mail is covered by the Efectronic Communications Privacy Act, 18 U.5.C. Sec. 2510-2521, is confidential
and is legally privileged information. If you are not the intended recipient, including any and afl
administrative governmental staff, you are hereby notified that any viewing, retention, dissemination,
distribution or copying of this communication is strictly prohibited, Please reply to the sender that you have
received this message in error, then delete / destroy it.

Oh

,///”

8/11/2011




Daylight Saving 11me
Harnois, Steven

From: Thomas Crowe [tcrowe@dps.state.vi.us]
Sent.  Sunday, August 07, 2011 8:21 AM

To: ~ Hamois, Steven
Subject: RE: DMT message
Steve

Guess what?..... 1 attempt on the new solution and its out of range according to Officer Gould. | came in
today and ran a test on the check in mode and goti the same out of range message. When | looked at the
Sim Vapor Cone, on the printout it is .103 and the Sim Vapor range was .098 - .108 how is this out of
range, Also the Sim temp is bouncing from 33.8 to 34 and back the room, seem very cool (80} and the AC
blows directly across the room at the machine will that hurt.

| M at a foss.

Sgt Thomas Crowe
Winhall Police & Rescue
P.0. Box 139

Bond.ville, Vermont 05340
(802) 297-1013 (office)

{802 297-2121 (dispatch)
NOTICE:

This e-mail is covered by the Electronic Communications Privacy Act, 18 U,S.C. Sec, 2510-2521, is confidential
and is legaily privileged information. If you are not the intended recipient, inciuding any and all
administrative governmental staff, you are hereby notified that any viewing, retention, dissemination,
distribution or copying of this communication is strictly prohibited, Please reply to the sender that you have
received this message in error, then delete / destroy it.

Al
{ jg,,,,,//

4’%\(\\ a

8/11/2011
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