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ROUTINE PERFORMANCE CHECK REPORT

Vermont Depannwm

Health: Lahnals
DataMaster DMT: 100148
Location: WINHALL PD
Calibration Date:  08/24/2010

*.VERMONT
Certification Date: 08/24/2010

RPCDe: 05121011 DEPARTMENT OF HEALTH

Supervisor Name: THOMAS J CROWE

- a

Diagnostic Results Accuracy and Precision Check

Concentration = (.103 g/210L
VERSIONS Lot# = 11-19-100
DMT 1.04 Average = (L108 g/210L
PIC 2.06 Std Dev = 0.000
Modem 1.06
Questions 1.00
Reports 1.02 RFI Interference Test

RFT detected

TEMPERATURES
Sample Chamber = 49.15°C
Breath Tube = 47.16°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS

Lamp Voltage =1.64V
Cooler Voliage = 1.69 'V
Bias Voltage =803V
Chopper Freq = 541.0 Hz

.10 — 40,0

PUMP INFO
Fiow Rale = 5,492 L/M _ ?iggh;ﬁgii}&?)

0.08 - ‘ N 32,0
DETECTOR INFO :
PUMP ON  OFF , f ’\
MAX(V) 0.0179 0.0211
MIN(V) 0.0165 0.0195 e S At s S S S S SR S B S O R 24.0
FILTER INFQ (
Filter 1 0.020 Zero =irue 0.04 16.0
Filter 2 0.374 Zero = trze : {
Filter 3 0.237 Zero = tue

0.02 8.0
CALIBRATION CHECK :
Xq =0.0825 0.00% | 5
Routine Performance Check Passed 090 S—% 03 T T R o TR AR e T ‘
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RPCDue 0212011 DEPARTMENT OF HEALTH

Supervisor Name: THOMAS J CROWE

DataMaster DMT:; 100148
Location: WINHALL PD
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Diagnostic Results ' Accuracy and Precision Check

Concentration = (.103 g/210L
VERSIONS Lot# = 11-19-100
DMT 1.04 Average = 0.108 g/210L
PIC 2.06 Std Pev = 0.000
Modem 1.06
Questions 1.00
Reports 1.02 RFI Interference Test

RFT detected

TEMPERATURES

Sample Chamber = 48.68°C N

Breath Tube =47.95°C ample Acceptance Test
Digital Sim = 34.1°C _{@ '

SETTINGS < ?//2(/“

Lamp Voltage =1.64V
Cooler Voltage = 1.69 V
Bias Voltage =803V
Chopper Freq = 541.0 Hz

PUMP INFO

Flow Rate = 5.372 L/M Alcohol (g/210L)

Flow Rate {L/M}

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.0085 0.0108
MIN(V) 0.0061 0.0089

FILTER INFO :
Filier 1 0.009 Zero = true 0.04 : 16.6
Fikter 2 0.364 Zero=true i

Filter 3 0.215 Zero=true

CALIBRATION CHECK
Xq=10.082]1 0.53% A A

Routine Performance Check Faile 0.00 % 15 20 35 30~ 35 40 5 00
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Reviewed by Date
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Check~In Confirmation Test

STATE OF VERMONT

DataMaster DMT: 100148
WINHALL PD

Certification Date: 08/24/2010C
Installation bate: 08/31/2010
Date: 03/07/2011

Time: 18:08:08

Subject Name: TEST R SAMPLE ACCEPTANCE
Date of Birth: 03/07/2011 Age: 0
Guardian Present: N

Gender: M
License #: 12345678 VT

Test Operator Name: THOMAS J CRCWE

Agency: WINHALL PD

BLANK TEST G.000 18:09
CALIBRATION CHECK PASSED 18:09
SIMULATOR VAPOR 0.104 18:09
BLANK TEST 0.000 ig:10

SUBJECT SAMPLE (Vol=3.3L) 0.9000 i8:12
B11 alcohol values reported in g/210L

Sim. Vapor Concentration 0.103

Sim. Vapor Range 0.098 - 0.108
Simulator Temp 34.0°C

DMT Serial Numbser #100148
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