ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 103609

Location: St. Johnsbury PD
Calibration Date:  09/21/2011
Certification Date: 09/21/2011
Installation Date:  01/09/2013

APM Date: 08/01/2014
Performed by: ROBERT DRISCOLL

Diagnostic Results Simulator Vapor Test
Concentration =0.098 g/210L
Lot# =14-05-100
VERS TONS Range =0.093-0.103
DMT: 1.01 Simulator Vapor =0.097 g/210L
PIC: 2.06
Modem: 2.4 )
Questions: 2.1 RF Detection Test
Passed
TEMPERATURES
Sample Chamber = 49.0°C Sample Acceptance Test
Breath Tube = 48.0°C Passed
Digital Sim = 33.9°C
SETTINGS
Lamp Voltage = 1.68 V
Cooler Voltage = 1.67 V
Bias Voltage = 81 V o 0] T 7 T 40.0
Chopper Freq = 537 Hz
b8 Alcohol (g/210L) i
PUMP INFO Flow Ra.te (L/M)
Flow Rate = 5.605 L/M 0., 08 e Bl i, I et o)
DETECTOR INFO
PUMP oN BEF [S10 ¢ | ERERRPESEEY SRR | SR e . Taee e W, £ o)
MAX (V) 0.4801 0.4833
MIN (V) D . 4787 0. 4821 [ T ] < e R | Rt (TR ; ................... eeemissiesie | 24 L0
FILTER INFO 0 5 05 TORNIERRRETS SSCFogs STIRNSRosay Kooone AT R EE P YRRty 20 R0}
Filter 1 0.483 Zero = true
Filtexr 2 0.700 Zero = true R | s e E -0
Filtex 3 0.381 Zero = true
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CALIBRATION CHECK
Xq = 0.083 1.06% TR SR — 112 1 N Y SN S— 5.6
S T —— 4 B 1 11 e 4.0
APM PASSED 0.00 0.0
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SOLUTION CHANGE

DataMaster DMT: 103609

Location: St. Johnsbury PD
Date: 08/01/2014
Performed by: ROBERT DRISCOLL

Accuracy and Precision Check

Concentration =0.098 g/210L
Lot # = 14-05-100
Range =0.093-0.103
Average =0.095 g/210L
Std Dev =0.0000

Simulator Temperature: 34°C

~ 5Kl Gy

wartonyr o
i

SUBTE ?

Simolahe  Seluhon ok of ﬂv\g,t dun‘r\:) AGM (ompreHed seluhun c\nqyx, pmmai
and (e~ ACM. £ee 'Z/L/rtf

Performed by = | {W

Date

DMT Serial Number #103609

Page 1 of 1

Pact a L 3 Lo

08/01/2014

08/01/2014 1:30 PM




ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 103609

Location: St. Johnsbury PD
Calibration Date:  09/21/2011
Certification Date: 09/21/2011
Installation Date:  01/09/2013

APM Date: 08/01/2014
Performed by: ROBERT DRISCOLL

Diagnostic Results Simulator Vapor Test
Concentration =
Lot # -

VERSIONS Range =

DMT: 1.01 Simulator Vapor =~

PIC: 2.06

Modem: 2.4

Questions: 2.1

TEMPERATURES

Sample Chamber = 49.5°C
Breath Tube = 48.1°C
Digital Sim 34.0°C

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

PUMP INFO
Flow Rate = 5.713 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) - 0.4827 0.4866
MIN (V) 0.4809 0.4854

FILTER INFO

Filter 1 0.485 Zero = true
Filter 2 0.704 Zero = true
Filter 3 0.373 Zero = true

CALIBRATION CHECK
Xq = 0.082 0.85%

APM FAILED
X
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