
ANNUAL PREVENTATIVE MAINTENANCE REPORT 

DataMaster DMT: 122106 
Location: MILTON PD 
Calibration Date: 10/26/2010 
Certification Date: 10/26/2010 
Installation Date: 10/26/2010 
APM Date: 
Performed by: 

VERMONT 
11/15/2011 
STEVEN E HARNOIS 

DEPARTMENT OF HEALTH 
Site meets specification in doc P-ALC-210 

Diagnostic Results 

VERSIONS 
DMT 1.05 
PIC 2.05 
Modem 1.06 
Questions 1.00 
Reports 1.02 

TEMPERATURES 
Sample Chamber = 48.97°C 
Breath Tube =45.27°C 
Digital Sim =33.9°C 

SETTINGS 
Lamp Voltage = 1.75 V 
Cooler Voltage = 1.69 V 
Bias Voltage = 80.3 V 
Chopper Freq =547.9 Hz 

PUMP LNFO 
Flow Rate = 5.180 L/M 

DETECTOR LNFO 
PUMP ON OFF 
MAX(V) 0.0404 0.0443 
MLNOO 0.0384 0.0429 

FILTER LNFO 
Filter 1 0.044 Zero = true 
Filter 2 0.436 Zero = true 
Filter 3 0.732 Zero = true 

CALIBRATION CHECK 
Xq = 0.0864 0.20% 

APM PASSED 

RF Interference Test 
RFI detected 

Sample Acceptance Test 
Passed >n 
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Check-In Confirmation Test 

STATE OF VERMONT 

DataMaster DMT: 122106 
MILTON PD 
C e r t i f i c a t i o n Date: 10/26/2010 
I n s t a l l a t i o n Date: 10/26/2010 

Date: 11/15/2011 
Time: 12:49:39 

Subject Name: TEST APM 
Date of B i r t h : 11/15/2011 Age: 0 
Guardian Present: N 
Gender: M 
License #: 0000 VT 

Test Operator Name: STEVEN E HARNOIS 
Agency: VDHL 

BLANK TEST 0.000 12:50 
CALIBRATION CHECK PASSED 12:50 
SIMULATOR VAPOR 0.095 12:50 
BLANK TEST 0.000 12:51 
SUBJECT SAMPLE (Vol=1.8L) 0.000 12:52 

A l l a l c o h o l values reported i n g/210L 
Sim. Vapor Concentration 0.100 
Sim. Vapor Range 0.095 - 0.105 
Simulator Temp 34.0°C 
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