VERMONT FORENSIC LABORATORY

PO BOX 47

WATERBURY, VERMONT 05676-0047
TEL: 802-244-8783

FAX: 802-241-5557
http://vfl.vermont.gov

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Shelburne PD DataMaster Serial #: 100133

Date: 3/31 /2012 Requestor: Peter King

Instrument Supervisor: King Phone #:

Taken By: A. Bolduc

Problem: Sim temp issues

Laboratory Response: Will be there 4/3/12

Work Performed: Removed previous simulator and replaced with G7454. replaced BNC

cable and adjusted simulator temperature to 34*C. Adjusted simulator so DMT would report
correct simulator temperature. Simulator temperature confirmed using thermometer #111814522
and witnessed by Officer Peter King. Performed accuracy and precision check to confirm
simulator performance. Unit back in service.
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 100133
Location: Shelburne PD
Date: 04/03/2012

Time: 15:01:25

SUPERVISOR NAME:
AMANDA BOLDUC

SOLUTION LOT #: 12-45-100

SOLUTION CONCENTRATION: 0.100
BLANK TEST 0.000 15:02
| CALIBRATION CHECK PASSED 15:02
| SIMULATOR VAPOR 34.1°C 0.097 15:02
SIMULATOR VAPOR 34.2°C 0.097 15:04
SIMULATOR VAPOR 34.1°C 0.097 15:05
SIMULATOR VAPCR 34.1°C 0.098 15:0¢
| SIMULATOR VAPOR 34.1°C 0.088 15:07
| SIMULATOR VAPOR 34.1°C 0.098 15:08
| SIMULATOR VAPOR 34.1°C 0.098 15:09
SIMULATOR VAPOR 34.1°C 0.098 15:10
SIMULATOR VAPOR 34.0°C 0.09% 15:11
SIMULATOR VAPOR 34.0°C 0.099 15:12
BLANK TEST 0.000 15:13
Average = 0.097
Std Dev = 0.000
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Bolduc, Amanda

—— e —— ———————— S ESs 2 T
From: King, Peter G
Sent: Saturday, March 31, 2012 8:.07 PM
To: Bolduc, Amanda
Cc: Fortin, Allen
Subject: Shelburne PD Datamaster Down
Importance: High

Hi Amanda,

Shelburne's Datsamaster will not operate. It appears that on the temperature probe disconnect's main wire to the sample
bottle, is loose and not making a proper contact.

The Ambient Temp display shows varying temps while operating. 33.9 to 34.0 C

If you move the wire slightly, the temp reading disappears. I checked the connection for proper connecting, it appear to
be properly connected.

Also, we are out of Datamaster soliution & Blood Kits. Both types.
Peter King

Shelburne Police
985-8051



