DataMaster Monthly Update Check-list

Department/Agency: Winooski Police

Date: 05/07/2012

DM serial #:104409

Operators Logbook

Maintenance Logbook

Breath Summary Report

Status Summary Report
Calibration

Certification

Installation

Annual Preventative Maintenance
Routine Performance Check
Simulator Solution Change

Other Reports

List other report type and date:
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Status Record History

Page 1
05/07/2012

Status Status
Date Pime Test Type Status Message
04/28/2012 05:01:55 Check-In Confirmation Record Simulator out of Range
04/28/2012 04:10:43 DUI Subject Record Simulator Out of Range
04/28/2012 04:06:22 DUI Subject Record Simulator Dut of Range
04/28/2012 04:00:56 DUI Subject Record Simulator Out of Range
0d4/28/2012 03:57:17 DUI Subject Record Simulator Out of Range
04/18/2012 04:37:17 DUT subject Record Simulator Out of Range
04/14/2012 04:47:25 DUI Subject Record Simulaktor Out of Range
04/03/2012 04:12:06 | DUI Subject Record RESPONSE TIMEOUT T

DMT Serial Number #104409

Page 1 of 1

05/07/2012 6:32 AM



NV 1£:9 CT0T/L0/S0 Lo 1 a8eg , 60FFOT# Jequny [eU2g LINA

LIAQFWILI ISNOJSTH G60°'0 S60°0 GLT O RInIa 0 d 0d HILSTHOTOD |T020:FQ ZT0Z/€0/ %0
Ge0"0 qISNITY WD d TIYHOIW Jd IMSOOMIM [LE:FEE0 ZT0Z/¥0/F0
zbued Jo ng JolBINWIS Y600 SWYdY 0 NIWYLNEE dd IHSOONTM ITGIGH RO ZT0z/%1/%0
SeQ°C HLITINOONT FLITINCONT JINIEIT 4 STENYL ad THSOONTM 12Q079E:6T CL0Z/ST/F0
shuey 0 3NQ JOIBTNWTS ¥60°0 SHYAY [ NIWYCNHE dd IASQONINM |GFIGETRD ZI02/81/%0
§60°0 EBO"0 Wedo d TIYHOIH dd THSOONIM [Z26:80:00 ZT0Z/0Z/%0
zbuey IO N0 JOIBTNUTS £60°0 SWYJY [ NIWYLNEE da THSOOMIM [EF: GG €0 Z2I0Z/82/%0Q
ebumy Jo JnQ JOoIRTOMIS £60°0 SHWYdV¥ [ NTWYLNAS dd IASOONIM 126G E0 2T0Z/82/F0
sbuey IO 3Ing JojB[NUTS ¥60°0 SHYAY 0 NIWYCNIE Od IMSOONIM {L¥:FO:FO ZT0Z/82/%0
sbuey Io 100 JOIBRTRUTS £60°0 SWedy £ NIWYLNAS dd THSOONTM |60:607F0 2I0Z/82/%0
sbugy IO IN0 I0IBTNWIS FE0"0 STIMON d NOSYr dd IMSOONIM [BT:QD:G0 2T02/9¢/F0
. . . . e
sbessall sniyelg ¢ PHed T ~ue ¢ "IEA T “TeA sureN zoeasdo Aoushy SWUTL 23ed
TWTS WITS ToyooTd ToygooTY 1595 a183L

cigg/i0/59 AZO1STH pPI0OSY yaeaig




[= BN e R ol o B e )

o0 O o o O

ACCURACY & PRECISION REFORT

STATE OF VERMCNT

o0 O o 9o

DataMater DMT: 104409

Location: Winooski PD 0.
—————————————————————————————————————————— a0
Date: 04/28/2012 0.
Time: 04:14:27 0
SUPERVISOR NAME: 0.

JASCN R NOKES 0.
SOLUTION LOT #: 12-45-100 0.
SOLUTION CONCENTRATION: 0.100 0.
—————————————————————————————————————————— 0
BLANK TEST 0.000 04:15 0.
CALIBRATION CHEECK PASSED 04:15 o
SIMULATOR VAPOR 33,9°C 0.094 04:15 )
SIMULATOR VAPOR 34.0°C 0.094 04:16 o
SIMULATOR VAPOR 34.0°C 0.094 04:17 o o
SIMULATOR VAPOR 34.0°C 0.094 04:19 0' 'O
SIMULATOR VAPOR 34.0°C 0.094 04:20 ’ )
SIMULATOR VAPOR 34.0°C 0.093 04:21 0. -0
SIMULATOR VAPOR 34.0°C 0.094 04:22 0. .0
SIMULATOR VAPOR 34.0°C 0.094 04:23 0.
SIMUTATOR VAPOR 34.0°C 0.0%3 04:24 0.
SIMULATOR VAPOR 34.0°C 0.094 04:25
BLANK TEST 0.000 04:26 L0

.0

Average = 0.093 0
Std Dev = 0.000 ,
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CHECK-IN CONFIRMATICN TEST

STATE OF VERMONT

DataMater DMT: 104409
Location: Winoeski PD
Certification Date: 12/20/2011
Installation Date: 12/23/2011
Date: 04/28/2012

Time: 05:00:18

SUBJECT NAME:

TEST TEST
DOB: 04/28/1994 AGE: 18
GENDER: M

TEST CPERATOR NAME:
JASCN R NOKES
AGENCY: WINCOSKI PD

Simulator Out of Range

A1l alechol values reported in ¢/210L
5im. Vapor Concentration 0.100

5im. Vapor Range 0.095 - 0.105
Lot #: 12-45-100

BLANK TEST 0.000 0b5:01
CALIBRATION CHFRCK PASSED  05:01
SIMULATOR VAPOR 33.9°C 0.094 05:01

DMT Serial Number #104409

Page 1 of 1

04/28/2012 5:03 AM



DIAGNOSTIC RESULT

DataMaster DMT: 104409
Location: Winooski PD
Calibration Date: 12/19/2011
Certification Date:12/20/2011
Installation Date: 12/23/2011

~ Test Date: 04/28/2012
Test Time: 04:32:37

VERSIOCNS

DMT: 1.01

PIC: 2.05
Modem: 2.2
Questions: 2.0

TEMPERATURES

Sample Chamber = 48.8°C

Breath Tube = 48.1°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage = 1.72 VvV
Cocler Veltage = 1.71 V

Bias Voltage = 80 V
Chopper Freqg
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PUMP INFO
Flow Rate = 6.098 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.1935 0.1957
MTN (V) 0.1917 0.1941

FILTER ENFO

Filter 1 0.1%4 FZero true
Filter 2 0.427 EZeroc true
Filter 3 0.607 Zero = true

CALIBRATION CHECK
Xqg = 0.080 0.22%

DMT Serial Number #104409 Page 1 of 1

04/28/2012 4:33 AM



DIAGNOSTIC RESULT

DataMaster DMT: 104409
Location: Winooski PD
Calibration Date: 12/19/2011
Certification Date:12/20/2011
Installation Date: 12/23/2011
Test Date: 04/18/2012
Test Time: 21:14:51

VERSTONS

DMT: 1.01

PIC: 2.05
Modem: 2.2
Questicns: 2.0

TEMPERATURES

Sample Chamber = 4%.0°C

Breath Tuke = 48.1°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage =1.72 v
Cooler Voltage = 1.71 V
Bias Voltage = 80 V
Chopper Freq = 536 Hz
PUMP INFO

Flow Rate = 6.132 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.1878 0.1907
MIN (V) 0.1866 0.1890

FILTER INFO

Filter 1 0.189 FZero = true
Filter 2 0.422 Zero true
Filter 3 0.602 Zero = true

CALIBRATION CHECK
Xg = 0.080 0.87%

DMT Serial Number #104409 Page ] of 1

04/18/2012 9:16 PM



DIAGNOSTIC RESULT

DataMaster DMT: 104409
Location: Winooski PD
Calibration Date: 12/19/2011
Certification Date:12/20/2011
Installation Date: 12/23/2011
Test Date: 05/03/2012
Test Time: 03:56:34

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.2
Questions: 2.0

TEMPERATURES

Sample Chamber = 48.8°C
Breath Tube = 48.1°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage =1.72 V

Cooler Veoltage = 1.71 V
Bias Voltage BO V
Chopper Freq 537 Hz

([}

PUMP INFO
Flow Rate = 6.09%6 L/M

DETECTOR INFO

PUMP oN OFF
"MAX (V) 0.1817 0.1846
MIN(V} 0.1805 0.1829

"FILTER INFO

Filter 1 0.183 Zero = true
Filter 2 0.419 Zero = true
Filter 3 0.589 FZero = true

CALIBRATION CHECK
Xg = 0.080 0.98%

DMT Serial Number #104409 Page 1 of 1

05/03/2012 3:57 AM



