ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104609
Location: UVM PD
Calibration Date:  12/15/2011
Certification Date: 12/16/2011
Installation Date:  12/22/2011
RPC Date: 01/30/2013
Supervisor Name: MATT L COLLINS
Diagnostic Resulis Accuracy and Precision Check
Concentration =0.098 g/210L
Lot# =12-88-100
VERSIONS Range =0.093-0.103
DMT: 1.0L Average = 0,099 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 .
_ RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 45.8°C Sample Acceptance Test
Digital Sim = 34.2°C Passed
. SETTINGS
Lamp Voltage = 1.7 v
Cooler Voltage = 1.70 V
Bias Voltage = 80V 0.10 E ; i 40.0
Choppex Fred - 030 M 0.09]- Alcohol (g/210L) (i & P U | SR— 36.0
PUMP INFO — Flow Rate(L/M) .
Flow Rate = 6.156 L/M 0.08[ SR - B T— 32.0
DETECTOR INFO o SRR TS S SO
FUMD o G 0.07 28.0
MAX (V) 0.1321 0.1344
MIN (v) 0 . 1311 0 . 1325 0 : 06 e TOUT. NEU: SRSSPRp: [SURSUNUSISRSE: MNP ORI, 24 4 0
EILTER INFO 0_ 05 ............. - RS N 20 X O
Filter 1 0.133 Zero = true
Filter 2 0-447 zero = true 0_04 .............................................. - 16,0
Filter 3 0.123 Zero = true
] e T [ e 12.0
CALIBRATION CHECK
Xq = 0.079 1.91% 0.02 lh ......... Vi WS US| SUOUL Y ! S— [SS— ) — S— B.0
0.01 \\/\mﬂ .......... n ........................ 4.0
' i 0.00 i ﬂ ﬁ 0.0
Routine Performance Check Passed I T T
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