ROUTINE PERFORMANCE CHECK REPORT

DataMaster DM'T;
Localion;
Calibration Date:
Certilication Dale:
Installation Dale:
RPC Date:
Supervisor Name:

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

100159

Milton PD

12/14/2011

1211472011

122072011

02/21/2013

GORDON J LAFOUNTAIN

Sample Chamber = 49.1°C

Breath Tube = 48,1°C

Digital Sim = 34,0°C

SETTINGS

Lanp Voltage = 1.81 Vv

Coolexr Voltage = 1.83 V

Bias Voltage = 80 Vv

Choppex Freq = 536 H=z

PUMP INFO

Flow Rate = 5.943 L/M

DETECTOR INFO

PUMP ON orrF

MAX (V) -0.0398 -0.0360

MIN(V) -0.0425 -0.0390

FILTER INFO

Filter 1 -0.038 Zero = Lrue

Filtexr 2 0.202 Zero = Lrue

Filter 3 0.498 Zero = Ltrue

CALIBRATION CHECK

¥g = 0.075 0.12%

Routine Performance Check Passed
-

Performed by T e

Reviewed by

DML Serinl Number #100159

Accuracy and Precision Check

Coneentration
Lot

Range
Average

Std Dev

=0.100 /2101,
= 12-72-100
=0.095 -(.105
=0.099 p/2 10L
= 0.0000

RE Deteclion Tesl

Passed

Sample Acceptance Test

Passed
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