VERMONT FORENSIC LABORATORY

- POBOX 47

. WATERBURY, VERMONT 05676-0047
- TEL: 802-244-8788
¢ FAX: 802-241-5557
http://vil.vermont.gov

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: UVM PD DataMaster Serial #: 104609
Date: 8/3/2013 Requestor: Matthew Collins
Instrument Supervisor: Matthew Collins Phone #: (802) 656-3473

Taken By: R. Driscoll

Problem: DataMaster DMT indicating “Simulator Temperature Too High”

Laboratory Response: R. Driscoll will investigate and possibly replace Guth Simulator

Work Performed: DMT at this agency had similar error messages in March 2013. Opted to
replace the simulator with a properly functioning spare (G7690). Matched temperature of
simulator to the DMT display using NIST thermometer S/N 111814522 and completed a solution
change protocol.
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SOLUTION CHANGE

DataMaster DMT: 104609

Location: UVM PD

Date: 08/03/2013

Performed by: MATTHEW L COLLINS

Accuracy and Precision Check

Concentration
Lot #
Range
Average
Std Dev

Sim. Temp. out of range

ownono

Simulator Temperature:

Solution Change Failed

Performed by ) | Date 08/05/2013
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Status Record History

Page 1
08/05/2013

Status

Status

Date Time Test Type Status Message
12/24/2013% 03:08:07 DUI Subject Record Simulator Cut of Rangs
12/24/2011 03:21:45 DUI Subiect Record RESPONSE TIMECUT
01/07/2012 03:57:53 DUI Subject Record Blank Brror
04/12/2012 02:20158 DUI Subject Record Simulator out of Range
04/12/2012 02:24:09 DUI Subject Record Simulator Out of Range
04/12/2012 02:42:42 DUT Subject Record Simulator Qut of Range
05/26/2012 01:28:35 DU Subject Record RESPONSE TIMEQUT
07/14/2012 01:17:13 DUI subject Record RESPONSE TIMECUT
07/21/2012 23:21:39% DUI Subiject Record RESPONSE TIMEQUT
01/28/2012 04:55:08 DUI Subject Record RESPONSE TIMEQUT
11/04/2012 01:48:37 DUI Subject Record RESPONSE TIMEQUT
01/06/2013 04:27:35 DUI Subject Record RESPONSE TIMECUY
01/09/2013 00:19:46 PUI Subject Record RESPONSE TIMEOUT
01/15/2013 02:53:31 T Subiect Record Simulator Temperature Too High
01/18/2013 00:57:58 pUI Subiect Record Pump Error
01/30/2013 02:03:55 DUI Subject Record Simulator Temperature Too High
03/02/2013 23:48:40 DUI Subject Record Simulator Temperature Too High
03/02/2013 23:556:21 DUI Subject Record Simulator Temperature Too High
03/02/2013 23:57:54 DUT Subiect Record simulator Temperature Too High
03/03/2013 04:53:13 DUI Subject Record Simulator Temperature Too High
03/12/2013 22:18156 DUI Subiect Record Blank Error
03/12/2013 22128132 DUI Subiect Record Alank Error
04/26/2013 02:37:56 RUI Subject Record RESPONSE TIMEQUT
04/26/2013 02:41:44 bUI Subtject Record RESPONSE TIMEOUT
05/14/2013 22:48:01 PUY subiect Record RESPONSE TIMEOUT
07/06/2013 04:45:21 DUT Subiject Record Simulator Temperature Too High
08/03/2013 05:13:44 DUI Subject Record simulator Temperatura Toa High
08/03/2913 22:47:10 Solution Change Record ACCURACY AND PRECISION CHECK FAILED
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SOLUTION CHANGE

DataMaster DMT: 104609

Location: UVM PD
Date: 08/05/2013
Performed by: ROBERT DRISCOLL

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot # = 13-04-100
Range =0.094 - 0.104
Average =0.098 g/210L
Std Dev = 0.0000

Simulator Temperature: 34°C

Performed by
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