ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100162
Location: South Burlington PD
Calibration Date:  12/23/2013
Certification Date: 12/23/2013
Installation Date:  12/24/2013
RPC Date: 06/08/2014
Supervisor Name: DAVID SOLOMON
Di ic Resul
Concentration =0.097 g/210L
Lot# = 14-02-100
VERSIONS Range ={.092 -0.102
DMT: 1.01 Average = (.095 g/210L
PIC: 2.06 Std Dev = 0.0000
Modem: 2.4
Questionsg: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.6°C
Breath Tube = 39.2°C sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.75 V
Cooler Voltage = 1.74 Vv
Bias Voltage = 80 V 0.10 - 40,0
Choppex Freq = 543 Hz o i Alcohol (/210L) | | o
PUMP INFO .—-1E‘low Ra:te(:[./M): .
Flow Rate = 5,468 L/M 0,08} -« . l i : 32.0
DETECTOR INFO
PUMP  ON OFF 007 : 28.0
MAX (V) -0.1128 -0.1094
MIN(V) -0.1150 -0.1108 0.086 § = S G
FILTER INFO 0.05 f y? 20.0
Filter 1 =0.109 Zexo = true . (
Filter 2 0.332 Zero = true 0.04] st B | 16.0
Filter 3 0.925 Zero = true . ’ | }'
0.03}~~ ..T. . | 12.0
CALIBRATION CHECK !
Xq = 0.083 0.74% o.02|- o ’ ! .
0.0L| =pA L { ‘ | 4.0
Routine Performance Check Passed 0.00 M m BN ‘l'l : —Jo.0
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Reviewed by %7 §/< Date g/q_//q
DMT Sarisl Numbar molg/ Pago 1 of 1 06/09/2014 12:04 AM




