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CHECK-IN CONFIRMATION TEST

STATE OF VERMONT

DataMater DMT: 100159
Tocation: Milton PD
Certification Date: 12/14/2011
Installation Date: 12/20/2011

Date: 08/12/2014
Time: 14:03:20

SUBJECT NAME:
TEST TEST

DOB: 06/05/1979 AGE: 35

GENDER: M

LICENSE #: 0000 VT

TEST OPERATOR NAME:
ROBERT DRISCOLL
AGENCY: VFL

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 34.0°C 0.098
SUBJECT SAMPLE (Vol=1.7L) 0.000
BLANK TEST 0.000
All alecohol values reported in g/210L
Sim. Vapor Concentration 0.099
Sim. Vapor Range 0.094 - 0.

Lot #: 14-01-100
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