ROUTINE PERFORMANCE CHECK REPORT

DataMasiler DMT: 100159
Location: Milton PD
Calibration Date:  12/14/2011
Certification Date: 12/14/2011
Installation Date:  12/20/2013

RPC Date: 10/29/2014
Supervisor Name: ED A LARENTE

Diagnostic Results
Concentration = 0.097 g/2101.
Lot # = 14-10-100
VERSIONS Range =0.092-0.102
DMT: 1.01 Average =0.097 g210L
PIC: 2.05 Std Dev = 0.0000
Modem: 2.4
Questions: 2.1 . i
RE Deject ‘Tegt
TEMPERATURES Passed
Sample Chamber = 48.7°C "
Breath Tube = 48.1°C 1
Digital Sim = 34.1°C Passad
SETTINGS
Lamp Voltage = 1.81 V
Cooler Voltage = 1.83 V
Bias Voltage = 80 V 11 N1 | e S A SURINS T RN RN R S— 0
Chopper Freq = 537 Hz | Aloohol(g/210L) || o L
— o Flow Rate(L{M) <
Flow Rate = 5.837 L/M 0.08 32.0
DETECTOR INFC k
PUMP ON OFF W07 : 250
MAX (V) 0.0681 0.0717 i
HIN’ (V, 0 _065? 0 -0699 0-06 RRTUPRRA - — - B T I e T L 24 _0
FILTER INFO ) 0,085 |- .,.‘d[..\.f.'./..\.f\..wm} 20,0
Filtexr 1  0.070 Zero = true :
Filtexr 2 0.314 Zero = true 0.04 : : 6.0
Filter 3 0.57% Zero = true : i
e ] e 12.0
CALIBRATTION CHECK
Kq = 0.074 D.92% 0.02 T EPETEEIE e B SRR dielg Lo
O‘Dl ........ BN A 0
i PO 0.00 1” - ; : 0.0
Routing Performance Check Passed o R TR T v e

_ Bee altached chneck Lb_&c...m&éﬁj_wlf,clw’un(—ﬁ LD u/J_/(H)

Performed by ) s Date 10/29/2014
Reviewed by Dale I 1/_1_ ,AI o
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Aleohoel(g/210L)
Flow Rate(L/M)

0.08

CHECK-IN CONFIRMATION TEST

.05}

STATE OF VERMONT

DataMater DMT: 100159
Location: Milton PD

Certification Date: 12/14/2011
Inatallation Date: 12/20/2011

Date: 10/30/2012
Time: 15:58:02

SUBJECT NAME:
TEST TEST
noB: 0L/01/1990 RBeE: 24
GENDER: M
LICENSE #: 11111111 VT

TEST OPERATCR NAME:
ED A LARENTE
AGENCY: MILTON PD

BLANK TEST

CALIBRATION CHECK
SIMULATOR VAPDR 34.0°C
SUBJECT SAMPLE (Vol=l.6L)
BLANK TEST

All alcohol values reported
Sim. Vapor Concentration
5im. Vapoxr Range

Lot #: 14-10-100

0.000 15:58
PASSED 15:59
0.098 15:59
0.000 16:00
0.000 16:01

in ¢/210L
0.097
0.092 — 0,102
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