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7DataMaster Simulator Solution

Lot#13-16-100  EtOHaq Cong: 0.099 R ] ; ) l,l.(/l’ Q,r'-}’ ‘

SR = e 0,094 - 0,104
e g /Zl / I Y [ For RPC or < preparation Date: 9/26/2013 Expires; 09/26/2014 D6l Here] q 0 l{
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DataMaster Simulator Solution

J— . Iof#13-16-160  EtOHaq Conc: 0.099 L < ' D) H L l'
Range: 0,094 - 0,104 < Eherl

[ For RPC Preparatlon Date: 9/26/2013  Expires: 09/26/2014 3 Label Here]
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[ For RPC or Simulator Solution Change Plade Label Here]
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DataMaster Simulator Solution

‘ T Lot # 14-05-100  EtOHag Conc: 0.098 7 ' 1. | y
. wv‘vl { For RPC Range: 0.093 - 0,108 e Label Here]
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—. . Preparation Date: 6/19/2014 Expires: 6/19/2015
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Yataliaster DMT: 104409
Location: Winooski PT)

Date: © © 10/02/2014
Performed by: MICHAEL E CRAM

Accuracy and Procigion Check

‘Concentration ~ 0,098 gi210L

 Lot# = 14-05-100
Range =0,093-0.103
Average -0.099 g/210L
Sid Dev = 0.0000
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Simut&tbr Temperature: 34°C
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ﬁeyformed by W L Date 10/02/2014
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pataMater DMT: 104409
Location:
Daﬁ-é .10
‘;[':1'__1'1‘1&,__'T . l5 08:50

SUPERVISOR NAME:
MICHAKL E CRAM

BLANK TEST
CALIBRATION CHECK

SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.0
STIMULATOR VAPOR 34.0
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STATE OF VERMONT

Winooski PD

SOLUTION TOT #: 14-03-100
SCLUTION _CONCENTRATION: $.098
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. ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104409

-7 Location: Winooski PD

™ Calibration Date:  12/19/2011

. Certification Date: 12/20/2011

" /Insigllation Date:  12/23/201)

"' RPC Date: 10/03/2014
Supervisor Name: MICHAEL E CRAM

- "Diagnostic Results : Accuracy and Precision Check
T Concentration = 0,098 g/210L
Lot #f = 14-05-100
VERSTONS - Range = (3,093 - 0.103
CDMT: 1.01 Average ' = (1,098 g/210L,
PIC: 2.05 Std Drev =0.0000

Modem: 2.4
. Cuestions: 2.1 .
RF Deicetion Test

FEM?.EFATURES Passed
= 49,1°C
= 48,1°¢ Sample Acceptance Test
= 34,0°C Passed
‘L "Ij‘ap"dp?gﬁ{;(?"{}ta'ge = 1,72 V
Gooler. Voltage = 1.72 ¥
Bia’s"vb‘ktade = 80 V ‘ 0. Ly =" mes TG,
ghopper Freg = 538 Hz 6. 04 I\lcuhoi(g/’iiﬂb}] ' w50
. ) . o 34,
PUMP XNFO blf)w Rate (L/M)
Flow Rate = 6.276 L/M 6.8 ‘ : : .
. DRTECTOR INFO - ) : o ' o
PUMP  ON oFF 0.07 Y 1 28,0
MAY (V) 0.3276 0.3301 , | )
MIN{V)  0.3280 0.3287 v.06 l 24.0
FTILTER INFO ' 0.05 ‘ : : 1 20,0
Pilter 1 0,330 Zero = true -/
Filter 2 0.572 VYero = true 0.04 Ve Do 16.6
U filter 3 0.713 -Zero = true ) i
Wi .03 { 12.0
CAT.IBRATION CHECK A i
o RErs3.0.081 2.07% 0.02 [‘ihg“\“ \j* | - 2.0
i : 1
A A i i ! b H
o.01| \'“l Hil[ ih M l‘ ! 4.0
. i . !
rformance Check Passed 0,00l LTI - | U £
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I DMT Sesial Number #104409 Page 1of 1 10/03/2014 7:44 AM




