ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 300387

Location: Hinesburg PD

Calibration Date:  07/10/2013 ol
Certification Date: 07/11/2013 R aMon e 1
Installation Date:  02/13/2014 A L e T f
RPC Date: 10/09/2014

Supervisor Name: CALEB M CASCO

Diagnostic Resulis Accuracy and Precision Check
Concentration =0.098 g/210L
Lot # =14-05-100
VERSIONS Range =0.093 -0.103
DMT: 1.01 Average =0.099 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4

Questions: 2.1 B
RF Detection Test
TEMPERATURES Passed

Sample Chamber = 48.7°C
Breath Tube = 48.,1°C Sample Acceptance Test
= 33.9°

Digital Sim Passed
SETTINGS
Lamp Voltage = 1.70 V
Cooler Voltage = 1.81 V
Bias Voltage = 82 V 0.10 S R T | 40.0
Chopper Freq = 538 Hz - ) - -
0.09 Alcohol (g/210L) | SE0
PUMP INFO A Flow Rate (L/M)
Flow Rate = 5.592 L/M (70 21 [NUUNE CHRON: S SO |
DETECTOR INFO
PUMP oN OFF 0. 0T Jromions e T Ea— S - 28.0
MA¥X (V) -0.0937 -0.0894 i
MIN(V) -0.0959 -0.0915 UG e | i S S TG i (240
FILTER INFO 0‘ 05 ,,,,,,,,,,,,,,,,,,,,, I |- PR SORION IS SS—; fomeealicnsah i, 20.0
Filter 1 -0.091 FZero = true
Filter 2 0.623 Zero = true 004 e +=|16.10
Filtexr 3 0.362 Zero = true
[AC e e e i e e B S ~{12.0
CALIBRATION CHECK
Xqg = 0.073 0.95% 0.02 i A 8.0
0] froee g [] """" 4.0
Routine Performance Check Passed 0.00 f 5 0.0
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Performed by = _— Date 10/09/2014

Reviewed by — _ Date 1o éi / v,
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 300387

Location: Hinesburg PD
Calibration Date:  07/10/2013
Certification Date: 07/11/2013
Installation Date:  02/13/2014

RPC Date: 10/08/2014
Supervisor Name: CALEB M CASCO

Diagnostic Resulis Accuracy and Precision Check
Concentration
Lot #

VERSIONS Range

DMT: 1.01 Average

PIC: 2.05 Std Dev

Modem: 2.4

Questions: 2.1

[ I T |

TEMPERATURES

Sample Chamber
Breath Tube
Digital Sim
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SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

1.70 v
1.81 Vv
82 v

536 Hz

PUMP INFO
Flow Rate = 5.606 L/M

DETECTOR INFO

PUMP  ON OFF
MAX (V) -0.1455 -0.1386
MIN(V) -0.1470 -0.1407

FILTER INFO

Filter 1 -0.140 Zero = true
Filter 2 0.573 Zero = true
Filter 3 0.296 FZero = true

CALIBRATION CHECK
Xqg = 0.072 1.77%

Routine Performance Check Failed o~ C /) / % / / o

Performed by S Date 10/08/2014
Reviewed by Date
DMT Serial Number #300387 Page 1 of 1
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 300387

Location: Hinesburg PD
Calibration Date:  07/10/2013
Certification Date: 07/11/2013
Installation Date:  02/13/2014

RPC Daie: 10/08/2014
Supervisor Name: CALEB M CASCO

Diagnostic Resulis

VERS IONS

DMT: 1.01
PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber =
Breath Tube = 45.8°C
Digital Sim =

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq
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PUMP INFO
Flow Rate = 5.592 L/M

DETECTOR INFO

PUMP ON org

MAX (V) -0.1404 -0.1339
MIN(V) -0.1423 ~0.1360

FILTER INFO

Filter 1 -0.136 Zero = true
Filter 2 0.579 Zero = true
Filter 3 0.301 Zero = true

CALIBRATION CHECK
Xg = 0.072 2.25%

Routine Performance Check Failed [ Y &
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Accuracy and Precision Check

Coneentration =0.098 g/210L

Lot # = 14-05-100

Range =0.093-0.103

Average =0.086 g/210L

Std Dev =0.0000
Average out of range
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Performed by i Date 10/08/2014
Reviewed by Date
DMT Serial Number #300387 Page 1 of 1
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 300387

Location: Hinesburg PD
Calibration Date:  07/10/2013
Certification Date: 07/11/2013
Installation Date:  02/13/2014

RPC Date: 10/08/2014
Supervisor Name: CALEB M CASCO

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 4
Breath Tube = 46.
Digital Sim = 3

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq
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PUMP INFO
Flow Rate = 5.562 L/M

DETECTOR INFO
PUMP ON OFF

MAX (V) -0.1358 -0.1289
MIN(V) -0.1372 -0.1313

FILTER INFO

Filter 1 -0.131 Zero = true
Filter 2 0.583 Zero = true
Filter 3 0.308 Zero = true

CALIBRATION CHECK
Xq = 0.072 1.65%

Routine Performance Check Failed
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Accuracy and Precision Check

Concentration =0.098 g/210L
Lot # = 14-05-100
Range =0.093-0.103
Average =0.098 g/210L
Std Dev =0.0000
RF Detection Test

Failed
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Performed by Date 10/08/2014
Reviewed by Date
DMT Serial Number #300387 Page 1 of 1
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 300387

Location: Hinesburg PD
Calibration Date:  07/10/2013
Certification Date: 07/11/2013
Installation Date:  02/13/2014

RPC Date: 10/08/2014
Supervisor Name: CALEB M CASCO
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Diagnostic Results Accuracy and Precision Check
Concentration =0.098 g/210L
Lot # = 14-05-100
VERSIONS Range =0.093 -0.103
DMT: 1.01 Average =0.098 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 .
RF Detection Test
TEMPERATURES Failed

Sample Chamber = 48.9°C
Breath Tube = 44,1°C
Digital Sim = 34.0°C

SETTINGS

Lamp Voltage = 1.70 V
Coolexr Voltage = 1.81 V
Bias Voltage = 82 V
Chopper Freq = 537 Hz

PUMP INFO
Flow Rate = 5.614 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) -0.1252 -0.1181
MIN(V) -0.1264 ~0.1199

FILTER INFO

Filter 1 -0.120 Zero = true
Filter 2 0.594 Zero = true
Filter 3 0.322 Zero = true

CALIBRATION CHECK
Xg = 0.072 1.18%

Routine Performance Check Failed
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Performed by (&/7 ;Z/ Date

Reviewed by Date

DMT Serial Number #300387 Page 1 of 1
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