ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100170

Location: CANAAN PD :

Calibration Date:  08/10/2011 L -

Certification Date: 08/10/2011 N
Installation Date:  09/09/2011 i W e 0
APM Date: 08/21/2012

Performed by: ROBERT DRISCOLL

Di ic Res Simulator Vapor Test
Conceniration =0.100 g/210L
Lot # =12-72-100
VERSIONS Range =0.095 - 0.105
DMT: 1.01 Simulator Vapor =0.100 g/210L
PIC: 2.06
Modem: 2.4 .
Questions: 2.1 RF Detection T
Passed
TEMPERATURES
Sample Chamber = 48.7°C Sample Acceptance Test
Breath Tube = 45.5°C Passed
Digital Sim = 33.9°C
SETTINGS
Lamp Voltage = 1.53 V
Cooler Voltage = 1.63 V
Bias Voltage = 80 V 0.10 7 : . 40.0
Chopper Freq = 537 Hz —_— Alcohol (g/210L) s
PUMP INFO ——— Flow Rate(L/M) ;
Flow Rate = 5.510 L/M 0.08 . - 32.0
DETECTOR INFO
it on — [T 1y o NR— | S—— T (PSSP IR LW 28.0
MAX (V) -0.0764 -0.0744
MIN (V) ~0.0795 -0.0758 1 T 0| ¥ [STITNS: (NSRRI SRR, SO ISRNUP S S (— N— B——— 24.0
FILTER INFO 0. 05 X IES- SRR L1 RS G| S | —— 20.0
Filter 1 -0.075 Zero = true
Filter 2 0.471 Zero = true O, 04 [t L | Ty LrooH| FERNE | FOVSSIRVES: SRR Jo s 16.0
Filter 3 1.496 Zero = true
0 . 03 RS S sressnas H & R S rvee oty v | NIRRT SoReer—". 12 = 0
CALIBRATION CHECK
Xq = 0.093 0.47% Q. 02 |rrermemessfionssssssssdiseend G S 1 9 O AU U0 L | | S | I— S—— {1
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asl_4 |
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100170
Location: CANAAN PD
Calibration Date:  08/10/2011

Certification Date: 08/10/2011 /
Installation Date:  09/09/2011
APM Date: 08/21/2012
Performed by: ROBERT DRISCOLL
Diagnostic Results Simulator Vapor Test
Concentration =0.100 g/210L
Lot # =12-72-100
VERS IONS Range =(.095 -0.105
DMT: 1,01 Simulator Vapor =0.100 g/210L
PIC: 2.06
Modem: 2.4 .
Questions: 2.1 RF Detection Test
Passed
TEMPERATURES
Sample Chamber = 48.8°C Sample Acceptance Test
Breath Tube = 48.0°C Failed
Digital Sim = 33.9°C failed intermit. breath
SETTINGS
Lamp Voltage = 1.53 V
Coolexr Voltage = 1.63 V
Bias Voltage = 80 V 0.10 T T T 40.0
Chappex fred T 40 M 0.09 Alcohol (g/210L) TS, | P—— c—— b7
PUMP INFO Flow Rate(L/M)
Flow Rate = 5.545 L/M O 0 rnmssabecsmmesiloenmmsrlir s spmmelerramens O — T 1
DETECTOR INFO | . OOt .| NV 1 WO
PUMP  ON OFF L Foell
MAX (V) -0.0813 -0.0795
MIN(V) _0.0848 _0.0813 0106 """"""""""""""""""""""""" 24-0
FILTER INFO I ] [ em— W—— S 1[4 111 | (| Se—e——— 20.0
Filter 1 -0.080 fZero = true
Filter 2 0.467 Zero = true 0, 04 [ RERPRL A8 B S O | 7 (e 16.0
Filter 3 1.492 Zero = true
0.03|- B - 12.0
CALIBRATION CHECK
Xg = 0.093 0.38% 0. Q2 | e 8.0
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AlL 0.00 f V\ 0.0
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