ROUTINE P=

Diatalviaster Divi':
Location:
Calibration Datc:
Certification Diain:
Installation Datc:
RPC Date:

22012

“MANCE CHECK REPORT

Supervisor Name:  DONALD M GILBERT

Diagnostic Resuy @

VERSTONS

pMT: 1.01
PIC: 2.08
Modem: 2.2
Questions: 2.¢
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SETTINGS

Lamp Voltage 54T ¥
Cooler Voltags = 1.77 Y
Bias Voltage = Hi Y
Chopper Freq = 847 H:

PUMP LNFO
Flow Rate = 4,547

DETECTOR INFC

PUMP ON
MAX (V) 0.2044
MIN (V) 0.18%

FILTER INFO

Filter 1 Bians B = true
Filter 2 B ehS = true
Filter 3 o PR L = true
CALIBRATION CLifll
Hg = 0.096 :

Boutins Perforinyone Llask Passed

Accuracy and Precigion Check

Concentration =0.098 g/210L
Lot # = 12-73-100
Range =0.093-0.103
Average =(.100 g/210L
Std Dev =0.0000

RE Detection Test
Passed

Sample Acceptance Test

Passed
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Performed by

Date 06/29/2012

Reviewed by

DMT 8erial Number 7121500

Date
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06/29/2012 3:12 PM.



