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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100171
Location: St. Albans VSP
Calibration Date:  01/25/2012
Certification Date: 01/26/2012
Installation Date:  01/27/2012
RPC Date: 11/01/2012
Supervisor Name: DREW E COTA

Diagnostic Results : Accuracy and Precision Check
Concentration =0.098 g/210L
: Lot# _ = 12-73-100
VERSIONS Range =0.093 -0.103
DMT: 1.01 Average =0.099 g/210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.9°C .
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 33.9°C Passed
SETTINGS
Lamp Voltage =1.75 Vv
Cooler Voltage = 1.71 V
Bias Voltage =81V 0.10 - : : - - . g - i 40.0 -
' Ch F = 541 H j : : ‘ :
opper Fred “ .09 Alcohol (g/210L) —
PUMP INFO - — ''''' FlO\‘v Ra‘te(L/M)‘ : ‘ |
FlOW Rate = 5.471 L/M 0.08 : i : 32.0
DETECTOR INFO 0.07 28.0
PUMP ON OFF :
MAX (V) -0.1146 -0.1112 ’ ;
MIN(V) -0.1161 -0.1128 0.06 24.0
FILTER INFO 0.05 20,0
Filter 1 -0.113 Zero = true
Filter 2 0.117 Zero = true 0.04 16.0
Filter 3 0.940 Zero = true
0.03 12.0
CALIBRATION CHECK :
Xq = 0.082 0.53% RS N T T N O B .0
0.01 {\' :3 [\/1; R acEe 4.0
Routine Performance Check Passed 0.00 \1 \ L - : 0.0
0 5 10 15 20 25 30 35 40 45 50 55 60
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Test

Test

Agenc Operator Name Alcohol Alcohol Sim. Sim. Status Message
Date Time 9 ¥ P Val. 1 Vval. 2 Conc. 1 Conc. 2 9
10/04/2012 23:52:47] HQ V&P MATTHEW CANNON 0.235 0.099
10/06/2012 23:32:30| ST. ALBANS VSP RICHARD C STEPIEN 0.183 INCOMPLETE 0.098 0.098
10/13/2012 03:00:13] ST. ALBANS BD TREVOR A SARGENT 0.127 0.119 0.097 0.097
10/14/2012 01:27:18] 5T. ALBANS VSP 2 FARMER 5.085 0.097
10/30/2012 06:31:38] ST. ALBANS VP MATTHEW CANNON 0.120 0.122 0.098 5.056
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DATAMASTER DMT OPERATOR USE LOG
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DATAMASTER DMT MAINTENANCE LOG
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Department/Agency

DataMaster DMT Serial Number

TYPE OF SERVICE PERFORMED

PERFORMED BY
(Name and Title)

(i e by

[ For RPC or Simulator Solution Change Q’Iace Label Here]

(f /)’)//L(/z/zé /&%M |

e oo Lot # 12-45-100 EtOH,q Cone: 0.100 ~

DataMaster Simulator Solution

[ For B Range:0.095 - 0.105 - Vlace Labe! Here|
................. Preparation Date: 12/12/2011  Expires: 12/12/2012
i|iiii OPENED:. g Tl D). (e
e PN aa fiof i D). (ol
o . DataMaster Simulator Solution < '
C Lot #12-73-100  EtOHaq Conc: 0,098 /, I J o r. "
‘\/O‘/’Z.. [ FOI‘ RPC Range: 0.093 - 0,103 e Labe‘ Here] 9{’{% CD (?f
LA S Preparation Date: 04/27/2012 Expires: 04/27/2013 = '
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