
ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPC Date: 
Supervisor Name: 

Diagnostic Results 

VERSIONS 
DMT: 1. 01 
PIC: 2.06 
Modem: 2.4 
Questions: 2.1 

TEMPERATURES 

Sample Chamber 
Breath Tube 
Digital Sim 

SETTINGS 
Lamp Voltage 
Cooler Voltage 
Bias Voltage 
Chopper Freq 

PUMP INFO 
Flow Rate = 5. 471 

DETECTOR INFO 
PUMP ON 
MAX(V) -0.1146 
MIN(V) -0. 1161 

FILTER INFO 
Filter 1 -0 .113 
Filter 2 0.117 
Filter 3 0.940 

CALIBRATION CHECK 

100171 
St. Albans VSP 
01/25/2012 
01/26/2012 
01/27/2012 
11/01/2012 
DREWECOTA 

48.9°C 
48.1°C 
33.9°C 

1.75 v 
1. 71 v 
81 v 
541 Hz 

L/M 

OFF 
-0.1112 
-0.1128 

Zero 
Zero 
Zero 

true 
true 
true 

Xq = 0.082 0.53% 

Routine Performance Check Passed 

Performed by 

Reviewed by 

DMT Serial Number #100171 

Accuracy and Precision Check 
Concentration = 0.098 g/210L 
Lot# = 12-73-100 
Range = 0.093 - 0.103 
Average = 0.099 g/210L 
Std Dev = 0.0000 

RF Detection Test 
Passed 

Sample Acceptance Test 
Passed 

I). 07 

0.06 

0.05 

0.04 

0.03 

Date 11/01/2012 

Date 

Page I of 1 

28.U 

12.0 

12/14/2012 9:56AM 
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Log On Record History Page l 
12/14/2012 

Test Test Name 
Date Time 

,. 

DMT Senal Number #100171 Page 1 of 1 12/14/2012 9.55 AM 



Status Record History Page l 
12/14/2012 

Status Status Test Type Status Message 
Date Time 

DMT Senal Number #100171 Page 1 of 1 12/14/2012 9:54AM 



Breath Record History Page 1 
12/14/2012 

Test Test 
Operator Name 

Alcohol Alcohol Sim. Sim. 
Status Message Date Time .Z:1.gency 

Val. 1 Val. 2 Cone. 1 Cone. 2 

11/04/2012 21:24:17 Sl;JJ'.NTON PD DEAN M SCOTT 0.096 0. 098 
11/10/2012 01:10:14 ST. ALBJI.NS VSP JJI.Y RIGGEN 0.193 0.195 0.096 0. 097 
11/10/2012 04:59:05 ST. l'.LBANS PD KEITH HCMAHON 0.105 0. 097 
11/15/2012 21:44:46 ST. JI.LB.!l.NS VSP HP.TTHE];J CANNON 0.093 0.097 
11/17/2012 03:59:19 ST. JI.LBJ'.NS PD PAUL A TALLEY 0.138 0.097 I 

I 

DMT Serial Number #100171 Page 1 ofl 12/14/2012 9:54AM 
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DATAMASTER DMT OPERA TOR USE LOG 

\J 5f ,Sl, lj) b'1lr) s· ----:::-'-u o....,.~ --"' 7--'-l--:--:-:=-:::-""":""'77-:---:--
oepartmenvAgency . DataMaster DMT Serial Number 

Date · DMT Operator's Name 

.-Ill f. 'f) . 
·1 n vle'~. · S "'PD 

ALC 603. Rev 3 08/11 

5 

Subject's Name Simulator Simulator 
·Vapor 1 Vapor 2 



DATAMASTER DMT MAINTENANCE LOG 

\)S,~ <;},. ~lbt1"'-S: fr lc:P 171 
DepartmenUAgency DataMaster DMT Serial Number 

DATE TYPE OF SERVICE PERFO.RMED 

DataMaster Simulator Solution 
·-··-··-··-··-··· Lot# 12-45-100 EtOH~q Cone: 0.100 ··-··-··-··-··-··-··-··-··-··-··-··-·· 

[For F Range:.0.095-0.l05 . · )lace Label Here] 
·----··-------·.. Preparation Date: 12/12/2011 Exp1res; 12/12/2012 ··----------··----··----................ .. 

PERFORMED BY 
(Name and Title) · 

.· OPENED: Ott I Joj 12 f) ... Cottr-··-------------------·----~----- ----~----------------------~-
-----··~--...:.: ___ ....:. ____________________ ; ___ ~-----~------------:·-·-------~-----~--~---------~-------~-----------------------------

.-.. -.. -··-·· ···-··-··· DataMaster Simulator Solution r· 

I I [. F- -RPC Lot# 12-73-1oo EtoHaq cone: o.o9s ~e-.. -L .. -a .... b .. e---I-·H·-·e·-·r--e--]_.. ~rro~-.~ Cvr-l, n 0 I li. or Range: 0.093-0.103 • 
·-.------~-----------.--· Preparation Date: 04/27/2012 Expires: 04/27/2013 ·----------------------··-··-·· 

-------"---'----- ·-··~·-,-: .... : ............. OPENED: lJ/01/l~ 0~ l6tvt 
·-:·-··-:·-··-··:-:·---..,-·-.. r\··-o-c----··-··-··-··----------·-~---------------··------·----------··---------------
.,..-----~--------------.------~--r·---------~------------------------------··-'·-------------------··----··-··-··-··-··-·· 

. "' ' ·-··-··-··-··-·, ......... ~ ............... :. ......... : ........ ..: .. ,. ................ , ......................................................................... - .... .. 

, / \·rr · [For RPC or Simulator Splution Change Place Label Here] 
1 \ "VJ · · ·-:1-··-L·-~~--~----·----··-··-··----··r-.--~-·-··-··-··-··~---------··-··------------~------------------------------··--- ...__ 

. ~- · ·· LLt~ ~d -c::r nLV · .. · .. \\ ---:------------ :.-,:::-~[-~\~~~=~-:::·::::::~·::~:: -Q-~- .. -

ALC 803 REV 03 08/2011 

2 

I 

~ .,.... .-------... --------... -... ... .. .. .. .. .. .. .. .. .. .. .. 



DataMaster DMT Monthly Update Check-list 

Department/Agency: sf; fKbzns Rl(c €..- DM serial#: I()Lf 8<11 

Supervisor:~/.!JYL!i....--: Date: ~kxrunbVZ-- c9 o ld--

Provided None this month 

0 perators Logbook ~ 0 
Maintenance Logbook 

~/ 0 
Breath Test History Report ~ 0 ( 

Status History Report ~/ 0 
Log On History Report 0 ~ 
Calibration Report 0 [lJ( 
Certification Report 0 ~/ 

Installation Report 0 
~ [i]/" 

Annual Preventative Maintenance 0 ~ 
Routine Performance Check ~ 0 
Simulator Solution Change cg/ 0 
Other Reports .cg/ 0 

fJ ou o 1- t-Jou 30 ..zarz-

tJOJOI~ {l)uU 30 ZOI?--

Appendix A August 2011 



-II 

"" "" ,fJj 

• at' ., 
• • • • • • • • • I 
I 
I 
t 
I 

• I 

• t 
~ 

~ 

• 
• 
~ 

~I 
') 

DATAMASTER DMT OPERATOR USE LOG 

SAPb :#-tOL/601 
Department! Agency DataMaster DMT Serial Number 

Date DMT Operator's Name Subject's Name , 

lt-11-1 

lf-17-12-
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BAC DATAMASTER CHECK-UP and MAINTENANCE LOG 

5]-.tj:{hzr&. fbftO(, _---:;.IO~L1~t8~o-=-q ____ _ 
Department/Agency DataMaster Serial. Number 

DATE 
TYPE OF SERVICE PERFORMED PERFORMED BY 

I 

-··-··-··-··-··-··-··-··-·.J.·-··-··-··-··-··-··-··-··-··-··-··-··-··-··-··-··-··-··-··-··-··-··-··-··-··-··-··-··-··-

·"'""·' ~· ... ~, <·....,' ,, $ ••••• lt, .. ter·:::~ 1 • ~ 

-··-··-·.. Data Master Simulator Solution ··-··-~J.o:tt&l~--·-··-··-
Lot # 12-80-100 EtOHaq Cone: 0.099 C' _ \ f_, 
Range: o.o94- o.1o4 ~ .. _ . .:::::otU...-oro_ .. ____ .. _ 

Pre~a~~~~~~:: ;7 ;;011:- Exp~:o~. . . .. _ .. _ .. _/~~--~-~- .. :. .. _ 
OPENED: //- ~~ ~~~-~-~-

_ .. _At.t<&M..(#.).!._.~.Il.i.cA5J.lffi_ .. _cb~._ .. _,,_.,_,_,._,,_ .. _,,_.,_,,_,._ .. ~ .. -_.,_l ~ . 

_,_,,_,_,,_ .. _.;_.,_,,_,_,._ .. _ .. f.i\141.~~:._.:_~1 .. _ .. _ .. _,_,,_,,_,._.,_ .. _ .. _,_,_,_,_,,_ 
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I 
Breath Record History 1 

I 1, 

I I ' Test I Test Alcohol Alcohol Sim. Sim. 
i i Agency Operator Name Val. 1 

I 
Val. 2 1 2 

Status Message 

l 
Date I Tlme I Cone. Cone. 

I 11/24/.201 '01:44:16 ST. F~BJ..NS :PD TREVOR A SA2,GENT I Q .108 0.100 
: 11/18/201 02:24:05 ST. !'.LEANS PD PAUL ."t\ Tli.LLEY 0.122 0.099 

11/17/201 10:31:20 ST. JI.LBANS PD HOLLY B MOORE INCOMPLET" INCOMPLETE 0.100 
I 11/171201 03:08:39 ST. !'.LEANS PD P!'.UL A T!'.LLEY 0.091 Simulator Out of Range 

11/11/201 17:01:07 ST. ?.LB.'\NS PD GEORGE R ELLWOOD 0. 094 Simulator Out of Range 
11/11/201 16:55:45 ST .. "t\LB."t\NS PD GEORGE R ELLWOOD 0.132 ' 0. 095 0.093 Simulator Out of Range 
11/10/201 04:17:24 ST. ,'.LEANS PD KEITH HCMPHON 0.094 Simulator Out of Range 
11/10/201 03:53:09 ST. ?.LB,"t\MS PD KEITH P HCI1."H0N G.094 Simulator Out of Range 

I 

I 

I 
I 

DMT Serial Number #104809 Page 1 ofl 12/17/2012 7:03AM 



--

Status Record History Page 1 
12/17/2012 

r-- --- - - --~ 

Status Status Test Type Status Message 
Date Time 

~//2012 03:10:13 DUI Subject Record Sj_ruulator Out of Range 
11/11/2012 17:02:40 DUI Subject Record Simulator out of Range 
11/11/2012 17:00:20 DUI Subject Record Simulator out of Range _, ___ ·-~-
~i/10/2012 0<1:18:59 DUI Subject Record -----Simulator Out of RanQ.e 

11/10/2012 03:54:39 DUI subject Record siwulator Out of Ran1]e 

DMT Senal Number #104809 Page I of I 12/17/2012 7:05AM 



ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPC Date: 
Supervisor Name: 

Diagnostic Results 

VERSIONS 
DMT: 1.01 
PIC: 2.05 
Modem: 2.4 
Questions: 2.1 

TEMPERATURES 

Sample Chamber 
Breath Tube 
Digital Sim 

SETTINGS 
Lamp Voltage 
Cooler Voltage 
Bias Voltage 
Chopper Freq 

PUMP INFO 

104809 
St. Albans PD 
12/19/2011 
12/20/2011 
01/27/2012 
11/17/2012 
HOLLY B MOORE 

49.0°C 
48.1°C 
34.0°C 

1.70 v 
1. 61 v 
80 v 
539 Hz 

Flow Rate = 5.992 L/M 

DETECTOR INFO 
PUMP ON 
MAX(V) 0.2173 
MIN(V) 0.2152 

FILTER INFO 

OFF 
0.2211 
0.2195 

Filter 1 0.220 Zero true 
Filter 2 0.828 Zero true 
Filter 3 0.653 Zero true 

CALIBRATION CHECK 
Xq = 0.078 1.25% 

Routine Performance Check Passed 

Performed by 

Reviewed by 

DMT Serial Number #104809 

Accuracy and Precision Check 
Concentration = 0.099 g/210L 
Lot# = 12-80-100 
Range = 0.094-0.104 
Average =0.100g/210L 
Std Dev = 0.0000 

RF Detection Test 
Passed 

Sample Acceptance Test 
Passed 

0. 10 ,--~c--~- -~-~~~- --~-, 4 0. 0 
.--~-~~~~--, 

36.0 

0.08 32.0 

0.07 28.0 

0.06 24.0 

0.05 20.0 

0.04 16.0 

0.03 12. 1) 

0.02 I tJ.O 

0.01 4.0 

0.00 0.0 
0 10 20 30 40 50 60 70 80 90 

Date 11/17/2012 

Date 

Page 1 of 1 12/17/2012 7:09AM 



SOLUTION CHANGE 

DataMaster DMT: 
Location: 
Date: 
Performed by: 

104809 
St. Albans PD 
11/17/2012 
HOLLY B MOORE 

Accuracy and Precision Check 
Concentration = 0.099 g/210L 
Lot# = 12-80-100 
Range = 0.094-0.104 
Average =0.099 g/210L 
Std Dev = 0.0000 

Simulator Temperature: 34°C 

Performed by 

DMT Serial Number #I 04809 

Date 12/17/2012 

Page 1 of 1 12/17/2012 7:17AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 
Time: 

SUBJECT NAME: 
TIMO~HY J MARTE 

DOB: 1 . . 
GENDER: _ .. 
LICENSE 

CASE #: 
TIME OF 

TOWN: ST. ALBANS (TOWN) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
TREVOR A SARGENT 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST , 
SUBJECT SAMPLE (Vol=3.1L) 

2nd TEST NOT REQUESTED 

0.000 
PASSED 

0.100 
0.000 
0.108 

01:25 

01:45 
01:45 
01:45 
01:46 
01:47 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.099 

0.094 - 0.104 
Lot #: 12-80-100 

DMT Serial Number #104809 

0.20 

0.18 

0.16 

0.14 

0.12 

0.10 

0.08 

0.06 

0.04 

0.02 

0.00 
0 

Page 1 of 1 

4 (1. (• 

36.0 

.. 32.0 

28.0 

24.0 

20.0 

16. (I 

12.0 

\ ................ ······ ..... 8.0 

\ 
~· 4.0 

\, 

0.0 
5 10 15 20 25 30 

12/17/2012 7:23AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

SUBJECT NAME: 
RONALD C VINCENT 

DOB: 

TOWN: ST. ALBANS(TOWN) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
PAUL A TALLEY 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol=2.6L) 

2nd TEST NOT REQUESTED 

0.000 
PASSED 

0.099 
0.000 
0.122 

02:09 

02:25 
02:25 
02:25 
02:26 
02:26 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.099 

0.094- 0.104 
Lot #: 12-80-100 

DMT Serial Number #104809 

0.20 

0.18 

0.16. 

0.14 

0.12 

0.10 

0.08 

0.06 

0.04 

0.02 

0.00 
0 

Page 1 of 1 

4 o. 0 

--Alcohol (g/210L) 
-- Flow Rate(L/M) 

.... 36.0 

-·· 32.0 

2t:.O 

24.0 

20. (! 

16.0 

··;,· 12.0 
\ 

\ 
"t 8.0 

: \ 4. 0 

. \ 
0.0 

10 15 20 25 30 

12/17/2012 7:22AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

D~ te : Aiiii1M/I1 7~/~2~0·12 
T~me: "! 
SUBJECT NAME: 

,:..._ 
CASE#:-
TIME OF OPERATION: ~ 

OF DENT: -

.n..uJe>ru''" (CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
PAUL A TALLEY 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 

Simulator Out of Range 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-72-100 

DMT Serial Number #104809 

02:53 

0.000 03:09 
PASSED 03:09 

0.091 03:10 

in g/210L 
0.100 

0.095 - 0.105 

Page 1 of 1 12/17/2012 7:21AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 
Time: 

SUBJECT NAME: 

FRANKLIN 

TEST OPERATOR NAME: 
GEORGE R ELLWOOD 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 16:40 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 

0.000 17:02 
PASSED 17:02 

0.094 17:02 

Simulator Out of Range 

All alcohol values reported in g/210L 
Sim. Vapor Concentration 0.100 
Sim. Vapor Range 0.095 - 0.105 
Lot #: 12-72-100 

DMT Serial Number #104809 Page 1 of 1 12/17/2012 7:21AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: st. Albans PD 
Certification Da.te: 12/20/2011 
Installation Date: 01/27/2012 

Date: 11/11/2012 
Time: 

SUBJECT 

TOWN: ST. ALBANS(TOWN) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
GEORGE R ELLWOOD 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 0.000 
CALIBRATION CHECK PASSED 
SIMULATOR VAPOR 34.0°C 0.095 
BLANK TEST 0.000 
SUBJECT SAMPLE (Vol=2 .lL) 0.132 

BLANK TEST 0.000 
CALIBRATION CHECK PASSED 
SIMULATOR VAPOR 33.9°C 0.093 

Simulator Out of Range 

16:40 

16:56 
16:56 
16:57 
16:58 
16:58 

16:59 
16:59 
17:00 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.100 

0.095 - 0.105 
'Lot #: 12-72-100 

DMT Serial Number #104809 

o. 2o.--------------,------------------,4 o. ( 

----Alcohol(g/2101) 
--Flow Rate(L/M) 

0.18 ... .36. 0 

0.16 32.0 

0.14 28.0 

0.12. 24.0 

0.10 ..... 20.(1 

0. 08. ···········~\· . ......... 16. 0 

0. 06 .. 12.0 

0. 04 ... . ..... 8. (I 

0. 02 .... 4.0 

o.oo~---~----~~--~---~--~--~o.o 
0 5 10 15 20 25 30 

Page 1 of 1 12/17/2012 7:20AM 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 11/10/2012 
Time: 

SUBJECT NAME: 
DANELLE A RICH 

DOB: ~~~~----

CASE#: ___ _ 

TIME OF OPERATION: ...... 
LOCATION OF INCIDENT: 

TOWN: ST. ALBANS(TOWN) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
KEITH MCMAHON 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 3 4 . 0 o C 

Simulator Out of Range 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-72-100 

DMT Serial Number#104809 

04:00 

0.000 04:18 
PASSED 04: 18 

0.094 04:18 

in g/210L 
0.100 

0.095 - 0.105 

Page 1 of1 12/17/2012 7:19AM 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 11/10/2012 
Time: 03:53:09 

SUBJECT NAME: 
DANELLE A RICH 

DOB: ¥ 
GENDER:. 
LICENSE······· 

CASE #: 
TIME OF OPERATION: ~ 
LOCATION OF INCIDENT: 

TOWN: ST. ALBANS(TOWN) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
KEITH P MCMAHON 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C. 

Simulator Out of Range 

All alcohol values reported 
Si~. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-72-100 

DMT Serial Number #104809 

03:35 

0.000 03:54 
PASSED 03:54 

0.094 03:54 

in g/210L 
0.100 

0.095 - 0.105 

Page 1 of 1 12/17/2012 7:19AM 



CHECK-IN CONFIRMATION TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 11/17/2012 
Time: 10:31:20 

SUBJECT NAME: 
TEST MOORE 

DOB: 12/11/1963 AGE: 48 
GENDER: F 

TEST OPERATOR NAME: 
HOLLY B MOORE 

AGENCY: ST. ALBANS PD 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
SUBJECT SAMPLE 
BLANK TEST 
SUBJECT SAMPLE 
BLANK TEST 
SUBJECT SAMPLE 
BLANK TEST 

0.000 10:32 
PASSED 10:32 

0.100 10:32 
INCOMPLETE 10:35 

o.ooo 10:35 
INCOMPLETE 10:37 

0.000 10:38 
INCOMPLETE 10:40 

0.000 10:41 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.099 

0.094 - 0.104 
Lot #-: 12-80-100 

DMT Serial Number #104809 

0. 1 0 ~~-~-~~---·~~~· -~--

~ Alcohol(g/210L) j 
0.09 ~-Flow Rate(L/M) 

0.08 

0.07 

0.06 

n.n.s 

0.04 

~- 0.03 

0.02 

0.01 

,; 
0.00 

0 10 20 30 40 50 60 
0.10 . ' 

0.09 
r-- Alcohol (gf210L) 
~~~- Flow Rate (L/MI 

0.08 

0.07 

0.06 

0.05 

0.04 

0.03 

0.02 

0.01 

0.00 
0 10 20 30 40 50 60 

0.10 

-- Alcohol(g/210L) 
0.09 -~~ Flovr Rate(L/M) 

0.08 

0.07 

0.06 

0.05 

0.04 

0.03 

0.02 

0.01 

0.00 
0 10 20 30 40 50 60 

Page 1 of 1 

tl r~1 • (J 

3(). 0 

32.U 

28.0 

24.0 

~. (\ . () 

l(). 0 

12.0 

8.0 

4.0 

CI.CI 
70 80 90 100 110120 

40.() 

36.0 

32.0 

(1. 0 
70 80 90 100 110120 

40,1) 

36.0 

3.2.0 

28.0 

24.0 

20.0 

16.0 

1?. () 

8.0 

4. 0 

0.0 
70 80 90 100 110120 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 

Date: 11/10/2012 
Time: 15:10:53 

SUPERVISOR NAME: 
HOLLY B MOORE 

SOLUTION LOT #: 12-72-100 
SOLUTION CONCENTRATION: 0.100 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 33.9°C 
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BLANK TEST 

Average 
Std Dev 

0.095 
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RE: October RPC 

RE: October RPC 
Moore, Holly 

Sent: Saturday, November 17, 2012 12:26 PM 

To: Driscoll, Rob 

Attachments: 20121117122059.pdf (81 KB) 

Hello Rob, 

Page 1 of 1 

Thank you for being patient. I tried to perform a "Check-In " to include all four breath samples; but ended up just 
doing a Routine Performance Check after the Solution Change. It should go out in Monday's snail mail. I scanned 
it and attached it above. Hope this clears everything up ... 

Corporal Holly B. Moore 
St. Albans Police Department 
30 Lower Welden Street 
St. Albans, Vermont 05478 
(802)524-2166 

From: Driscoll, Rob 
Sent: Tuesday, October 30, 2012 11:37 AM 
To: Moore, Holly 
Subject: October RPC 

Hi Holly, 

We received your October RPC and noticed that your sample acceptance is missing the "shallow breath". Can 
you please perform a "Check-In" including all four breath samples and send us a copy? The four breaths include: 
"shallow breath", "intermittent breath", "suck back test", and "l.SL alcohol free sample". 

Thanks, 
Rob 

Robert Driscoll 
Electronics Technician 
Vermont Forensic Laboratory 
103 South Main Street 
Waterbury, VT 05671-2101 
(802) 241-5817 (desk) 

https://webmail.state.vt.us/owa/?ae=Item&t=IPM.Note&id=RgAAAACK6CF0701JRpg... 11/17/2012 


