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Datamaster reports 
12/17/12--01/24/13 

DMT# 122206 
FCSO Enosburg Outpost 
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ANNUAL PREVENTATIVE MAINTENANCE 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installatfon Date: 
APMDate: 
Perfornted by: 

Diagpostk; Results 

VERSIONS 
DMT: l.01. 
l'IC: 2. 05 
Modem: 2. 4 
Questions: 2.1 

TEMl'EAATURES 

122206 
Franklin County SO Enosburgb 
Ol/09/2012 
01/10/2012 
01/27/2012 

·Ol/15/2013 
ROBERT DRISCOLL 

Sample Chamber~ 49.1°C 
Breath Tube ~ 44.2°C 
Digital Sim "' 33.9°C 

SETTINGS 
Lamp Voltage = 1.77 V 
Cooler Voltage~ 1.72 v 
Bias Voltage = 80 V 
Chopper Freq ~ 532 Hz 

PUMP lNFO 
Flow Rate~ 4.672 L/M 

DETECTOR INFO 
PUMP ON 
MAX (V) 0. 0880 
MIN(V) 0.0862 

FIL'fER INFO 
Filter 1 0.096 
Filter 2 O. 745 
Filter 3 l.5.47 

C)U,IBAAT!ON CHECK 
Xq = 0.101 0.69% 

A:PMPASSED 

OFF 
0.0967 
0.0941 

Zero = true 
Zero = true 
Zero ,. true 

Simulntor Vapor Te.st 
Concentration ""0.100 g/21 OL 
Lot# =12-70-100 
Range ~ 0.095 - 0.105 
Simulator Vapor = 0.096 g/21 OL 

RF Pct~tion T('St 
Passed 

Sample A~ptru,lpe Te~t 
·Passed 
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-- Alcohol (g/210L) 
··· ~~ Flow Rate (L/M) "·'~..__ .......... . 36.0 
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.. !,........ i ! . '' !"'"'""""""·+··•"'"' ... f ..... ; .................... .; ............ .. 
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/V'.:fsr 7h12.r111"""~~ S/;v /lt~l'f~i2. 'f-~ I 
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Performed by Date 01115/2013 

Reviewed by Date 

DMT Serilll Number #122206 Page 1 ofl 01115/2013 1:0~ PM 
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ANNUAL PREVENTATIVE MAINTENANCE 

DataMaster DMT: 
Location: 
Calibration Dat~: 
Certification Date: 
Installation bate: 
APMDate: 
Performed by: 

Diagnostic Results 

VERSIONS 
OMT: 1.01 

122206 
Franklin County SO Enosburgh 
01/09/2012 
01/10/2012 
01/27/2012 
01/15/2013 
ROBERT DRISCOLL 

SimuhitQr V !lJ)or Test 
Concentration = 0. 100 g/2101 
Lot# = 12-70~100 

@ 0003/001Q11Q 

Pre: 2. os 
Modem: 2 .4 
Questions: 2.1 

Simulator Vapor = 0.094 g/21 · 
Range ~-

Simulator out of nm 'RC:.? f /ts· fo 

TEMPERATURES 

Sample Chamber~ 48.9°C 
Breath Tube = 45.0°c 
Digital Sim 33.9°C 

SETTINGS 
Lamp Voltage ~ 1.77 V 
Cooler Voltage= 1.72 V 
Bias Voltage = 80 v 
Chopper Freq ~ 531 Hz 

PUMP INFO 
Flow Rate= 4.807 L/M 

DETECTOR INFO 
PUMP ON 
MAX (V) 0. 0679 
MIN (V) 0. 0663 

FILTER ::t:NFO 
Filter 1 0.073 
Filter 2 0.728 
Filter 3 1.525 

CALIBRATION CHECK 
Xq = 0.103 1.30% 

APMFAILED 

Performed by 

Reviewed by 

OFF 
0.0736 
0. 0722 

Zero = true 
Zero = true 
Zero "" true 

DMT Serial Nmn.ber #i22206 

Dute 01/15/2013 

Date 

Pag~ l of 1 01115/2013 12:55 PM 
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Log On Record 
Test Test 
Date Time 

outpost 

History 

Name 

!'~"" 1 nfl 

Page 
01/24/20 

~- Ol/2M2013 3:09 

1 
13 

PM 
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Status Record 
~ 

status Status Test Date Time 

01/15/2013 12:54:47 APM Record 

I 

outpost 

History 

Type Status 

l\CClJRACY AND PRECISION CHECK FAILED 

P,.op 1 nf 1 

--

Message 

01/24/2 

Page 1 
01/24/2013 

013 3:07 PM 
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Breath 
Test Test 
Date Time 

12/29/2012 01:34 :30 

i 

8 DMT Serial Number #122206 

Record 

Agency 

E'RANKLIN COUNTY SO 

History Page l 
01/24/2013 

Operator Name l Alcohol Alcohol Sim. Sim. 
Status Message . Val. 1 Val. 2 Cone. 1 Cone. 2 

NATHAN VAILLANCOURT 0.061 '0.098 

I 

Pligc 1 ofl 
Ol/2412013 3:-06 P: 



01/24/2013 15:35 FAX 8029332158 
-:w 
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DAT AMASTER O'MT MAINl"ENANCE LOG 

. [ Zz.20 e,., · 
• • .. 1 .. ~_k\:"-~G)"""~co. CY: . G"'O s ~l.H+ 

Departm t/Agerrcy. · · DataMasterDMT Serial Number • • .. 
• • .. 
• .. 
• .. .. .. .. .. .. 
• .. .. .. 
• .. 
• • • • • •• • • • • • • • • • • • • 

DATE TYPE OF SERVICE PERFORMED. 

__ ,_ .. _:·-··-··- .. -.. -/2·: .. f : .. 6-;·- .. --··- -···· _,_ .. _ .. _ .. ___ .. ____ ._, _,,_ .. _ .c -- - -··- ........ .. 

Data Master Simulator SolutiQn 
·---- .. ~····-"- .. -Lot 11 lZ-70-100 EtOHaq Cone; 0.100 

[ For RP Range: 0.095 • 0.105 
_______________ ,,_Preparation Date; 04/17/2012 Expires: 04/17/'l.013 

ALC 803 REV 03 08/2011 

1 

PERFORMED BY 
(Name and Title) 
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I .. .. .. -. ~ . .. .... .. .. ... .. .. .. 
• • .. .. .. 
• .. .. .. 
• .. 
• • • • • • • 

~ DATAMASTER DMT OPERA TOR USE LOG rft'//-t. 1:~ z,1--ft- . 

h~~-v \; ~ ~~ s. o. GV\.c) ~:.\a~!" 'ff?:: J'-~w <o .. · 

Date .. 

DepartmenAgency · DataMaster DMT Serial Number 

DM"t Operator's:·Name Simulator Simulator 
Subject's .Name,. · · Vapor 1 Vapor 2 . 

. .. ·., ·' G {\"'" 
",;! ' • \ 

·'1ft1· .. 

"(}17 . 

~· 
~? . . . 

./oD ./&u 

ALC 603 Rev 3 08/ 11 

1 
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DATAMASTER DMTOPERATOR USE LOG 

Department/Agency 

Dede DMT Operator's Name . 

. . . 
J"'..·· l~\,\, s . 

: . . . I. .. . 

1/l Vt<xH~V! cenKt 1 /v. 

q/'1 .· I~ F)S~ ··. 

·. 1~ .. ·/·'··.\, ,· ' L . I '""'t-~( f(J.., •·.·. f"'Ci,, ~. 

Subject'.s .Name 

T~s+ I epc 

7 

. DataMaster DMT Serial Number 

Simulator Simulator 
· Vapor l Vapor 2 

i:>te\/&1 Stowe. ,O'f7 ,O·<f-S 

···w~11ev~i~,011 ,01-Z-

)0/27 • \fa\~tcinowV<'..l-, f.). · ~ · ~-€1\ch'-\- ,O·~Cj , I oo 
~"-------l-'-----~-...'....~~~-+-----'-----~'----1-

. I\ / 3 '\h,< \ lctVi C-Oiu.r+ I N 013 09 ~· 
' I 

.. H /r~ : M\UJ 1 C.. ~o~i t ''\)ot~ _, \o o 
i....::.-;...,.:....._..............j~--~----+----

l {I\ 1 ·. ~\MJ,~) 'I'\ 0£~, /) w~~· ';{ 6~ 

\ ()() 
I' 

ALC 603 Rev.3 08/11 
2 
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DATAMAStERDMT OPERATOR USE LOG 

:-.··.·1 _.: ' 

.': 

. 

. . , .· .· 

ALC 603 Rev 3 08/l l 
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