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Breath Record History ?age 1 
02/ll/2013 

Test Test 
Agency Operator Name Alcohol Alcohol Sim. Sim. Status Message 

Date Time Val. l Val. 2 Cone. l Cone. 2 

02/10/2013 02:31:25 ST. ALBF.NS VSP Ji'.Y RIGGEN 0.178 o. 096 
02/16/2013 00:43:38 ST. l\_LBF.NS VSP Ml'3THEW CJl.NNON 0.088 0.088 0.094 0.094 
02/1~/2013 01:57:35 ST. Jl_LBl\l'lS VSP J.n.Y RIGGEN REFUSED 0.095 
02/17 /2013 03:31:32 ST. F_LBl\l'iS VS P PJ\.QUETTE J INCOMPLETE 0.086 0. 094 
02/23/2013 21:53:00 ST. !l_LBANS VSP D ROLAflDINI 0.097 RESPONSE TIMEOUT 
02/23/2013 22:14:37 ST. l\_LBANS VSE' D ROLANDINI 0.173 0.097 RESPONSE TIMEOUT 
03/02/2013 04:22:42 ST. l\_LBF.NS VSP JOSEPH PAQUETTE 0.245 0.233 0.097 0.095 
03/02/2013 13:25:48 ST. F_LBJl.NS VSP LUCAS J H!l_LL 0. 291 0. 097 
03/03/2013 01:45:36 ST. !l_LBANS VSP JAY RIGGEN 0.219 0.097 
03/07 /2013 14:49:14 vsp st. albans CORY L LOZIER REFUSED 0.097 
03/09/2013 02:16:11 ST. ALB.O.NS VSP Ml'.TTHEW CANNON 0. 07 3 0.098 
03/09/2013 03:30:37 ST. l\_LBN•!S VSP JF.Y RIGGEN 0.123 0.096 
03/10/2013 0::24:24 ST. F_LBANS VSP D ROLANDINI 0.095 0. 097 
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Status Record History 

Status Status Test Type 
Date Time 

02/23/2013 21:56:22 DUI Subject Record RESPONSE TIMEOUT 
02/23/2013 22:19:46 DUI Subject Record RESPONSE TIMEOUT 

DMT Sena! Number 11100171 Page 1 of 1 

Status Message 

Page 1 
03/11/2013 

03/1112013 3:16 PM 
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ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPC Date: 
Supervisor Name: 

Diagnostic Results 

VERSIONS 
DMT: 1. 01 
PIC: 2. 06 
Modem: 2.4 
Questions: 2.1 

TEMPERATURES 

100171 
St. Albans VSP 
01/25/2012 
01/26/2012 
01/27/2012 
02/19/2013 
PATTY A WHITNEY 

Sample Chamber 49.0°C 
Breath Tube 45.7°C 
Digital Sim 34.0°C 

SETTINGS 
Lamp Voltage 
Cooler Voltage 
Bias Voltage 
Chopper Freq 

PUMP INFO 

1. 75 v 
1. 72 v 
81 v 
541 Hz 

Flow Rate= 5.651 L/M 

DETECTOR INFO 
PUMP ON 
MAX(V) -0.0762 
MIN (V) -0. 0791 

FILTER INFO 
Filter 1 -0.074 
Filter 2 0.150 
Filter 3 0.964 

CALIBRATION CHECK 
Xq = 0.082 0.53% 

OFF 
-0.0754 
-0 .0778 

Zero = true 
Zero true 
Zero = true 

Routine Performance Check Passed 

Performed by 

Reviewed by 

DMT Serial Number #100171 

Accuracy and Precision Check 
Concentration = 0 .098 g/2 lOL 
Lot# = 12-73-100 
Range = 0.093 - 0.103 
Average = 0.098 g/210L 
Std Dev = 0.0000 

RF Detection Test 
Passed 

Sample Acceptance Test 
Passed 
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DATAMASTER DMT OPERATOR USE LOG 

. \J 5!? s+, /1Hx1n> r i)o· 1·11· · ·· · 
Department/Agency DataMaster DMT Serial Number 

Date· · DMT Operator's Name Subject's Name Simulator Simulator. 
·Vapor 1 Vapor2 

r 

l/ ~ I~ ~\: Seo"~,~~ _ 'c/~v t-.. /l1/J/11K VVF!tf{UZ: . 09'f 
A . 

' 
(/: 1°/tL-- ()1-6Gc~ 7 (.'7 c I 117 Pl!.-i 1r::1 .. { 01L. ./) DC/j-

) 

~N~~ 1r~tvl-~~L-. jl '· .<1 . ,___ ,oq_s '' \, \ rL. 
\ 

. I. I 

11j1 1~!11 .·. 'TfH,lrv-, · .. r .fl .. 
. 7·-pp 5r f)r-1' [~ VJ oJ. ... (:, •.. ;() 9 7 
I r 

r1 .. ~·. \'1/ .U""L!<E~ ~P~0 l . LA\\1\-sw-J ,('flf; 
' I -
r; 1i1 It~ fl(,~(£~ 

~,,,,.--' . .. 

~ 01,1, 
_.. . 6a I{ /ViYJ"l[c!'*U 

.• . { ilfljf (' 
-· . f2(~'-t~ fl,...,? 1 c10 ( i)j( (19 .... ·=01~ 

( l /{L/t1- · .. fZ t~'-LY~ ({~/JO . ·C ~V(~,1cz: t ocf( 

ri/zi/12- S~t~ Mic\.t-\~ g-.;s~-- · ._()96. 

1'Vz1i~ 
' 

So'/~)--:(okV\7ll<--- .· L trr·"'nJ c,.d/o 
'-../ I / ~ 

/~ //; 7~lAe-ffG IM1rDYi~ \ R:> I ( ,f)1(~ ·o.c.); J y , u 6'0 ~ tfy-
~ --

i 1_/z,4 /<i, . <; ~~~~ -~~u_,-.._'1 ~0)k'1 
.. l· I I 

·.1/ctft~~ ·/(. h·t~l~o\l · ·i-e·s .. , IAftv\ ·-' 

c'/ '°'/' ~ ~~ S~' . .. ·. ·1\vf'\.. ·~~h~ck. c ""\{,~ ( V' 0 V\ 095 

' ·'26 (~ \-\ G \ . '-i,'1r..J C<. • ..> . ,\ C ,•J 1''\"V",j c 1./.\·.-'\.~ ~ rC\1 ,;J .., ,o0 U 

\ (7f1 l:3 ~{~v.~~ .· ~'litXDl\Af\ \Uvvv·1V'1 . 1Vtt" ,ZX,~ 

t-"3o;13.: John,5~n Da~1/co 
. I 

H(JI 111 f ,~ .· ... ,()q) ,(JC/ j>·. 

0~A0t1> 
- . 

rui ~ b (}·"_) · ~-~/rll41J"t !.} tt l[,1vo&~e J '£> 4 '~ ' . . 
~ 

• ·. · ~AN ;\Io;~ ··. io~·t ··11 '\V r~ ·~'\G~A;f;;,L- Lf'i.£"\l'J\-vd·') .oo>( 

Di/t~/r .. f2tG~(,,.J /! f Cflr;rc_ 
_, ·. 

,) .-cCa 
ALC 603 Rev 3 08/11 

5 

I 
i ·'. 

., . . ' 

. i 

" ' 



• • q ( Ill_ - ..-r. · DATAMASTER DMT OPERA TOR USE LOG · • 

y~f Vt!1 ·rr~ b~s . -· .. · / 00.1 rt} • 
DepartmenVAgency 

Date DMT Operator's Name 

?/;7/t2, . . '?c~ 11 Jdt<-€__ . · 
1- u q ·..-j o 0 -1 -ri 

rl )[.'S , flJl 1l0 \ a\J----d it-~,,· 
'i.7 r. ". ~ 

I 

' 

ALC 603 Rev 3 08/11 -

Subject's Nai;ne 

\~+\/"\ ~(J\j~ +-Bev1v: 

/en&/(( Pt_/ 
I 

~;.[ ~~c.1$ B0i'1..1Jt1'\ "r 
l '-'( 

DataMaster DMT Serial Number · 1 

Simulator Simulator 
Vapor 1 Vapor2 

5 tlflf( 
-

1018. 

~ "'o<f8' 

. . 

• • • • • • • • IJ 

• 
~ 

• • • 
" " • • • • • • • • • • • 

• ••• 
• • • • • • • • • • • 



DATAMASTER DMT OPERA TOR USE LOG 
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