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ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPC Date: 
Supervisor Name: 

Diagnostic Results 

VERSIONS 
DMT: 1. 01 
PIC: 2.06 
Modem: 2.4 
Questions: 2.1 

TEMPERATURES 

121506 
Swanton PD 
01/06/2012 
01/06/2012 
01/27/2012 
02/28/2013 
DONALD M GILBERT 

Sample Chamber 48.8°C 
Breath Tube 47.5°C 
Digital Sim 34.0°C 

SETTINGS 
Lamp Voltage 
Cooler Voltage 
Bias Voltage 
Chopper Freq 

PUMP INFO 

1. 79 v 
1.76 v 
80 v 
548 Hz 

Flow Rate= 4.725 L/M 

DETECTOR INFO 
PUMP ON 
MAX(V) 0.3949 
MIN (V) 0. 3929 

FILTER INFO 

OFF 
0. 3965 
0.3943 

Filter 1 0.396 Zero true 
Filter 2 1.115 Zero true 
Filter 3 1.073 Zero true 

CALIBRATION CHECK 
Xq = 0.095 1.18% 

Routine Performance Check Passed 

Performed by 

Reviewed by 

DMT Serial Number #121506 

Accuracy and Precision Check 
Concentration = 0.099 g/2101 
Lot# = 12-90-100 
Range = 0.094 - 0.104 
Average = 0.098 g/2101 
Std Dev = 0.0000 

RF Detection Test 
Passed 

Sample Acceptance Test 
Passed 
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Page 1of1 02/28/2013 12:01 PM 
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Log On Record History Page 1 
03/12/2013 
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Test Test Name 
Date Time 

DMT Sena! Number #121506 Page 1of1 03/12/2013 11:58 AM 
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Status Record History 

Status 
Date 

01/27/2013 

Status 
Time 

02:01:31 

DMT Serial Number #121506 

Test Type 

DUI Subject Record Simulator Out of Range 

Pagel ofl 

Status Message 

Page 1 
03/12/2013 

03/12/2013 11:56 AM 
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Breath Record History Page 1 
03/12/2013 

Test Test Agency Operator Name Alcohol Alcohol Sim. Sim. 
Status Message Date Time Val. 1 Val. 2 Cone. 1 Cone. 2 

01/27 /2013 02:00:02 SWANTON PD ANDREW G UNDERWOOD 0. 094 Simulator Out of Range 
01/27/2013 02:04:41 SWANTON PD ANDREW G UNDERWOOD 0.130 0. 096 

DMT Serial Number #121506 Pagel of 1 03/12/2013 11:54 AM 
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ANNUAL PREVENTATIVE MAThTTENANCE 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
APM Date: 
Peifonned by: 

Vf;RSIONS 
DMT: 1. 01 
PIC~ 2.06 
!>fod.ern: 2 ~ 4 
Que~:Jtion.s: ::?.J 

'.l' E~·1P 8Ri\'r IJRE S 

'.>ample Chan1ber 
B.ceath Tube 
DJ.<_:rital :c:irn 

SWC'l'ING~; 

r,amp Voltage 
Cooler Voltage 
Bias Vo.lta9e 
Chopper Fn:'I 

PUMP INI"O 

!21506 
Swanton PD 
01/06/2012 
01/06/2012 
OI/27/2012 
01.111/2013 
ROBERT DRISCOLL 

49.2°C 
17.3"c 
.3<L o"c 

.l. 79 v 
l.TI V 
80 v 
5'18 Hz 

f1' 1 CfVl F.a. t e "'! 4 .. fl ~: :.~ I. ;1-..r 

D8'1'ECTC•E I NE'O 
PUMP ON 
MAX (V) 0. :1;; 42 
MIN (V) 0. :s220 

FIL'l'ER 
F'i.lter 
Fi1tei: 
filter: 

INFO 
1. 
2 
:J 

0.32S 
l. 054 
l . nos 

CJ\LIBRl>.TION CHECI\ 
Xq • 0.095 1.36~ 

APM PASSED 

Performed 

Reviewed 

OE"F 
O.J2E6 
0.32ciO 

Zero 
lier() .... 

Zero 

DMT Sc;ial Number 1112150() 

true 
t;xu<c 
true 

Fnngc 
Simulator Vapor 

IOI 
12-51 ()() 

· I) 0\15 0.105 
· O 01)7 g:21 OL 

(' 
...... , .... - '· . . I.:·.:/' .. 

r· 1 l<·~ ':•-;it,,!< ·1 

.!i'. 

iilf'1 ) 

-~:1 (' J, 
? / _) 

Date Ol/ll/2013 

Date 

P,ag0lof1 Oll.1 li:WJ:l 10.17 /\Iv\ 
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ROUTINE PERFORMANCE CHECK REPORT 

DataMastcr !)MT: 
Location: 
Ca!ibrniion Du!e: 
Certification Date: 
Installation Date: 

Date: 
Supervisor Name: 

vgRSION~.) 

DMT; l. 01 
P IC: 2. 0 6 
Modem; 2. 4 
Questions; 2.1 

T'EMPEHATTJRE:!'; 

Si'ltnpl12 Chamber 
B.i:eath Tube 
Di<Ji taJ Sim 

, Sti'll'l'lNGS 

121506 
Swanton PD 
01/06/2012 
OJ/OG/2012 
01/27/2012 
02/28/20 !3 
DONALD M GILBERT 

48.3{\C 
47 .s')c 
34.0°C 

I,amp Voltage 1. 79 V 
Cooler Voltage ~ 1.76 V 
Bias Voltage 80 V 
Chopper Freq 548 Hz 

PUNP INF'O 
Flow nau; = 11. 72S I,/M 

DE'l'EC'l'OP. INFO 
PUMP ON OE'F 
MJ\X. (\/) 0. 3949 0. :l965 
MIN(\/) 0.3929 0.3943 

FII/I'.2~H IN'F'O 
Filter l 0.396 iero true 
Filt0r 2 1.61J.5 Zero tr11B 
Filter 3 1.07J Zero true 

CJU;JBRA'.l'ION CHECK 
Xq = 0.095 l.lB~ 

Houtine Performance Check Passed 

Performed by 

Reviewed by 

DMT Se-rial Number 11121506 

l:\.Y.Qur<(Q}ifl1idJ~rnf;isiQJtChcck 
C:onecntra1i(m - 1).0'.!'J g'2 I (I). 

Lot Ii · 12-90-100 
Range 
Ave.rage 
Std Dev 

0.094 .. 0. IC!<I 
(I 098 !Y:: J<)], 

" 0 (ii)()() 

:i011wJe Ai<G.Q!2.L{lfl.C.~ Test 
P:i:<sed 

\ :. \ "f / ~ 

'.! , ··, ~~· 

,,1 

I' ,· . , : . 

?' ' j 

l1 J. J! 

Date 02/2812013 

Date 

-~ f ' 

1,,,' 

l'age l of I 02128/201J 12·01 i'M 
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DATAMASTER DMT OPERA TOR USE LOG 

Department/Agency DataMaster DMT Serial Number 

-·-----

Date DMT Operator's Name Subject's Name 
Simulator Simulator 
Vapor 1 Vapor 2 

--~~ ---·~ 
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DATAMASTER DMT MAINTENANCE LOG 

'' ' 

Department/Agency DataMaster DMT Serial Number 

ct 
e 
e 
e 
e 

DATE TYPE OF SERVICE PERFORMED PERFORMED BY e 
(Name and Title) e 

fl! 
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DataMaster Simulator Solution 
._ .. _ .. _ ·- ... _ ·-·"'Lot 1112-90-100 EtOHaq Cone: 0.099 

[For RP(Range:0.094-0.104 . . . ;e Label Here] 

~ 

~ 

l!i 
ff} 

D~~9t-»~----~ 
.-.. - .. - .. _ .. _______ .--Preparation Date: 12/18/2012 Expires: 12/18/2013 

[For RPC or Simulator Solution Change Place Label Here] 
F 

... -- -.. ---- -. -- ..... - .. -., .... _,,_.,_ .. -.......... -.......... _.,_ .. _______ .. - .......... _ .. _,, ................ _ .. ____ . -··- .. -··- ·-··- ...... _ ·- ·---- .. - .. -- ---- ------.. --- - . --.. --- . . ,., 

~---·--L........---·-----------·----------.L....~--··---···------····---~ t 
e 

ALC 803 REV 03 08/201 i 

2 


