
DataMaster DMT Monthly Update Check-list 

Department/Agency: stMbaos.Yol,ezd 

Supervisor: tfr>ll k> mooflf_..-
1 

Provided 

Operators Logbook cW 
Maintenance Logbook cw/ 
Breath Test History Report ~ 
Status History Report ~ 
Log On History Report D 
Calibration Report D 
Certification Report D 
Installation Report D 
Annual Preventative Maintenance D 
Routine Performance Check 

~ Simulator Solution Chang_e 

Other Reports -c:W 

List other report type and date: -

DM serial #:__,-'-"--Y...!.,-""8_,,01'-'----1 

Date: O'i-OJ- IS 

None this month 
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RE: datamaster 

RE: datamaster 
Moore, Holly 

Sent: Sunday, April 07, 2013 10:51 AM 

To: Charboneau, Shelly 

Good Morning Shelly, 

Page 1of1 

The March DataMaster Records are ready and in the SA's bin to be brought over to you; on Monday morning (04-
08-13). Let me know if you need anything else. Have a good week! 

Corporal Holly B. Moore 
St. Albans Police Department 
30 Lower Welden St. 
St. Albans, Vf 05478 
(802) 524-2166 
(802) 527-7778 (fax) 

From: Charboneau, Shelly 
Sent: Tuesday, April 02, 2013 4: 18 PM 
To: Whitney, Patricia; Moore, Holly; Gilbert, Donald; Lynch, James 
Subject: datamaster 

It's that time of month again. Please send me March datamaster. 

Thanks. 

SHELLY CHARBONEAU 
Franklin County State's Attorneys Office 
5 Lemnah Drive, Suite 2 
St. Albans, VT 05478 
(802) 524-7920 
(802) 524-7964 Fax 

https://webmail.state.vt.us/owa/?ae=Item&t=IPM.Note&id=RgAAAACK6CF0701JRpgxF... 4/7/2013 



- DATAMASTER DMT OPERATOR USE LOG 

Date DMT Operator's Name 
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BAC DATAMASTER CHECK-UP and MAINTENANCE LOG 

5f:dK bcn:s Pol /c9 .. _J:t::. _ _._1-=o_.Lf_,.6"-'01"-'-------
DepartmenVAgency DataMaster Serial Number 

DATE TYPE OF SERVICE PERFORMED 

-··-··-··-··-··-·· DataMaster Simulator Solution 
lot# 12*84-100 EtOHaq Cone: 0.101 

-··-··-:·-··-··-·· _Range: 0.0~6- 0.106, 
, Preparation Date: 9/24/2012 Expires: 9/24/2013 

-··-··-··-·:-··-·· OPENED: O:;l- D 5- I '3 ··-··-··-··-··-··-··-··-··-
!<Pc.. ch<i.dL/ c.i, 1-'rn ~cAJ 

··'<· 

{.6'3 -11- [ ;:·---~---··-··-·· DataMaster Simulator Solution 
________ ::.....'.'-_. ___ _ Lot# 12-84-100 EtOHaq Cone: 0.101 

Range: 0.096- 0.106 · · 
Preparation Date: 9/24/2012 Expires: 9/24/2013 

OPENED: ?:>3-17-1.3 'ftJj?~ 

-··-··-··-.. -.. -··-··-.. -· DataMaster Simulator Solution 
Lot# 12-90-100 E!OHaq Cone: 0.099 
Range: 0.094 - 0,104 

--·-··-··-··-··-·--··-··-·Preparation Date_: 12/1§/2Di2 Explre112/18/2013 
. ' . .ii- f,J'\ /J/\f"l 

-··-··-··-··-··-··-··-·---OPENED: --, I ,:;JI' .J ., • 

!Place Simulator Solution Label Here] 

-----·--·-··-·--·--··-··-··-··-··-·--··-;·-··-··-··-·--··-··-··-··-··----··-··-··-··-··-··-··--··-··-··--·-··--------·-

~'c-·-:···[!'Jaca:cSimulator Solution Label Hern} 
.... 

ALC 803 Rev. 2 06/07 

13 

PERFORMED BY 
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D 1-tr 'f fLI{ 



,_ . 

c.../ r-JI-' L> - j u L\- '!':J._)-J 

Breath Record History Page 1 
04/07 /2013 

' ! 

I Test Test 
Agency Operator Name 

Alcohol Alcohol Sim. Sim. 
Status Date Time Val. 1 Val. 2 Cone. 1 cone. 2 

Message 
! 

03/30/2013 15:23:53 ST. ALBANS PD PAUL A TALLEY 0.282 0. 097 ' 03/30/2013 03:41:20 ST. Ji.LEANS PD KEITH D COTE 0.086 0.085 0.096 0.096 
03/30/2013 03:37:34 ST. ALBANS PD KEITH D COTE 0.095 Simulator Out of Range 
03/17/2013 i 03:33:28 ST. ALBANS PD ?AUL MORITS 0.209 0.213 0.096 0.096 
03/17 /2013 03:29:28 ST. ALBANS PD PAUL MORITS 0.095 Simulator Out of Range 

i 03/10/2013 03:51:31 ST. ALBANS PD HOLLY B MOORE 0.127 0.097 I 
J Q3/Q3/2Q13 00:24:36 ST. ALBANS PD KEITH D COTE 0.179 0.096 

03/03/2013 00:21:01 ST. ALBANS PD i KEITH D COTE 0.095 Simulato~ Out of Range 
03/03/2013 00:16:52 ST. ALBANS PD ! KEITH D COTE 0.095 Simulator Out of Range 
03/02/2013 02:24:281 ST. J.LBANS PD KEITH D COTE INCOMPLETE 0.131 0.096 
03/02/2013 02:16:07 ST. Al.BANS PD KEITH D COTE . 0 .126 0.096 0. 0 95 Simulator Out of Range 
03/02/2013 02:12:20 ST. ALBANS PD KEITH D COTE 0. 094 Simulator Out of Range 
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Status Record History 
Stat1.ls Status Test Type 
l)ate Time 

03/02/2013 02:13:49 DUI Subject Record Simulator: Out 
03/02/2013 02:20:50 DUI Subject Record Simulator Out 
03/03/2013 00:18:24 DUI Subject Record Simulator Out 
03/63/2013 00:22:34 DUI Subject Record Simula-tor Out 
03/17 /2013 03:30:59 DUI Subject Record Simulator Out 
Oi/30/?.013 Oi:iq:(l7 DUI Subject Recor<1 Simulator Out 

r 

DMT Serial Number #104809 Page 1of1 

status Message 

of Rantle 
of Ranae 
of Range 
of Range 
of Range 
of Range 

--------~~-

Page 1 
04/07/2013 

.. 

04/07/2013 10:24 AM 



SOLUTION CHANGE 

DataMaster DMT: 
Location: 
Date: 
Performed by: 

104809 
St. Albans PD 
03/17/2013 
HOLLYB MOORE 

Accuracy and Precision Check 
Concentration ~ 0.101 g/210L 
Lot# ~ 12-84-100 
Range ~ 0.096 - 0.106 
Average ~ 0.098 g/210L 
Std Dev ~ 0.0000 

Simulator Temperature: 34°C 

Performed by 

DMT Serial Number #104809 

Date 04/07/2013 

Pago 1 of 1 0410712013 10:28 AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 03/30/2013 
Time: 15:23:53 

SUBJECT NAME: 
RICHARD R BASCOM 

TEST OPERATOR NAME: 
PAUL A TALLEY 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~2.3L) 

2nd TEST_ NOT_REQUESTED 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. V.ap_QX:. __ R_q.p_g_g_ __ 
Lot #: 12-84-100 

DMT Serial Number #104809 

0.000 
PASSED 

0.097 
0.000 
0.282 

15:08 

15:24 
15: 24 
15:25 
15:26 
15: 27 

in g/210L 
0.101 

0.096 - 0.106 

0. 40 

0. 35. 

~~ Alcohol(g/210L) 
~-·~ Flow Rate ( L/M) 

0.30 I ..... ; ...... . 

0. 25. 

o. 20 

4 (). (• 

--- 35. 0 

30.0 

25.0 

·•·········· 120. (I 

15.0 

10.0 

5.0 

O.OOOU-'--'-__JcJ~i.L-'-_u--'"-~-'-~~~~-'-~~~~-'0.0 
0 10 20 30 40 50 60 70 80 90 

Page 1 ofl 04/0712013 !0:39 AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 03/30/2013 
Time: 03:41:20. 

SUBJECT NAME: 
LATICIA K KINGSBURY 

TEST OPERATOR NAME: 
KEITH D COTE 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~3 .3L) 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~4 .lL) 

03:22 

0.000 03: 42 
PASSED 03: 42 

0.096 03:42 
0.000 03:43 
0. 086 03:44 

o.ooo 03:45 
PASSED 03:45 

0.096 03:45 
0.000 03:46 
0.085 03:47 

All alcohol values reported 
Sim. Vapor Concentration· 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - 0.106 
Lot #: 12-84-100 

DMT Serial Number #104809 

-- Alcohol {g/210L) 
----Flow Rate(L/Ml 

0.18 . 36.0 

0.16. 32.0 

0.14 ............. 128. 0 

0.12 ?<1. n 

0.10 20.0 

o. 081············· 16.0 

o. 06 - 12.0 

0. 04 -- ···-- 8. 0 

0.02 ....... ; ................ 4. 0 

--Alcohol(g/210L) 
-- Flow Rate{L/M) 

o.1slL:::::::::::::::::c:::::::::::::::::::c::::::::::::::::::::1 ................... , ..... . -·-----·--- 36. 0 

0.16 -

0.141··············'····················+ .................... ; .................... ; .............. ; .......... l2s.o 

0.12 , ............. , ........................ 124.0 

0.10 ................... ; .................. '+··········· '"· 20.0 

0.08 16.0 

o. 06. 12.0 

, .. , ............ , ....... 8.0:-:~:-·--

0. 02. . .... 4. 0 

o.oo ___ ~----'-"~~~~-~~~~~~~--~o.o 
0 5 ______ lQ_ lS 20 25 30 

Page I ofl 04/07/2013 10:38 AM 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 03/30/2013 
Time: 03:37:34 

SUBJECT NAME: 
LATICIA K KINGSBURY 

TEST OPERATOR NAME: 
KEITH D COTE 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9°C 

Simulator Out of Range 

o.ooo 
PASSED 

0.095 

03:22 

03:38 
03:38 
03:38 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - 0.106 
Lot #: 12-84-100 

--~ _-_--:-_-_-_-_- _ .. ·=-=--·=--=-=-··=-

DMT Serial Number #104809 Page I ofl 04/07/2013 10:38 AM 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 03/17/2013 
Time: 03: 33: 28 

TEST OPERATOR NAME: 
PAUL MORITS 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol=3.1L) 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol=3.2L) 

0.000 
PASSED 

0.096 
0.000 
0.209 

0.000 
PASSED 

0.096 
0.000 
0.213 

03:14 

03:34 
03:34 
03:34 
03:35 
03:36 

03:38 
03:38 
03:38 
03:39 
03:39 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - 0.106 
Lot #' 12-84-100-

DMT Serial Number #104809 

o. 3o~--------- ------------<10. o 
~-~--~--~ 
-- Alcohol(g/210L) 
-- Flow Rate(L/M) 

0.25 33.3 

u. LO 

0.15 20. 0 

-

0.101-------------- : ----- - 13.3 

\r/ 
0.05. 6.7 

0.00'-------'---~---11--~---~----'-----'0-0 
0 5 10 15 20 25 30 

0.30~---------------------~40.o 

-- Alcohol(g/210L) 
-- Flow Rate(L/M) 

0,251---------------:------------------------------- - --------------:------ --------:---- - - 33.3 

0.20 26,7 

0.15 20. 0 

0.10 13.3 

0.05 6,7 

Page 1of1 04/07/2013 10:37 AM 



SAP)) 
/oL/lJ,oc:1 

DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 03/17/2013 
Time: 03:29:28 

TEST OPERATOR NAME: 
PAUL MORITS 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 

Simulator Out of Range 

03:14 

0.000 03:30 
PASSED 03:30 

0.095 03:30 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g1210L 
0.101 

0.096 - 0.106 
Lot #: 12-84-100 

DMT Serial Number #104809 Pagel of 1 0410712013 10:36 AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 03/10/2013 
Time: 03:51:31 

TEST OPERATOR NAME: 
HOLLY B MOORE 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~4.2L) 

2nd TEST NOT REQUESTED 

0.000 
PASSED 

0.097 
0.000 
0.127 

03:36 

03:52 
03:52 
03:52 
03:53 
03:54 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - 0.106 
Lot #: 12-84-100 

DMT Serial Number #104809 

0. 20 

0.18 

0.16 

0.14 

0.12. 

0.10 

o. 08. 

0.06 

0.04 

0. 02 . 

c----'-----'~-----_-_-_-_;------------ 4 0. 0 

--Alcohol(g/2101) 
-~flow Rate(L/M) 

!\ 
\... 

\ 

.. 36. 0 

. •················· .. 32. 0 

...... 28. 0 

24.0 

' 

20. 0 

-- 16. 0 

... 12. 0 

O.OOc__ __ _c ___ _c._ ___ .H--___ ~----'---~o.o 

0 5 10 15 20 25 30 

_Pa_ge 1 ofl 04/07/2013 10:35 AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 03/03/2013 
Time: 00:24:36 

SUBJECT NAME: 

DILLON J SIMiiiITiHll11111111111 

TEST OPERATOR NAME: 
KEITH D COTE 

AGENCY: ST. AIBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~3.0L) 

2nd TEST NOT REQUESTED 

0.000 
PASSED 

0.096 
0.000 
0.179 

23:58 

00:25 
00:25 
00:25 
00:26 
00:27 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - 0.106 
Lot #: 12-84-100 

DMT Serial Number #104809 

0.30 

0.25 

0.20 

0.15 

0.10 

1-- Alcohol (g/210L) 
- H_. Flow Rate (L/M) 

0. 05 ·--

33. 3 

26. 7 

20.0 

O.ODL---'--"-'----~--'------'-~-'------'--~~-~o.o 
0 5 10 15 20 25 30 35 40 45 

Page 1 ofl 04/07/2013 10:35 AM 



DUI SUBJECT TEST 

::Ji 
A 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 
--L----------------------------------------
Date: 03/03/2013 
Time: 00:21:01 

SUBJECT NAME: 
DILLON J SMITH 

TEST OPERATOR NAME: 
KEITH D COTE 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 

Simulator Out of Range 

All alcohol values reported 
_ S_j._rn_. ____ V~p_Q_r ___ Concentration 
Sim. Vapor Range 
Lot #: 12-84-100 

DMT SeriarNumber #104809 

23:58 

0.000 00:21 
PASSED 00:22 

0.095 00:22 

in g/210L 
0.101 

0.096 - 0.106 

Page 1of1 04/07/201310:34 AM 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 03/03/2013 
Time: 00:16:52 

TEST OPERATOR NAME: 
KEITH D COTE 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 

Simulator ~t o~ Range 

23:58 

0.000 00:17 
PASSED 00:17 

0.095 00:18 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - 0.106 
Lot #: 12-84-100 

DMT SerialNUintier #104809 Page 1 of] 04/07/2013 10:34 AM 



S-0Pt) 
101-fgD°I 

0.20~-------------- --------40, (' 

-- Alcohol(g/2101) 
-- - Flow Rate(L/M) 

36.0 

0.16 32.0 

0.14 

0.12. 24. 0 

~-------------------------~ 

DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation D~te: 01/27/2012 
-------------------------------------------
Date: 03/02/2013 
Time: 02:24:28 

SUBJECT NAME: 
STEVEN M DURACK 

TEST OPERATOR NAME: 
KEITH D COTE 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE 
BLANK TEST 
SUBJECT SAMPLE (Vo1~4.6L) 

2nd TEST NOT REQUESTED 

0.000 
PASSED 

0.096 
0.000 

INCOMPLETE 
0.000 
0.131 

01:57 

02:25 
02:25 
02:25 
02:26 
02:29 
02:29 
02: 30 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - 0.106 
Lot #: 12-84-100 

--·- .. --·-- -------- -

DMT Serial Number #104809 

0.10 20. 0 

o. 08. 16. 0 

0. 06. 12.0 

o. 04 - 8.0 

4.0 

0.00 0.0 
0 10 20 30 40 50 60 70 80 90 100 110120 

0.20~--~---~---~--~~--~----~40.o 

--Alcohol(g/210L) 
-- Flow Rate(L/M) 

0.18 -=====+==::::! ... - ... 36. 0 

0.161··············· : -·-----· ----·'··---···········=· - 32.0 

0.14 - 28.0 

0.12 .. 24. 0 

20.0 

o. 08 . 16.0 

0.06 12.0 

0.041 - ----··>· ___ ,,,··-------········· 8.0 

0.02 4.0 

o.oo'------'---''--~---~--~---~--'----"o.o 
0 10 15 20 25 30 

Page 1 oft 04/07/2013 10:33 AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 03/02/2013 
Time: 02:16:07 

TEST OPERATOR NAME: 
KEITH D COTE 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLAfJK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~2. 7L) 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 

Simulator Out of Range 

01:57 

0.000 02:17 
PASSED 02:17 

0.096 02:17 
0.000 02:18 
0.126 02:19 

0.000 02:20 
PASSED 02:20 

0.095 02:20 

All alcohol values reported 
Sim. Vapor Conceiltf:~ftion 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - 0.106 
Lot #: 12-84-100 

DMT Serial Number #104809 

o. 20 

--Alcohol(g/210L) 
-- Flow Rate(L/Ml 

36. 0 

32.0 

0.14 .. 28. 0 

24.0 

20. 0 

0.08 16.0 

K !········ ······!······················!············ 112. r) 

....... •··················· is.o 

0. 02 - ..... • ......................•... ··'I· ; ................. , ................... 14 .o 

a. oo~--~~--~---~---~--~---~ o. o 
0 5 10 15 0 5 30 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 03/02/2013 
Time: 02:12:20 

SUBJECT NAME: 
STEVEN M DURACK --· 

TEST OPERATOR NAME: 
KEITH D COTE 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 

Simulator Out of Range 

01:57 

o.ooo 02:13 
PASSED 02: 13 

0.094 02:13 

All alcohol values reported 
Sim. Vapor Concentratioll 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - o.106 
Lot #: 12-84-iGO. 

DMT Seri~ Number #104809 Page 1 of l 04/07/2013 10:31 AM 



··:.>:··.· ... ;:St. Albans Police Department · .. ·• 6. · .. ··. 
. •· . . . . . . . . . . ·.· ·.. . '. .· .. ·.·. jbl{'?,i;J J 

www.stalbanspd.com · · 

· 30 Lower Welden Street, St. Albans, VT 05478 

Telephone: (802) 524-2166 

Fax: (802) 527-7778 

FAX COVER SHEET 

Date: 
To: ~ of 1~'Zi2.mll0T/ffi_pt. of' Mb/ r'c ScJ{k.-h./. 

VI- AffVl'?r!'<. Lab 

Fax Number: 

From: Saint Albans Police Department 
30 Lower Welden Street 
SaintAlbans, Vermont 05478 
(802) 524-2166 Phone 
(802) 527-7778 Fax r5\ 

Total number of pages, including the cover sheet - _l_Y=c2."-----­

Ifyou do not receive all of the pages please call (802) 524-2167 

Message: 

tJlqan:., Sttf- ~c.h7Ji e.z;4uzsT ~ 
J)tt,~ OltiSfyz_, mw+hp1«~us 

-'1LJL-;:, 1·~1 ~ maiZ.L---7 -

Notice: The infonnationfofft:firred in thisfac'siiriile-fransinittal is confidential informatiorr · 
intended for the use of the-individual or entity named above. If the reader of this message is not 
the intended recipient, or the employee of agent responsible to deliver it to the intended recipient, 
you are hereby notified that any dissemination, distribution or copying of this communication is 
strictly prohibited. If you have received this communication in error, please notify us 
immediately by telephone and return the original transmittal to us at the above address via the 

· _---=--=---· · . U.S. Postal service. Thank You. ~=--~ 



STATE OF VERMONT 
DEPARTMENT OF PUBLIC SAFETY 

VERMONT FORENSIC LABORATORY 
P.O.BOX47 

WATERBURY, VERMONT OS676-004 7 

TEL: 802•244•8788 
FAX: 802•241•5557 

E-MAIL: cjsOlab@state.vt.us 
www.vfl.vermont.gov 

DataMaster Supplies Request Form 

Please Fax, Mail or E-Mail to the Vermont Forensic Laboratory. 

DATE: @'2, / 10Io?f>13 DATA.MA.STER SERIAL NUMBER: l¢1f rJ{6q 

NAME OF AGENCY: Sf-tH~ns MlicL-
DATAMASTER SUPERVISOR: 

E-MAIL: 

SHIPPING ADDRESS: 
STREET NAME AND NUlvIBER ******Nop .0. Box's ****** 

___.tl-"-'--.utY-"'(Jo!...l.!u,""'n:-"'"'=--~--VT tf)6 47 8 
CITY STATE ZIP 

PHONE NUMBER: (802) 631.f - 2-iG& 

SUPPLIES NEEDED 

- ---~MOUTHPIECES 100/BOX 

2BOTTLl'IS - --·-- ·o· .... SIMULATOR SOLUTION 
---_-===-::_:_____-----=.::::=-:-_:_: __ - :- _- -- ==::=----,-

D DATAMASTERDMTOPERATORUSELOGBOOK 

D DATAMASTER DMT CHECK UP AND MAINTENANCE LOGBOOK 

- -----------~-

F-ALC 210 vi 04302012 Page I of I 


