
DataMaster DMT Monthly Update Check-list 

DepartmenUAg;ncy: '8b 4-lbttflS ?aii'ce~ DM serial#: ,~eim 

~ll~A- r{)ayzcc_ 
(YI~ 

Supervisor: Date: r'& .!l<p I '3 

Provided None this month 

Operators Logbook ~ D 
Maintenance Logbook ~ D 
Breath Test History Report u:a"' D 
Status History Report ~ D 

·~ 
-

Log On History Report 0 
Calibration Report D cg/ 

Certification Report D [id/ 

Installation Report D cg/' 
Annual Preventative Maintenance D lli"' 
Routine Performance Check D w 
Simulator Solution Change D [kl/" 

Other Reports D D 
RECEIVED 

FR ANKI rr.,1 ('(Jl INT\' SAO 

List other report type and date: JUN l ~ 2013 

Appendix A August 2011 
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BAC DATAMASTER CHECK-UP and MAINTENANCE LOG 

51-: M bu1s Pol i'«r _, _~ _ _..1"""""'0_.Lf_,.6'-'oq"'-·,_ ____ _ 
Department/Agency DataMaster Serial Number 

DATE 
TYPE OF SERVICE PERFORMED PERFORMED BY 

-··-··-··-··-··-·· DataMaster Simulator Solution 
Lot# 12-84-100 EtOHaq Cone: 0.101 

-··-··-··-··-··-·· _Range: 0.096- 0.106· 
Preparation Date: 9/24/2012 Expires: 9/24/2013 

-··-··-··-·:-··-·· OPENED: 0~ - 0 5- I '3 ··-··-··-··-··-··-··-··-··-

kPC.. c.h.<i.dcl ---•. '·'IYl ~~ 

(;56 -1-;- C ;•·'··:··-··-··-·· DataMaster Simulator Solution --·-·-·----·- ""'- QJS 0 I L~te....-
- Lot# 12-84-100 EtOHaq Cone: 0.101 

-··-··-··-··-··-·· Range: 0.096- 0.106 
Preparation Date: 9/24/2012 Expires: 9/24/2013 --·-·;~t~=h~m. cA<vdL 
OPENE;·253.:.17-;31!/Y7245Y~ 

-··-··-··-··-··-··-··-··. DataMaster Simulator Solution 
Lot# 12-90-100 EtoHaq Cone: 0.099 
Range: 0.094 - 0.104 

-··-··-··-··-··-··-..... _ Preparation Da'.~' 7211~'.:oi2 EXfl"O 12/18/2013 

., I ;o I .::>·---."-j<....CC..'-<'.---
-··-··-··-··-··-··-··-··-·OPENED: . ·. · 

f Place Sknu!ator So!utlon Lubel ~ierej 

-··-··-··-··-··-··-··-··-··-·--·--··--·--:-··--·-··-··-··-··--·--·-··-·--··-.--··-··-··-··-··-·--·--··-··-··-··-·---·-

[Place bimulatcr Solution Label Hern] 

ALC 803 Rev. 2 06/07 
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DATAMASTER DMT OPERATOR USE LOG 

,"rf.AibVJ?J /?;L,q_, l~l./8@5 
Department/Agency DataMaster DMT Serial Number 

Date DMT Operator's Name Subject's Name Simulator Simulator 
Vapor 1 Vapor 2 

C//J't'' 7 Cok Scrch Lt, rv) e .. 
u q s,, . 01& 

d-t·;J.e -.:15 !:--" . ' r-v.-rn 0-1, Jdl"-'/1-Wi fir'-t--t-e(( .o94-

V1Wiau+ r1·z:i.·,, ... .., 
• ol\'"\ 

5. (). ./'?, <:,,,. • I ~' 
os-:~~r2. ;>"'~ ~ I!- I,,/' 4lt.t~ s.6fl-~· .~5 

~l,l'J<, t, ri .sw,..1 I l:/Jor~So,.-, . Dcn1° CJ Oji;)" 
I 

~/:5-\ 7 (?k 
. 

~/'12, F 'J';t;?p~ .o<t> , o<i·s-

~k/;'2, Lb )A y.A., 5 lfl#-5 s·e . <::L .. /,.._, 
, u"l 6 
_,_/ r;, 5 

. 04 '.) 
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I ' I lo/1 ~ t '.? ~~If i? .. S f C (Ji10 f~ ;, 1 ( ~i r1\n ;Ar\ (J . .r ' 
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l 1c=1 r 
. 

~. /1 \_. CreR..,oJ1~ ,oqr / l/YJV ~iv 

/., Jl 13 MtA_JM.--s. !/hrr" 5ufue,.t.Lor • 1"\Cl .~ 

Cv}-0· 
I ' 

('.yiq--1~ ~-'"' [.,/()()~ /} oq·') 

. 

ALC 603 Rev 3 08/11 

5 



L Breath Record History Page 1 
06/21/2013 

Test ! Test Alcohol Alcohol 
I 

Sim. Sim. 
J I 

Date Time 
Agency Operator Name Val. 1 Val. 2 cone. 1 cone. 2 

status Message 

i 
__ ,'25/2013 '03:34:56 ST. ALBANS PD TIMOTHY J Ji.DAMS 0.189 0.095 RESPONSE Til<!EOUT 
05/08/2013 11:30:17 ST. A!.BANS PD TREVOR A SARGENT REFUSED I 0.096 

~ o:.;04.12013 02:09:42 St All: ans PD · RANDY N DAME 0.202 0.096 i 
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DMT Serial Number #104809 Page 1of1 06/21/2013 6029 AM 
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Status Record History 

Status Status Test Type 
Date Time 

1-05/25/2013 03:39:40 DUI Subject Record RESPONSE TIMEOUT 

---·-· 
DMT Serial Number #104809 Page I of 1 

--

Status Me 

···~ 

ssage 

Page 1 
06/21/2013 

06/21/2013 6:34 AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Inetallation Date: 01/27/2012 

Date: 05/08/2013 
Time: 11:30:17 

CASE #: 13STA003197 
TIME OF OPERATION: 09:33 
LOCATION OF INCIDENT: 

211 LAKE STREET 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
TREVOR A SARGENT 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9°C 
BLANK TEST 
SUBJECT SAMPLE 

Subject refused. 
Reason: refused 

0.000 
PASSED 

0. 096 
o.ooo 

REFUSED 

11:15 

11:31 
11: 31 
11:31 
11: 32 
11:32 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.099 

0.094 - 0.104 
Lot #: 12-90-100 

DMT Serial Number #104809 Page 1 of 1 06/21/2013 6:54 AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: st. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 05/25/2013 
Time: 03:34:56 

CASE #: 13SA003686 
TIME OF OPERATION: 02:07 
LOCATION OF INCIDENT: 

366 SWANTON ROAD 
TOWN: ST. ALI\ANS (TOWN) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
TIMOTHY J ADAMS 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.1°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~4.5L) 

RESPONSE TIMEOUT 

o.ooo 
PASSED 

0. 095 
o.ooo 
0.189 

03:14 

03:35 
03:35 
03:36 
03:37 
03:37 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.099 

0.094 - 0.104 
Lot #: 12-90-100 

DMT Serial Number #104809 

0.30 40.0 

[ . Alcohol (g/;~OL) I 
- Flow Rate (L/M} 

0,25 . 33. 3 

0. 20. 26. 7 

0.15 20.0 

0.101········· ; ..... fl 

o.osl······ ······'··II· .: ................... : ...... · ............... ; .............. , ...................... 6.7 
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