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Status Record History SAPi> 
----- . 

Status Status Test Type 
Date Time 

07/20/2013 04 11:06 our Subject Record Simulator Out of Ra-nge 

07 /13/2013 20 32:53 DUI subject Record Simulator. out of Range 
07/13/2013 20 23:08 DUI Subject Record Simulator Out of Range 
07/10/2013 10 52: 03 DUI Subject Record RESPONSE TIMEOUT 
07/05/2013 04 55: 04 DUI Subject-·Record RESPONSE TIMEOUT .. 

DMT Senal Number #104809 Pagel ofl 

-------· 

104gaq 
.. 

Status 

. 

----------· - ----·-·------

'-clul0 
Message 

c!XJJ3 
•. 

Page 1 
08/29/2013 

0812912013 6:06 AM 



Breath Record History '5APi) JDLf80q ~tr! ci0/3 Page 1 
J 08/29/2013 

Test Test Agency Operator Name Alcohol Alcohol Sim. Sim. 

i Date Time Val. 1 Val. 2 Cone. 1 Cone. 2 
Status Message 

! 07 /24/2013 02:11:52 ST. ALBANS ?D MICHAEL E MALINOWSKI INCOMPLETE INCOMPLETE 0.098 
07/22/2013 i 08:12:23 ST. ALBANS P~ HOLLY B MOORE 0.099 0.091 0.097 0.098 
07/22/2013 00:41:47 ST. ALBANS i?D MICHAEL E MALINOWSKI REFUSED 0.097 
07/20/2013 04:15:01 ST. _l\LBANS ?D TREVOR A SARGENT 0.216 0.098 
07/20/2013 04:06:02 ST. ALBANS ?D TREVOR A SARGENT 0.220 0. 098 0.095 Simulator out of Range 

I 07/14/2013 23:56 34 ST. ALBANS ?D HOLLY B MOORE 0.182 0.099 
' 07 /13/2013 20:27 08 ST. ALBANS ?D P.bi.UL MORITS 0.281 0.097 0.094 Simulator out of Range 

07/13/2013 2():14 47 ST. ALBANS PD PAUL MORITS INCOMPLETE 0.284 0.098 0.095 Simulator Out of Range 
07/10/2013 ,10:4845 ST. ALBANS PD KEITH D COTE 0.099 RESPONSE TIMEOUT 
07/05/2013 04:58 30 ST. JILBANS PD TREVOR A SARGENT REFUSED 0.098 
07/05/2013 04:51 49 ST. ALBANS E'D TREVOR A SARGENT 0.098 RESPONSE TIMEOUT 
C7/02/2013 19:44 32 ST. ALBANS \fSP MICHAEL R ANDERSON INVALID 0. 098 

' 

I I 

I 

! 

I 
' ! 

! 

i 
I 

I 
! 

I 

I 
! 

i 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 07/02/2013 
Time: 19:44:32 

CASE #: 13A202891 
TIME OF OPERATION: 18:00 
LOCATION OF INCIDENT: 

RT36 MEDARDS MARKET 
TOWN: FAIRFAX 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
MICHAEL R ANDERSON 

AGENCY: ST. ALBANS VSP 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE 

0.000 
PASSED 

0.098 
o.ooo 

INVALID 

19:28 

19:45 
19:45 
19:45 
19:46 
19:47 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - 0.106 
Lot I: 12-84-100 

-----·--------··- ·--------·-----~ 

0.30 40.0 

0.25 33.3 

0.201···············1·········· ..... , 26. ·1 

0.15. ... 20. 0 

0 .10 I······· ·· ·>· l J······ ··• ··············· ·>··I Ii···· ·····>············ · , ................ . 13.J 

0.051············· IH· ·········+········ I 6.7 

o.oo.__~-'--'--'"------'--~----··----··-~-----~-·---'o.o 
0 5 10 15 20 25 30 

DMT Serial Number #104809 Page 1 of I 08/29/2013 6: 11 AM 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 07/05/2013 
Time: 04:51:49 

CASE #: 13SA004997 
TIME OF OPERATION: 03:56 
LOCATION OF INCIDENT: 

FAIRFAX STREET 
TOWN: ST. AIBANS (TOWN) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
TREVOR A SARGENT 

AGENCY: ST. AIBANS PD 
-------------------------------------------
Obs. Period Start: 
Obs. Restart: burp 
Obs. Restart: burp 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 

RESPONSE TIMEOUT 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-84-100 

DMT Serial Number #104809 

o.ooo 
PASSED 

0.098 
0.000 

in g/210L 

04:31 
04:32 
04:33 

04:52 
04:52 
04:53 
04:53 

0 .101 
0.096 - 0.106 

Page 1 ofl 08/29/2013 6:12 AM 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 
-------------------------------------------
Date: 07/05/2013 
Time: 04:58:30 

CASE #: 13SA004997 
TIME OF OPERATION: 03:56 
LOCATION OF INCIDENT: 

FAIRFAX STREET 
TOWN: ST. AIBANS{TOWN) 
COUNTY: FRANKLIN 

TEST OPERA.TOR NAME: 
TREVOR A SARGENT 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 
Obs, Restart: burp 
Obs. Restart: burp 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9°C 
BLANK TEST 
SUBJECT SAMPLE 

Subject refused. 
Reason: refusal 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-84-100 

DMT Serial Number #104809 

0.000 
PASSED 

0.098 
0.000 

REFUSED 

04:31 
04:32 
04:33 

04:59 
04:59 
04:59 
05:00 
05:00 

in g/210L 
0.101 

0.096 - 0.106 

Page 1 ofl 08/29/2013 6:13 AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 
-------------------------------------------
Date: 07/10/2013 
Time: 10:48:45 

CASE #: 13SA005021 
TIME OF OPERATION: 10:34 
LOCATION OF INCIDENT: 

GEORGIA SHORE ROAD 
TOWN: ST. ALBANS (TOWN) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
KEITH D COTE 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 

RESPONSE TIMEOUT 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-84-100 

DMT Serial Number # 104809 

0.000 
PASSED 
0.099 
0.000 

in g/210L 

10:33 

10:49 
10:49 
10:50 
10:50 

0 .101 
0.096 - 0.106 

Page 1 ofl 08/2912013 6,14 AM 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 07/13/2013 
Time: 20:14:47 

CASE #: 13SA005260 
TIME OF OPERATION: 19:00 
LOCATION OF INCIDENT: 

VT RT 104 
TOWN: ST. ALBANS(TOWN) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
PAUL MORITS 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 

0.000 
PASSED 

0.098 
0.000 

SUBJECT SAMPLE INCOMPLETE 
BLANK TEST o.ooo 
SUBJECT SAMPLE (Vol~2 .3L) 0.284 

BLANK TEST 0.000 
CALIBRATION CHECK PASSED 
SIMULATOR VAPOR 34. 0°C 0.095 

Simulator Out of Range 

19:57 

20:15 
20:15 
20:16 
20: 17 
20:19 
20:20 
20:21 

20:22 
20:22 
20:22 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - 0.106 
Lot #: 12-84-100 

DMT Serial Number #104809 

o. 35 

o.30 

0.25. 

0.20 

Q.15 -

0.10 

~~Alcohol(g/2101) 
----Flow Rate(L/M) 

40.0 

35.0 

...... ---····· '· -----·· 30. 0 

20.0 

15.0 

10.0 

o.oo 0.0 
0 10 20 30 40 50 60 70 80 90 100 1 0120 

0.40 40.0 

~~ Alcohol(g/2101) 
~~-Flow Rate{L/M} 

Q.351-- . ; ................. ;_ 

o. 30. 

0.25 

Page 1 ofl 

35.0 

30.0 

25.0 

20. 0 

15.0 
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0,40--···. • -.--· 40. 0 

I . ohol (g/2lo~Jl 
w Rate(L/M~ 

0.35 35.0 

0.301··············1········ .. ,. 30.0 

0.25 25.0 

~----------·------------

DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 
-------------------------------------------
Date: 07/13/2013 
Time: 20:27:08 

CASE #: 13SA005260 
TIME OF OPERATION: 19:00 
LOCATION OF INCIDENT: 

VT RT 104 
TOWN: ST. ALBANS (TOWN) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
PAUL MORITS 

AGENCY: ST. ALBANS PD 
-------------------------------------------
Obs. Period start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~2. OL) 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9°C 

Simulator Out of Range 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-84-100 

DMT Serial Number #104809 

19:57 

o.ooo 20:28 
PASSED 20:28 

0.097 20:28 
0.000 20:29 
0. 281 20:30 

0.000 20:32 
PASSED 20:32 

0.094 20:32 

in g/210L 
0.101 

0.096 - 0.106 

o. 20 - . 20.0 

0.151·············· ···I ·I 15.0 

0.101 ......... ' .,, 10.0 

5.0 

O.OOL._ __ _,J._ __ _;_ ___ c._ __ c._ __ _L_c ___ ~o.o 

0 5 10 15 0 5 30 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 07/14/2013 
Time: 23:56:34 

CASE #: 13SA005287 
TIME OF OPERATION: 22:02 
LOCATION OF INCIDENT: 

l CLYDE ALLEN DRIVE 
TOWN: ST . ALBANS (TOWN) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
HOLLY B MOORE 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9°C 
BLANK TEST 
SUBJECT SAMPLE (Vol=2.6L) 

2nd TEST NOT REQUESTED 

0.000 
PASSED 

0.099 
0.000 
0.182 

23:38 

23:57 
23:57 
23:58 
23:58 
23:59 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - 0.106 
Lot #: 12-84-100 

DMT Serial Number #104809 

o. 3o~----------------- --·---------- 4 0. 0 

r==;u·;;-~hoi {~/210L) 
~~ow Rate(L/M) 

0 .251·······. ····· 

0.20 

0.15 

0.101··········· ; .............. ; 

o. 05 ·-

.... 33.3 

20. 0 

..... •······· ········ 13. 3 

6.7 

O.OOc_ __ -'----'-"---~--~~--~---~o.o 
0 5 10 15 20 25 30 
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DUI SUBJECT TEST 

STATE OF VERMONT 

nataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 07/20/2013 
Time: 04:06:02 

j:ASE #: 13SA005486 
TIME OF OPERATION: 03:37 
LOCATION OF INCIDENT: 

SOUTH MAIN GROCERY 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
TREVOR A SARGENT 

AGENCY: ST. ALBANS PD 
-------------------------------------------
obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~3. 3L) 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9°C 

simulator Out of Range 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-84-100 

DMT Serial Number #104809 

03:51 

0.000 04:06 
PASSED 04:07 

0.098 04:07 
0.000 04:08 
0.220 04:08 

0.000 04: 10 
PASSED 04:10 

0.095 04:10 

in g/210L 
0.101 

0.096 - 0.106 

--Alcohol(g/210L) 
-- Flow Rate {L/M) 

0.25 ;............ 133. 3 

0 . .20 Lb. I 

0.15 20.0 

Pagelofl 08/29/2013 6:18 AM 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 
-------------------------------------------
Date: 07/20/2013 
Time: 04:15:01 

CASE #: 13SA005486 
TIME OF OPERATION: 03:37 
LOCATION OF INCIDENT: 

SOUTH MAIN GROCERY 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
TREVOR A SARGENT 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol=3.4L) 

2nd TEST NOT REQUESTED 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-84-100 

DMT Serial Number #104809 

0.000 
PASSED 

0.098 
0.000 
0. 216 

03:51 

04:15 
04:16 
04:16 
04:17 
04:18 

in g/210L 
0.101 

0.096 - 0.106 

0.30 

0.25 

0.20 

[~~--·-;lcohol (g/210L) 
--- Flow Rate(L/MJ 

o.1s 1 ············· 

0.101······· · '················· ; ........ !!···················'············· ·''···· 

0.05 

0 15 0 25 

40. () 

33.3 

.... ?.6. 7 

. 20. 0 

13.3 

\ 
······ 6.7 

0.0 
30 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date~ 12/20/2011 
Installation Date: 01/27/2012 
-------------------------------------------
Date: 07/22/2013 
Time: 00:41:47 

CASE #: 13SA005556 
TIME OF OPERATION: 23:06 
LOCATION OF INCIDENT: 

555 FAIRFAX RD 
TOWN: ST, ALBANS (TOWN) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
MICHAEL E MALINOWSKI 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE 

Subject refused. 

0.000 
PASSED 

0.097 
0.000 

REFUSED 

00: 26 

00:42 
00:42 
00:43 
00:43 
00:44 

Reason: wanted wife to be present 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-84-100 

DMT Serial Number #104809 

in g/210L 
0.101 

0.096 - 0,106 

Page 1of1 08/2912013 6:20 AM 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 
-------------------------------------------
Date: 07/22/2013 
Time: 08:12:23 

CASE #: 13SA005561 
TIME OF OPERATION: 07:03 
LOCATION OF INCIDENT: 

30 LOWER WELDEN STREET 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
HOLLY B MOORE 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 
Obs. Restart: burped 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~3.1L) 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~2.0L) 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-84-100 

DMT Serial Number #104809 

0.000 
PASSED 

0.097 
0.000 
0.099 

0.000 
PASSED 

0.098 
0.000 
0 .091 

07:42 
07:54 

08:13 
08:13 
08:13 
08:14 
08: 15 

08:16 
08:17 
08:17 
08:18 
08:19 

in g/210L 
0.101 

0.096 - 0.106 

0.20~---~ 

~~o·h--o-l~(g_/_2_1_0~1-1-

~w Rate(L/M) 

0.18 

0.16 .. 

0.14 . 

0.08 

0. 061 .. ; .......... . 

~-~40.0 

36. 0 

32,0 

28.0 

2<1. 0 

.. 20. 0 

16.0 

12.0 

4.0 

O.OOL..~-'--~-l..-JJc_j~~-'-~~~~~~-'-~-'-~__JQ.O 
0 5 10 15 20 25 30 35 40 45 

0.20~~~~~~~~~~~~~~~~~~~~~~~40.o 

36.0 

0.161······· •······· ....... 32. 0 

0.141-········ '·············=····· ............ , .................... , ........ 128.0 

0.121······· •·············•·········•····························· 24.0 

0.101· . , ............. , ...... •·············:·········+······ ....... 20. 0 

•....... ···116. 0 

·············•· ········ 112. 0 

0. 04 If ........... . 8.0 

0.02 4.0 

O.ODUJ~~~~c.__.J..l...~~c._.J__i_~~~~~~~'--~~o.o 
0 10 20 30 40 50 60 70 80 90 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 07/24/2013 
Time: 02:11:52 

CASE #: 13SA005628 
TIME OF OPERATION: 01:02 
LOCATION OF INCIDENT: 

7 BANK ST. 
TOWN: ST. ALBANS (CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
MICHAEL E MALINOWSKI 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE 
BLANK TEST 
SUBJECT SAMPLE 
BLANK TEST 

0.000 
PASSED 

0.098 
o.ooo 

INCOMPLETE 
0.000 

INCOMPLETE 
o.ooo 

SUBJECT $.AMPLE REFUSED 
Subject refused. 

Reason: tongue covering tube 

01:52 

02:12 
02:12 
02: 13 
02:14 
02:16 
02:17 
02:19 
02:20 
02:20 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - 0.106 
Lot #: 12-84-100 

o. 30 

[
--- Alco;;-ol lg/2~~.fl 
- ~low Rate(L/M) 

···-.----

Q.25 . 33. 3 

0.20 .. 26. 7 

20.0 

Q.05 6.7 

o.oo 0.0 
0 10 20 30 40 50 60 70 80 90 100 110120 

0.30 40.0 

--Alcohol(g/210L) 
--- Flow Rate (L/M) 

0.25 ········'····'·······'···· '······ , ......... , ....... , ... , .. , .. ·133.3 

o. 20 ' '· .. • .......... 126. 7 

0.15 -- 20 .o 

.. , ...... , ......... ;..... 113.3 

o. 05 .. 6.7 

0.00 o.o 

~------··~-----------------_! 
0 10 20 30 40 50 60 70 80 90 100 110120 
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