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DATAMASTER DMT OPERATOR USE LOG 
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DATAMASTER DMT OPERATOR USE LOG 
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BAC DATAMASTER CHECK-UP and MAINTENANCE LOG 
. I _ . f9t.:1of:>-e-1. 

-::rt. A l?4a3Pd1oS,, !;JD 13 
DepartmenVAgency DataMaster Serial Number 

DATE 

ID-Dlo - \3 

OIM hit'> 

TYPE OF SERVICE PERFORMED PERFORMED BY 

Da::~'::~:i;~i,::;::;·~:;:t:::,,1 HArn1 ______ .. _ .. ___ _ <-~Cm'!~ 
Lot# 12-88-100 EtOHaq Cone: 0.098 \lj) {) V l 
Range: 0.093 - 0.103 
Preparation Date: 11/9/2012 Expires: 11/9/2013 

-··-··--·-----·-··- ~------ ·-------· ----~- ~-----·--·. -··---
OPENED: fD- oS"- 13 

[Place Simulator Solution Label Here] 
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Breath Record History OMV IOL/'601 {f'),i!,-fv belL c9U I 3 Page 1 
11/01/2013 

[ Test I 
! 

Test Operator Name I Alcohol Alcohol Sim. Sim. 
Status Message Date I Time 

Agency 
I Val. 1 Val. 2 Cone. 1 Cone. 2 

i 
10/27/2013 03:03:26 ST. J\.LBANS PD MICHAEL C SCHRADER I O. 086 Q.078 . 0. 094 0.093 
10/27/2013 00:12:42 ST. ALBANS PD MICHAEL E ~iALINOWSKI 'REFUSED o. 094 
L0/26/2013 01:57:14 ST. ALBANS PD MICHJl..EL C SCHRADER 0.148 0.094 
L0/18/2013 02:44:41 ST. ALBAN~- PD MICHAEL C SCHRADER REFUSED 0.096 
LG/J.3/2013 02:12:36 ST. ALBANS ?D JOEL E DAUGREILH INCOMPLETE 0.243 Q.096 Blank Error 
.0106/2013 03:03:34 ST. ALBANS PD MICHAEL E MALINOWSKI REFtrSED o. 097 
.0/04/2013 116:01:03 ST. ALBANS PD WILLIAM R FURN/I.RI 0. 0 95 Simulator out of Range 
.0/04/2013 I 1.5:32:41 ST. A.I.BANS PD WILLIAM R FURNARI 0.095 Simulator out of Range 

I 

I 

I 

I I I ' 

• 

" Serial Number# I 04809 Pagelofl 11/01/2013 7:51 AM 
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~ecura 

Stat Us 
Date 

Status 
Time 

Test Type status Message 
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SOLUTION CHANGE 

DataMaster DMT: 
Location: 
Date: 
Performed by: 

104809 
St. Albans PD 
10/06/2013 
HOLLY B MOORE 

Accuracy and Precision Check 
Concentration ~ 0.098 g/210L 
Lot # ~ 12-88-100 
Range ~ 0.093 -0.103 
Average ~ 0.098 g/210L 
Std Dev ~ 0.0000 

Simulator Temperature: 34°C 

Performed by 

DMT Serial Number #104809 

Date I 1/01/2013 

Page 1 of I 11/01/2013 7:59 AM 



ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPCDate: 
Supervisor Name: 

Diagnostic Results 

VERSIONS 
DMT: 1. 01 
PIC: 2.05 
Modem: 2.4 
Questions: 2.1 

TEMPERATURES 

Sample Chamber 
Breath Tube 
Digital Sim 

SETTINGS 
Lamp Voltage 
Cooler Voltage 
Bias Voltage 
Chopper Freq 

PUMP INFO 

104809 
St. Albans PD 
12/19/2011 
12/20/2011 
01/27/2012 
10/06/2013 
HOLLY B MOORE 

49.0°c 
48.l"c 
34.0"c 

1. 70 v 
1. 61 v 
81 v 
542 Hz 

Flow Rate= 5.876 L/M 

DETECTOR INFO 
PUMP 
MAX (V) 
MIN(V) 

ON 
0.4094 
0.4075 

FILTER INFO 
Filter 1 0.411 
Filter 2 1.000 
Filter 3 0.826 

CALIBRATION· CHECK 
Xq ~ 0.078 2.15% 

OFF 
0.4120 
0.4108 

Zero 
Zero 
Zero 

true 
true 
true 

Routine Performance Check Passed 

Performed by 

Reviewed by 

DMT Serial Number #104809 

Accuracy and Precision Check 
Concentration ~ 0.098 g/210L 
Lot# ~ 12-88-100 
Range ~ 0.093 - 0.103 
Average ~ 0.098 g/210L 
Std Dev ~ 0.0000 

RF Detection Test 
Passed 

Sample Acceptance Test 
Passed 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Ceitification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 10/04/2013 
Tirne: 15:32:41 

CASE #: 13SA008374 
TIME OF OPERATION: 14:40 
LOCATION OF INCIDENT: 

MAPLEFIELDS ROUTE 104 
TOWN: ST. ALBANS(TOWN) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
WILLIAM R FURNARI 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9°C 

Simulator Out of Range 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-84-100 

DMT Serial Number #104809 

15:17 

0.000 15:33 
PASSED 15: 33 

0.095 15:34 

in g/210L 
0.101 

0.096 - 0.106 

Page 1of1 11/01/2013 7:3& AM 



our SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date~ 01/27/2012 

Date: 10/27/2013 
Time: 03:03:26 

CASE #: 13SA009197 
TIME OF OPERATION: 02:03 
LOCATION OF INCIDENT: 

NORTH MAIN STREET/LOWER NEWTON 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
MICHAEL C SCHRADER 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.l"c 
BLANK TEST 
SUBJECT SAMPLE (Vol=3. 6L) 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.1°C 
BLANK TEST 
SUBJECT SAMPLE (Vol=4 .2L) 

0.000 
PASSED 
0.094 
0.000 
o. 086 

0.000 
PASSED 

0.093 
0.000 
0.078 

02:46 

03:04 
03:04 
03:04 
03:05 
03:06 

03:07 
03:07 
03:07 
03:08 
03: 09 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.098 

0.093 - 0.103 
Lot #: 12-88-100 

DMT Serial Number #104809 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 
-------------------------------------------
Date: 10/27/2013 
Time: 00:12:42 

CASE #: 13SA009190 
TIME OF OPERATION: 23:10 
LOCATION OF INCIDENT: 

KINGMAN STREET 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
MICHAEL E MALINOWSKI 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.1°C 
BLANK TEST 
SUBJECT SAMPLE 

subject refused. 
Reason: uncooperative 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-88-100 

DMT Serial Number #104809 

0.000 
PASSED 

0.094 
0.000 

REFUSED 

23:54 

00:13 
00:13 
00:14 
00:14 
00:15 

in g/210L 
0.098 

0.093 - 0.103 

Page 1 of 1 ll/01/2013 7:44 AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 10/26/2013 
Time: 01:57:14 

CASE #: l3SA009167 
TIME OF OPERATION: 01:09 
LOCATION OF INCIDENT: 

NORTH MAIN STREET/DOMINOS 
TOWN: ST; ALBANS (CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
MICHAEL C SCHRADER 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~3.1L) 

2nd TEST NOT REQUESTED 

0.000 
PASSED 

0.094 
0.000 
0.148 

in g/210L 
0.098 

01:40 

01:58 
01:58 
01:58 
01:59 
01:59 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 0. 093 - 0. 103 
Lot #: 12-88-100 

DMT Serial Number #104809 

0' 30 -------- --------- <j I). \1 

-- Alcohol (q/·;-~~ 
- Flow Rate(L~~2_j 

0,25 33.3 

o. 20 26. 7 

0.15 20.0 

0.10 13.3 

0.05 . 6. 7 

O.OOc_ __ _c ___ _c__JJ_ __ ~--~----'----~o.o 

0 10 15 0 25 30 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 
-------------------------------------------
Date: 10/04/2013 
Tirne: 16:01:03 

CASE #: 13SA008374 
TIME OF OPERATION: 14:40 
LOCATION OF INCIDENT: 

MAPLEFIELDS ROUTE 104 
TOWN: ST. ALBANS (TOWN) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
WILLIAM R FURNARI 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9°C 

Simulator Out of Range 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-84-100 

DM1' Serial Number #104809 

15:46 

0. 000 16: 02 
PASSED 16: 02 

0.095 16:02 

in g/210L 
0.101 

0.096 - 0.106 

Page 1 ofl 11/01/2013 7:40 AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: st. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 
----------------------------------------
Date: 10/06/2013 
Time: 03:03:34 

CASE #: 13SA008426 
TIME OF OPERATION: 01:41 
LOCATION OF INCIDENT: 

NORTH ELM STREET 
TOWN: ST. ALBANS (CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
MICHAEL E MALINOWSKI 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE 

Subject refused. 

o.ooo 
PASSED 

0.097 
o.ooo 

REFUSED 

02: 48 

03:04 
03:04 
03:04 
03:05 
03:06 

Reason: Attorney's advice 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-88-100 

DMT Serial Number #104809 

in g/210L 
0.098 

0.093 - 0.103 

Page 1 of 1 11/01/2013 7:40 AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 10/13/2013 
Time: 02:12:36 

CASE #: 13SA008688 
TIME OF OPERATION: 01:18 
LOCATION OF INCIDENT: 

FAIRFIELD STREET 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
JOEL E DAUGREILH 

AGENCY: ST. ALBANS PD 

obs. Period start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9°C 
BLANK TEST 

0.000 
PASSED 

0.096 
0.000 

SUBJECT SAMPLE INCOMPLETE 
BLANK TEST 0.000 
SUBJECT SAMPLE (Vol~3. 7L) 0.243 

Blank Error 

01:57 

02:13 
02:13 
02: 13 
02:14 
02:16 
02:17 
02:18 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/2lOL 
0.098 

0.093 - 0.103 
Lot #: 12-88-100 

DMT Serial Number#I04809 

0. 40 

r==·;i:;bol (g/210L) 
~ Rate{L/M) 

---- -----·;JO. D 

35.0 

30. 0 

25. 0 

20 .o 

15. 0 

10.0 

5.0 

0.00 0.0 
0 10 20 30 40 50 60 70 80 90 100 110120 

0.30 40,0 

-- Alcohol(g/210LJ 
-- Flow Rate(L/M) 

33.3 

0.20 . 26. 7 

0 .15. 20.0 

0.10 13.3 

0.05 6. 7 

O.OOc_ __ _,,_ ___ ~------~---~--___JO.O 
0 5 10 15 0 25 30 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 10/18/2013 
Time: 02:44:41 

CASE #: 13SA008870 
TIME OF OPERATION: 01:34 
LOCATION OF INCIDENT: 

LOWER NEWTON ST/NORTH ELM ST 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
MICHAEL C SCHRADER 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE 

Subject refused. 
Reason: Refusal 

0.000 
PASSED 

0.096 
0.000 

REFUSED 

02:29 

02:45 
02:45 
02:46 
02:46 
02:46 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.098 

0.093 - 0.103 
Lot #: 12-88-100 

DMT Serial Number #104809 Page 1 ofl 11/0112013 7:42 !\M 


