
DataMaster DMT Monthly Update Check-list 

Department/Agency: st. A:lbcuis. P01it £__. DM serial#: 10'-/ 'O ll'J 

Supervisor: $1-c:rt:y1t'i:- Date: S'ffh·:n bvz Jki LS 

Provided None this month 

Operators Logbook Cid" D 
Maintenance Logbook IT D 
Breath Test History Report Li:}' D 
Status History Report u::r D 

D cg/ -

Log On History Report 

Calibration Report D ~ 
Certification Report D ~ 

Installation Report D w 
Annual Preventative Maintenance D u:::r 
Routine Performance Check D ~ 

Simulator Solution Change D [121" 

Other Reports D D 

List other report type and date: 

tl;(-C{J rl.arci ~ @zz.,ci &-t'on f2 'iftivzt 
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DATAMASTER DMT OPERATOR USE LOG 
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Department/Agency DataMaster DMT Serial Number 

Date DMT Operator's Name 
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BAC DATAMASTER CHECK-UP and MAINTENANCE LOG 

5-b&i bcn.:s .Pol 1c9 ... _;;tt:-_~l~O~lf~6~C6~-----
oepartment/Agency DataMaster Serial Number 

' 

DATE 
TYPE OF SERVICE PERFORMED PERFORMED BY 

.................. Data Master Simulator Solution 
Lot# 12-84-100 EtOHaq Cone: 0.101 

-··-··-··-··-··--· Range: 0.096 - 0.106 
Preparation Date: 9/24/2012 Expires: 9/24/2013 

................... OPENED: 0 ;:l,- 0 5 • I '.3 .............. -~ ......... . 

J<Pc, ch<t.c..€LI c~t' Ji'!Yl ~cA.../ 

I 

{2!3 -i -;- !~vc .. ~ .. -........ oataMaster Simulator Solution --------·-----~ <:J:1S O I L&t1.te...-
"· •· Lot ff 12-84-100 EtOHaq Cone: 0.101 

-··-··-··-··-.. -·-
Range: 0.096 - 0.106 · · 
Preparation Date: 9/24/2012 Expires: 9/24/2013 ---;~k~~ rrc tJ.. 0-
;PENED: 0_3-17-13 '}?JjZ4!5'12<e.. 

......................... Data Master Simulator Solution 
Lot# 12-90-100 EtOHaq Cone: 0.099 
Range: 0.094- 0.104 

-··-··-··-.. -··----·-----·Preparation Date: 12/1~/2oi2 EXfl1res~ 12/18/2013 

' 'i/3 /1?:, f--" Q 
.......................... OPENED: . « • 

ro1::.,..,D- ~!i'nuV:rL•r ,qniuHon Label Here] 

O(o-61-1~ Ql.01.3 ... -............. DataMaster Simulator Solution 
Lot# 12-84-ioo EtOHaq Cone: 0.101 

R 7 
--·-··-----·-·--· Range: O.q_96- 0.106 

Preparation Date: 9/24/2012 Expires: 9/24/2013 

$),u,iib'lJ oh-;£ ........ OPENED: (X., ,91-,;;Lo)?, 

7 .:0 f\),Co \\ 

DMI ?fQ1. 

J 

f Plac& Sim¥'Jator Solution Label Hore! 

..... A.uU,.il"'tUj_ .. ~_ ... t!l1LCJ20
10.J_ l~s.+~- __ ............ ~~ 

. ... ___ Ja .. ll?.~"T>~- _h.~"-Sk.n~- _Ov.l'.......... · . 
______ of .. J~t?·~_{fl'i.~ ~':!::.!'~.JQc~~.5.~-~-:;t.,,L .. £(.Tl~nQ'{ " 

(os·ZS'7'0) 
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BAC DATAMASTER CHECK-UP and MAINTENANCE LOG 

Sf. Al baas Vdl?<t., --'-;/ O::-Y7~71J2;---:--;::--:-~----
Departrnent/ Agency DataMaster Serial Number 

DATE 

Jo-OLP - \-?, 

OIM \J(l.c\ . 

TYPE OF SERVICE PERFORMED PERFORMED BY 

oa::~:~:·;~;~:;:;::·~:~:~:~~el ffam1 -·-----------~ CQ-fl<e_, 

Lot#12-88-100 EtOHaq Cone: 0.098 -.__ \rt> (,.I() l 
Range: 0.093 -0.103 
Preparation Date: 11/9/2012Expires:11/9/2013 

OPENED: fD- 0<;~13 

[Place Simulator Solution Label Here] 

[Plaw Simulator Solution Label Here] 
-··-··--·-··-··-··--·-··-··"··-··-··-··-··-··---~----·-··-··-··--·-----·--·-··-··-··-··-··----·--··--·-··-··-··-··-··-

[Place Sirnulator SoivUon Labe! Here] 

-··-··-----------·-··--·--·-··-··-·--··-··-··-··-··-··-··-·--··-··-··--·--·-·--··-··-··-··-··-··-··-··--·--·-··-··-··-
~ 

{Pineo Simulator Solution Label Here] 

-··-··-··-··-··----------··-·--··-··-'···-··-··-·--·--·---·-··-··-··-··-··-··-··-··-··-··-··--·-··-··--·-··--·-·--··-··-
. 

ALC 803 Rev. 2 06/07 

14 

4 

4 
4 
4 
4 

• 
• 4 

• • • • t 
i 
i 
f 
i 
i 
i 
i 
I 

' ' I 
t 
t 
i 
fli 

• • • I 
I 
I 
I 
41 
t 
t 
t 
t 
I 
I ... 



Breath Record History 04PD - 1DL( goq &p+ ,j]()J 3 ?age 1 
10/06/2013 

Test Test Agency Operator Name 
Alcohol Alcohol Sim. Sim. 

Status Message Date Time Val. 1 Val. 2 Cone. 1 Cone. 2 

09/22/2013 03:24:54 ST. ALBANS ?D MICHA.EL C SCHRllilER ; 0 .1 76 0.096 
09/21/2013 22:13:49 ST. ALBANS PD KEITH D COTE REFUSED i 0. 096 
09/21/2013 02:38:54 ST. ALBANS PD MICHAEL C SCHRADER 0.208 0.096 

' 09/20/2013 00:50:23, ST. ALBANS PD GEORGE R ELLWOOD INCOMPLETE I O .101 0. 0 96 0. 0 95 I Simulator Out of Range 
09/14/2013 04:14:54 ST. ALBANS PD TIMOTHY J ADAMS 0.109 0.096 0.096 Pump Error 
09/14/2013 03:52:21 ST. ALBANS PD TIMOTHY J ADA.1'.:IS 0.095 Simulator Out of Range 
09/13/2013 23:43:29 ST ALBANS POLICE HOLLY 3 MOORE 0.133 0.096 

' 
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DMT Serial Number #104809 Page 1of1 10/06/2013 3:46 AM 



Status Record History -.:SAPD - 1oc1-sDq 

Status 
Date 

Status 
Time 

Test Type 

09/14/2013 03:53:54 DUI Subject Record Simulator Out of Range 

~0~9~/~f~4~/~2~0~13e___~~0~4~:~1~9~:~12c__-+'D~U~I_.~Su~l~>j~e~c~t_R~e~c~o~r~d'-.------+~Pu~m"'p Error 
J!.9/20/2013 00: 59: 39 DUI Subjec~cc.'R~ec~o~r~d~--- __ _,._Sr_·rn_ulator out of R3--nge 

DMT Serial Numb~f-#104809 .. Page I ofl 

Status Message 

Page 1 
10/06/2013 

10/06/2013 3:47 AM 



DIAGNOSTIC RESULT 

DataMaster DMT: 104809 
Location: St. Albans PD 
Calibration Date: 12/19/2011 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 
Test Date: 09/14/2013 
Test Time: 05:06: 17 

VERSIONS 
DMT: 1.01 
PIC: 2.05 
Modem: 2.4 
Questions: 2.1 

TEMPERATURES 

Sample Chamber 
Breath Tube 
Digital Sim 

SETTINGS 
Lamp Voltage 
Cooler Voltage 
Bias Voltage 
Chopper Freq 

PUMP INFO 
Flow Rate = 5.800 

DETECTOR INFO 
PUMP ON 
MAX(V) 0.4108 
MIN(V) 0.4087 

FILTER INFO 
Filter 1 0.412 
Filter 2 1. 004 
Filter 3 0.835 

48.7'c 
47.3'C 
33.9'c 

1. 70 v 
1.61 v 
81 v 
540 Hz 

L/M 

OFF 
0.4134 
0. 4116 

Zero 
Zero 
Zero 

CALIBRATION CHECK 
Xq = 0.078 2.04% 

DMT Serial Number #104809 

true 
true 
true 

Page 1 of I 09/14/2013 5:08 AM 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 

Date: 09/14/2013 
Time: 04:49:38 

SUPERVISOR NAME: 
HOLLY B MOORE 

SOLUTION LOT #: 12-84-100 
SOLUTION CONCENTRATION: 0.101 

BLANK TEST 0.000 
CALIBRATION CHECK PASSED 
SIMULATOR VAPOR 33.9°C 0.096 
SIMULATOR VAPOR 34.0°C 0.097 
SIMULATOR VAPOR 33.9°C 0.097 
SIMULATOR VAPOR 33.9°C 0.097 
SIMULATOR VAPOR 33.9°C 0. 096 
SIMULATOR VAPOR 34.0°C 0.096 
SIMULATOR VAPOR 34.0°C 0.097 
SIMULATOR VAPOR 33.9°C 0.097 
SIMULATOR VAPOR 34.0°C 0.097 
SIMULATOR VAPOR 33.9°C 0.097 
BLANK TEST 0.000 

Average 0.096 
Std Dev o.ooo 

J)M'f Serial Number #104809 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 09/13/2013 
Time: 23:43:29 

CASE #: 13SA007647 
TIME OF OPERATION: 22:25 
LOCATION OF INCIDENT: 

SOUTH MAIN STREET 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
HOLLY B MOORE 

AGENCY: ST ALBANS POLICE 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~3.7L) 

2nd TEST NOT REQUESTED 

0.000 
PASSED 
0.096 
o.ooo 
0.133 

23:28 

23:44 
23:44 
23:44 
23:45 
23: 46 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - 0.106 
Lot #: 12-84-100 

DMT Serial Number #104809 
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DUI SUBJECT TEST 

STATE OF VERM:ONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 09/14/2013 
Time: 03:52:21 

CASE #: 13SA00766l 
TIME OF OPERATION: 02:54 
LOCATION OF INCIDENT: 

BANK STREET AT LINCOLN 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
TIMOTHY J ADAMS 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 
Obs. Restart: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9°C 

Simulator Out of Range 

03:33 
03:37 

0.000 03:53 
PASSED 03:53 

0.095 03:53 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - 0.106 
Lot #: 12-84-100 

J>MT Serial Number #104809 Page I of 1 09/14/2013 5 :04 AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 09/14/2013 
Time: 04:14:54 

CASE #: 13SA007661 
TIME OF OPERATION: 02:54 
LOCATION OF INCIDENT: 

BANK STREET AT LINCOLN 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAM:E: 
TIMOTHY J ADAMS 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vo1~2. 4L) 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9°C 

Pump Error 

03:59 

o.ooo 04:15 
PASSED 04:15 

0.096 04:16 
0.000 04:17 
0.109 04:17 

0.000 04:18 
PASSED 04:18 

0.096 04:18 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - 0.106 
Lot #: 12-84-100 

DMT Serial Number # 104809 

0.20 ' 1-- Alcohol (g/210LJ 
------- FloH Rate (L/M) 
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0.10 

0.08 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 09/20/2013 
Time: 00:50:23 

CASE #: 13SA007873 
TIME OF OPERATION: 23:52 
LOCATION OF INCIDENT: 

LOWER NEVlTON STREET 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
GEORGE R ELLWOOD 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 

0.000 
PASSED 

0 .096 
0.000 

SUBJECT SAMPLE INCOMPLETE 
BLANK TEST 
SUBJECT SAMPLE (Vol=2.3L) 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 

Simulator Out of Range 

0.000 
0.101 

o.ooo 
PASSED 

0.095 

00:35 

00:51 
00:51 
00:51 
00:52 
00:54 
00:55 
00:57 

00:59 
00:59 
00:59 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - 0.106 
Lot #: 12-84-100 

DMT Serial Number #104809 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location~ St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 09/21/2013 
Time: 02:38:54 

CASE #: 13SA007921 
TIME OF OPERATION: 01:44 
LOCATION OF INCIDENT: 

NORTH ELM/LASALLE 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
MICHAEL C SCHRADER 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~4.6L) 

2nd TEST NOT REQUESTED 

0.000 
PASSED 

0.096 
0.000 
0.208 

02:21 

02:39 
02:39 
02:40 
02:41 
02:41 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - 0.106 
Lot #: 12-84-100 

DMT Serial Number #104809 

0.30 <JO. 0 

0.25 33.3 

0.20 26.7 

0.151············· +······· 

0.101············· : ................... 111 ............ 1 ............. I 'I······ !.............. IJJ.3 

0.051·············· i···················· 11············ !············· ... : I·············+············ 16.7 

o.oo.__~~-'-~~~-"-~~~~~~~~~~~~~~o.o 
0 5 10 15 20 25 30 
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DUI SUBJECT TEST 

·':;i 
..A 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 09/21/2013 
Time: 22:13:49 

CASE #: 13SA007659 
TIME OF OPERATION: 10:00 
LOCATION OF INCIDENT: 

SOUTH MAIN STREET 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
KEITH D COTE 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9°C 
BLANK TEST 
SUBJECT SAMPLE 

Subject refused. 
Reason: refused 

0.000 
PASSED 

0.096 
0.000 

REFUSED 

21:58 

22: 14 
22:14 
22:15 
22:16 
22:16 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.101 

0.096 - 0.106 
Lot #: 12-84-100 

DMT Serial Number #104809 Page 1of1 10/07/2013 7:52 AM 


