
Memo 
To: Heather Brochu 

From: Capt Jay Sweeny 

CC: 

Date: 12/9/13 

Re: Datamaster 100135 

Datamaster 100135 located at our St. Albans Office. 

During the month of October 

There were 3 Failures reported. All 3 failures related to the same subject. 

#1 10/27/13 Response Timeout indicating subject did not provide a sample within the 2 minute period to do 
so. 

#2 10/27/13 Response Timeout indicating subject did not provide a sample within the 2 minute period to do 
so. 

#3 10/27113 Blank Error indicating there was alcohol detected in close proximity to the machine while it was 
taking a blank air sample. Usually caused by mouthpiece left in machine while it is taking a room air sample 
or the test subject is breathing in close proximity to the machine while it is taking a sample of room air and 
alcohol is detected. 
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Breath Record 
Test I Test 

I Date I Time 
Agency 

10/05/2013 i 01 51:58 FRANKLIN COUNTY SO 
10/27/2013 I 03 08:28 FRANKLIN COUNTY SO 
10/27/2013 I 03 13:51 FRANKLIN COUNTY SO 
10/27/2013 i 03 19:15 FRANKLIN COUNTY SO 
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DMT Serial Number #100135 
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Operator Name 
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CHAD A MILES 
BRENDAN J MCKENNEY 
BRENDAN J MCKENNEY 
BRENDAN J MCKENNEY 
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Status Message 

RESPONSE TIMEOUT 
RESPONSE TIMEOUT 
Blank Error 

1210912013 8:57 AM 
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History 6/.r:JJ!:ans 12/09/2013 
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Status Status Test Type Status Message 
Date Time 

10/22/2013 19 36 53 RFC Record SAMPLE ACCEPTANCE TEST FAILED 

10/27/2013 03 11 41 DUI Subject Record RESPONSE TIMEOUT 
. 

10/27/2013 
-· 03 17 10 DUI Subject Record "------

RESPONSE TIMEOUT 
10/27 /2013 03 25 06 DU~--~!,!!_:iject Record Blank Error 

DMT Senal Number #100135 Page 1 of I 12/09/2013 9:00 AM 
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DATAMASTER DMT MAINTENANCE LOG 

FC&) 
DepartmenVAgency DataMaster DMT Serial Number 

TYPE OF SERVICE PERFORMED 

DataMaster Simulator Solution 
--------------------- Lot# 13-04-100 EtOHaq Cone: 0.099 

PERFORMED BY 
(Name and Title} 
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[ For F~ F' Range: 0.094- 0.104 t,\ (}'\ \';> -----------·------·- Preparation Date: 05/10/2013 Expires: 05/10/2014 
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DataMaster Simulator Solution 
lot 1113-13-100 EtOHaq Cone: 0.100 -
Range: 0.095 - 0.105 · 

·-·-----.. -·------------· Preparation Date: 06/24/2013 Expires: 06/24/2014 
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[ For RPC or Simul8tor Solution C/lange Place l.abel Here] 
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DATAMASTER DMT OPERATOR USE LOG fll 
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Department/Agency . DataMaster DMT Serial Number f11 

.·Date DMT Operator's Name Subject's Name 
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Simulator Simulator 
Vapor 1 Vapor 2 
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