
VSP 

ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPCDate: 
Supervisor Name: 

Diagnostic Results 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.4 
Questions: 2.1 

TEMPERATURES 

Sample Chamber 
Breath Tube 
Di,gital Sim 

SETTINGS 

100171 
St Albans VSP 
01/25/2012 
01/26/2012 
01/27/2012 
10/18/2013 
DREWECOTA 

48 •. 9°C 
48.1°C 
33.9°C 

Lamp Voltage 
Cooler Voltage 
Bias Voltage 
Chopper Freq 

~ 1. 75 v 
1. 71 v 
81 v 

= 543 Hz 

PUMP INFO 
Flow Rate = 5.627 L/M 

DETECTOR INFO 
PUMP ON 
MAX(V) -0.0189 
MIN(V) -0.0199 

FILTER INFO 
Filter 1 -0.018 
Filter 2 0.211 
Filter 3 1.015 

CALIBRATION CHECK 
Xq ~ 0.082 0.42% 

OFF 
-0.0161 
-0.0179 

Zero = true 
Zero = true 
Zero = true 

Routine Performance Check Passed 

Performed by 

Reviewed by 

DMT Serial Number #100171 

Accuracy and Precision Check 
Concentration ~ 0.099 g/210L 
Lot # ~ 13-04-100 
Range ;., 0.094-0.104 
Average ~ 0.098 g/210L 
Std Dev ~ 0.0000 

RF Detection Test 
Passed 

Sample Acceptance'rest 
Passed 
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Status Record History 

Status 
Date 

. 

Status 
Time 

DMT Senal Number #100171 

Test Type 

Page 1of1 

Status Message 

Page 1 
12/03/2013 

12/03/2013 9:23 AM 



Breath Record History V5f' 1601 =f-1 f\Jov, 2<>13 Page 1 
12/03/2013 

Test Test 
Agency Operator Name 

Alcohol Alcohol Sim. Sim. 
status Message 

Date Time Val. 1 Val. 2 Cone. 1 Cone. 2 
. 

11/02/2013 i 03:29:02 ST. ALBANS VSP JAY RIGGEN 0. 097 0. 098 
11/04/2013 : 10:17:04 ST. ALB.!\.NS VSP JOHN FLANNIGAN 0.159 I 0.095 
11/08/2013 02:01:59 ST. ALBANS VSP DANIEL C MARCELLUS 0.185 0. 097 
11/09/2013 02:04:22 ST. ALBANS PD MICHAEL C SCHRADER 0.171 0. 097 ' 11/09/2013 03:00:19 ST. ALBANS VSP JAY RIGGEN REFUSED 0.096 I 
11/09/2013 10:29:13 ST. ALBANS VSP JOHN L BRUZZI 0.202 0.203 0.096 I o. 096 
11/14/2013 15:50:59 ST. ALBANS VSP GEORGE RODRIGUEZ 0.120 0.096 
11/20/2013 15:43:39 GR!\.ND ISLE COUNTY SO BRANDON R ALLEN 0.224 0.203 0.096 0.095 
11/23/2013 02:46:35 ST. ALBANS VSP JAY RIGGEN I o .124 0.096 0.095 RESPONSE TIMEOUT 
11/23/2013 03:11:45 ST. ALBANS VSP JAY RIGGEN i 0 .109 0.095 
11/23/2013 05:36:03 ST. ALBANS VSP JAY RIGGEN I 0. 056 0.056 0. 097 0.097 
12/01/2013 03:08:26 ST. ALBANS VSP JAY RIGGEN 0.159 0.096 I 
12/01/2013 04:17:16 ST. ALBANS PD JOEL E DAUGREILH 0.120 0.111 0.095 0.095 
12/02/2013 15:37:55 ST. ALBANS VSP <.ucAS J HALL 0.151 0.155 0.096 0.096 
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· . Q./ DATAMASTER DMT ~PERA TOR USE' LOG , 

~-:Jr .Ub fH bMl- 6 · . • . I 00 I '11 
Departmenl/Agency · DataMaster DMT Serial Number 

Date DMT Operator's Name Subject's Name Simulator Simulator 
Vaporl Vapor 2 
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DATAMASTER DMT OPERATOR USE LOG 

VJl (b.- ... f-11 bMt "5 , I DO I I j · 
Departmeril/Agency DataMaster DMT Serial Number 

Date DMT Operator's Name Subject's Name Simulator Simulator 
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DATAMASTER DMT MAINTENANCE LOG 

/00111 
Department/Agency DataMaster DMT Serial Number 

DATE· TYPE OF SERVICE PERFORMED 

. DataMaster Simulator Solution 
·-------------··---------- Lot# 13-04-100 EtOHaq Cone: 0.099 

[ For RPC ( Range: o.094- 0.104 
--··-··-··-.. --·-··-·---·- Preparation Date: 05/10/2013 Expires: 05/10/2014 

Label Here] 

oPENrn: 6$// 7I13 --0. lo/7. 
-------------~--..:.------------·-----·------,----··--·;-··--------------·-··-------·--·--·--------··-··-··--·-··-··-·--··-·--·--·-

PERFORMED BY 
(Name and Title) . 

. 

. la/t<O/rJ _ _ _ _ _ _ _ _ _ ~~!~~o~~!~' Si~~~~:o:a;,~!~~i~n ,_ _ _ _ _ _ __ . O <t;17i 
[For RPC 01 Range: 0.094-0.104 ~abel Here] 

·-·--·------------·---------· Preparation Date: 05/10/2013 Expires: 05/10/2014 .. -----·-----------------· 

. _____ :_~-------- ------------·- oPEN~~:m16tfe/n . j). '(pf?A 

-----·-------------------.;_ ________________ ...... ----··-··-··-·:-··-··-··-··-··-··-··-··~---··-··-··-··-··-··-··-··-··-··-··-··-·· 

·-··-:·-··-··-··-··--·~-----·--·-··-··-··-··-··-··-··-··-·····-··-··-··-··.:··-··-··-··-··-:·-··-··-··-··-··-------··-··-··-··-··-

·-··-·--.:·-··-··-··-··-'··-.··-··-··-··-··----.--··-··-'-'-··-··-··;..··-··-··-··-··-··-··-··-··-··-··-··-··--:-··-··-------··-··-··-

[ For RPC or Simulator Solution Change Place Label Here] 

---------------- ·-··- -·-··-··-·------·.: __ - ---~----·-----·-·-··- ---- ---·---·-·- ---·-·- - - -·-----·-·-· --------------------------

·-··.-··-··-··-··-··-··-··-··-··-··--·-··-··.'...---:·-··-···-··:...··-··-··-··-··-··-··-'-··-··-··-··-··-··-··-··-'--··-··-··--·-··-··-·· 
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