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Breath Record History ollanisn FD /31500 sasoesers
Test Test Alcchel Alcohol Sim. Sim.
Date Time Agency Operator Name val. 1 val. 2 Conc. 1 Conc. 2 Status Message
09/05/2013 21:30:59| SWANTON ED JOSHUA K FOOPER 0.103 0.096
68713720613 B0 47106 SWANTON 2D ANDREW G _UNDERWOOD 0.227 G.230 7.0%6 0.084
09/26/2013 16:20:13| swanton pd TECRARD & EFELT 0.127 B.123 §.095 FNGED!
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Test Test Alcohol Alcohol Sim. Sim.
Date Time Agency Cperator Name val. 1 val. 2 Cone. 1 Conc. 2 Status Message
10/04/2013 22:10:11] S$WANTON FD ANDREW G UNDERWOQOD REFUSED 0.096
1070472013 22:33:46] SWANTON PD BNDREW G UNDERWOOD 0.091 Simulator Out of Range
10/04/2013 22:;38: 38| SWANTON PD ANDREW & UNDERWQOD 0.064 0.094
10/12/2013 01:53: 30| SWANTON FD JOSHUA K HOOPER 0.144 0.145 0.004 0.094
10/24/2013 00:28:25| SWANTON PD ANDREW (¢ UNDERWCOOD INVALID 0.095
10/24/2013 00:53:57| SWANTON PD ENDREW G UNDERWGOD REFUSED 7,093
1672472613 01:14:45] SWANTON PD PNDREW G UNDERWOLD 0.159 0.095

DMT Serial Number #121506

Page 1 of 1

12/09/2013 11:28 AM
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Swandon PP Qetobew. <013 .,

Status Status
- Tesat Type Status Message
Date Time yP g
10/04/2013 22:35:116 DUT Subject Record Simulator Out of Range
iG6/2%/2013 11:03:54 RPC Record Diagnhoatic Check Failed

DMT Serial Number #121506
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Test Test Alcohol Alcohol Sim. Sim.
. Agenc Operator Name Status Messagde

Date Time g ¥ P val. 1 vali. 2 Conc. 1 Conc. 2 g
1170172013 23:28:55] SWANTON PD JOSHUR K HOOPER 0.143 0.145 0.0%7 0.0%7
11/04/2013 21:42:18| SWANTON ED ANDREW G UNDERWOOD 0.041 7.096
11/10/2003 00:23:24]| ST, ALBANS VSP 0.069 T.096
11/35/2013 50:42:37| SWANTON PO BANDREW G UNDERWOOD 0.075 0.087
11/16/2613 01:44:40] GRANTON ED ENDREW G UNDERWOOD, REFUSED G.055

. DMT Serial Number #121506
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Department/Agency A A DataMaster DMT Seral Number
DATE | TYPE OF SERVICE PERFORMED | PERFORMED BY

(Name and Title)

DataMaster Simulator Solution
_ tot#13-16-100 ¢ EtOHag Conc:0.099
Range: 0.094-0.104 -

i0/ 2’)/1@ [ FOI preparation Date: 9/26/2013  Expires: 09/26/2014 Place Label Here] D ZW/

T

OPENED: | ZJ/’Z ’)_'/t\?

7 DataMaster Simulator Solution

. - |0t #13-16-100  EtOHaq Conc: 0.099 e _ )
T \(b _ F RF Range: 0.094-0.104 ' e“ D¢ \\
0 “an [ For RF preparation ate: 572672013 Expires: 09/26/2014  RCE Label Here] ) ' '

~Wfs e
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INSTALLATION REPORT

DataMasier DMT: 121506

Location: Swanton PD
Calibration Date:  10/29/2013
Certification Date: 10/29/2013
Installation Date:  10/29/2013

Installed by: ROBERT DRISCOLL

Default Options Loaded

Diagnostic Resulis

VERSIONS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber =
Breath Tube = 46.7°C

Digital Sim 34.1°c
SETTINGS

Lamp Voltage =1.86 V
Cocler Veoltage = 1.82 V
Bias Voltage =80V
Chopper Freg = 542 Hz

PUMP INFO
Flow Rate = 4.770 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V)  0.3140 0.3157
MIN(V)  0.3112 0.3132

FILTER INFO

Filter 1 0.316 Zero
Filter 2 1.031 Zero
Filter 3 0.9%9% Zero

CALIBRATION CHECK
Xg = 0.094 0.83%

INSTALLATION PASSED

Performed by -

true
true
true

Reviewed by

DMT Serial Number #121506

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot# =13-16-100
Range =0.094 -0.104
Average =0.098 g/210L
Std Dev = 0.0000
RF Detection T

Passed

Sample Acceptance Test

Passed
0.10 i ‘ ‘ 40.0
0.09 ?igﬁhgiégﬁ}ﬁ?’ e 6.0
0,08 i \A ...... 32.0
0.07 28.0
0. 06 | 240
0. 05 - 20.0
0.04 16.0
003 | N SRS VR 12.0
T 1] et IUOWE N1 S SRR . RSSO IO DRSO 8.0
0, Q1 frmmerde 4.0
0.00 m 0.0

0 5 10 15 20 " 25 30
Date 10/29/2013
Date

Page 1 of 1

10/29/2013 2:41 PM




ROUTINE PERFORMANCE CHECK REPORT

DMT Serial Number #121506

Page 1 of 1

DataMaster DMT: 121506
Location: Swanion PD
Calibration Date:  01/06/20G12
Certification Date: 01/06/2012
Installation Date:  01/27/2012
RPC Date: 10/27/2013
Supervisor Name: DONALD M GILBERT
Diagnostic Results Accuracy and Precision Check
Concentration =0.099 g/210L
Lot# =13-13-100
VERSIONS Range =0.094 - 0.104
DMT: 1.01 Average =0.099 g/210L
PIC: 2.06 Std Dev =0.0000
Moden: 2.4
 Questions: 2.1 .
RF Detection Test
TEMPERATURES Passzed
Sanple Chamber = 48.8°C
Breath Tube = 45.2°C Sample Acceptance Test
Digital 8im = 34.0°C Passed
SETTINGS
Lamp Voltage =1.79 V
Cocler Voltage = 1.77 V
Bias Veltage = 80V 0.10 7 T r T 40.0
Chopper Fxeg = 545 Hz ' ‘ ‘ '
0.00]- Aicohol(g/ZlOL} 36.0
PUMP INFO Flow Rate{L/M)
Flow Rate = 4,992 L/M 0.08 32.0
DETECTOR INFO
PUMP oN OFF [P0 0 ) J) PRISTSNNUYNS PONTRPNG SNSINUIE TSRO ooo 28,0
MAX{V) 0.6352 0.6380
MIN (V) 0.6335 0.6362 [T P (TSRAIRUIS SOPSISRPPRSE SYOPPPSSSSPES SPRYPSURUHNSt RSOSSN ORI FOSTOPRSTIES. SRRSO 24,0
FILTER INFC 0.05 ’\ 20.0
Filter 1 0.637 %Zero = true \\\
Filter 2 1.309 Zerc = true 0.04 3 16.0
Filter 3 1.265 Zero = true
0.03 12.0
CALIBRATION CHECK
Xg = 0.095 1.55% 0.02 ’ 8.0
0. 0114 M n 4.0
- ool LIl
Routine Performance Check Passed e e T e 50 e so s
S A
Performed by el Date 10/27/2013
Reviewed by Date

10/27/2013 11:53 AM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Resulis

VERSIONS

DMT: 1.01

PIC: 2.086
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

SETTINGS

Lamp Voltage
Cocler Voltage
Bias Voltage
Chopper Freg

o u i

PUMP INFO
Fiow Rate = 4.985

DETECTOR INFO
BUMP ON

MAX (V)  0.6342
MIN(V] 0.6321

FILTER INFO

Filter 1 0.636
Filtexr 2 1.307
Filter 3 1.262

CALIBRATION CHECK

121506

Swanton PD
01/06/2012

01/06/2012

01/27/2012

10/27/2013

DONALD M GILBERT

48.8°C
44.6°C
0.0°C

1.78 v
1.76 V
80 Vv

544 Hz

L/M

OFF
0.6364
0.6348

true
true
true

Zero
Zero
Zero

5

Xg = 0,095 0.91%

Routine Performance Check Failed

ﬁ{f{;f /L/ff/j(atcl:&/:zJ N

Performed by

Reviewed by

NS Q M Date

Date

DMT Serial Number #121506

Page 1 of 1

10/27/2013

10/27/2013 11:02 AM




