
Memo 
To: Heather Brochu 

From: Capt Jay Sweeny 

CC: 

Date: 117/14 

Re: Datamaster 100135 

Datamaster 100135 located at our St.Albans Office. 

During the month of December 

There were No Failures of the Datamaster, No Maintenance and no Breath Tests done. 

JAN '7 2014. 
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Test Test 
Agency Operator Name 

Alcohol Alcohol Sim. Sim. 
Date Time Val. 1 Val. 2 Cone. 1 cone. 2 

Status Message 
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