VERMONT FORENSIC LABORATORY

PO BOX 47 _

WATERBURY, VERMONT 05676-0047
TEL: 802-244-8788

FAX: 802-241-56557
htip://vil.verment.gov

Certificate of Analysis of DatalMlaster External Standard Solution

On 11/21/2012, an ethanol solution was prepared by Rebecca Mead for use as a
DatalMaster External Standard solution. The solution was prepared per standard
laboratory practice and assigned the lot number 12-89-100 and an expiration date of

11/21/2013.

On 11/26/2012 and 11/28/2012, the solution was analyzed against calibration
VFL11262012 and VFL11282012. Analysis of the solution was performed using headspace
gas chromatography. The instrument was calibrated prior to analyses. It was found to have
met required quality assurance performance specifications and was operating properly.
Quality checks throughout the analytical process demonstrated that the instrument

continued to operate properly.

This solution is certified as presenting 0.097 g/210L simulated breath ethanol
concentration and approved for use as a DataMaster External Standard solution.

Dated at Waterbury, Vermont on Thursday, November 29, 2012.
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Rebecca Mead
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 104809

Location:

Date:
Time: 00:28:09

SUPERVISOR NAME:

HOLLY B MOORE

SOLUTION LOT #:

SOLUTION CONCENTRATION:

BLANK TEST

St. Albans PD

12/22/2013

12-88-100
0.098

CALIBRATION CHECK

SIMULATOR VAPOR
SIMULATOR VAPOR
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SOLUTION CHANGE

DataMaster DMT: 104809

Location: St. Albans PD
Date: 12/22/2013
Performed by: HOLLY B MOORE

Accuracy and Precision Check

Concentration =0.097 g/210L
Lot # =12-89-100
Range =0.092-0.102
Average =0.097 g/2101,
Std Dev =0.0000

Simulator Temperature: 34°C

Performed by

| Range:0.092-0.102

!
R

OataMaster Simulator Solution

Lot # 12-89-100 EtOHag Conc: 0.097

‘reparation Date: 11/21/2012 Expires: 11/21/2013
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DMT Serial Number #104809

Date 01/10/2014

Page 1 of 1

01/10/2014 8:41 AM




DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 104809
Location: $t. Albans PD
Certification Date: 12/20/2011
Installation Date: 01/27/2012
Date: 12/24/2013

Time: 00:12:40

SUBJECT NAME:

DOB: AckE: (B
cENDER: [

LICENSE #: (| ———
CASE #:

TIME OF OPERATION: 00:15
LOCATION OF INCIDENT:

TOWN: ST. ALBANS (CITY)
COUNTY: FRANKLIN

TEST OPERATOR NAME:
KEITH D COTE
AGENCY: ST. ALBANS PD

Obs, Period Start: 23:56
BLANK TEST 0.000 00:13
CALIBRATION CHECK PASSED 00:13
SIMULATOR VAPOR 34.0°C 0.096 00:14
BLANK TEST 0.000 00:14
SUBJECT SAMPLE REFUSED 00:15

Subject refused.
Reason: refused

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.097

Sim. Vapor Range 0.092 - 0.102
Lot #: 12-89-100

DMT Serial Number #104809
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DUT SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 104809
Location: St. Albans PD
Certification Date: 12/20/2011
Installation Date: 01/27/2012
Date: 12/28/2013

Time: 17:29:25

SUBJECT NAME:

DOB: acE: @B
GENDER:

nicense f: (R
CASE #:

TIME OF OPERATION: 16:16
LOCATION OF INCIDENT:

TOWN: ST. ALBANS (CITY)
COUNTY: FRANKLIN

TEST OPERATOR NAME:
TIMOTHY J ADAMS
AGENCY: ST. ALBANS PD

Obs. Period Start: Tiedig
BLANK TEST 0.000 17:30
CALIBRATION CHECK PASSED 17:30
SIMULATOR VAPOR 34.1°C 0.094 17:30
BLANK TEST 0,000 17:3T
SUBJECT SAMPLE REFUSED 17:31

Subject refused.
Reason: "Doesn't feel did anything wrong"

All alcohol values reported in g¢/210L
Sim. Vapor Concentration 0.097

Sim. Vapor Range 0.092 - 0.102
Lot #: 12-89-100

DMT Serial Number #104809

01/10/2014 8:47 AM
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DUI SUBJECT TEST

0.16

STATE OF VERMONT

DataMater DMT: 104809
Location: St. Albans PD
Certification Date: 12/20/2011
Tnstallation Date: 01/27/2012
Date: 12/29/2013

Time: 14:17:19

SUBJECT NAME:

DOB: AGE: .
GENDER:

LICENSE #: (i
CASE #:

TIME OF OPERATION: 13:01
LOCATION OF INCIDENT:

TOWN: ST. ALBANS (CITY)
COUNTY: FRANKLIN

TEST OPERATOR NAME:
PAUL MORITS
AGENCY: ST. ALBANS PD

Obs. Period Start: 14:02
BLANK TEST 0.000 14:18
CALIBRATION CHECK PASSED 14:18
SIMULATOR VAPOR 34.0°C 0.094 14:18
BLANK TEST 0.000 14:19
SUBJECT SAMPLE (Vol=3.4T) 0.121 14:19

2nd TEST NOT REQUESTED

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.097

Sim. Vapor Range 0.092 - 0.102
Lot #: 12-89-100

DM Serial Number #104809

Page 1 of' 1
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Alecohol (g/210L)
Flow Rate(L/M)

DUI SUBJECT TEST T I N

STATE OF VERMONT

DataMater DMT: 104809
Location: St. Albans PD
Certification Date: 12/20/2011 546
Installation Date: 01/27/2012

Date: 12/31/2013

Time: 00:43:59

w

SUBJECT NAME:

DOB: )
GENDER:

et 1 A
LICENSE ? Esusawen | v\ﬂ,i,,.;r|.{1_,.1f'é . \r'-\w{mj’\\‘/bl'/ \ _
CASE #: " 0.00 [H\ f 2 E : i T} 0.0

TIME OF OPERATTON: 00:31 0 10 20 30 40 50 GO 70 80 90 100 110120
LOCATION OF INCTIDENT: — ‘ : : :

TOWN: ST. ALBANS (TOWN)
COUNTY: FRANKLIN

40.0

Alecohol (g/210L)
Flow Rate(L/M)

TEST OPERATOR NAME: 3 : 5 i |
KEITH D COTE SO . N N S TR S S P
AGENCY: ST. ALBANS PD H : H ; | i T

Obs. Period Start: 00:28
BLANK TEST 0.000 00:44
CALIBRATION CHECK PASSED 00:44 .90 _—
SIMULATOR VAPOR 34.1°C 0.094 00:45 ?
BLANK TEST 0.000 00:46
SUBJECT SAMPLE INCOMPLETE 00:48
BLANK TEST 0.000 00:49
SUBJECT SAMPLE (Vol=1.7L) 0.194 00:50
2nd TEST NOT REQUESTED 2415 20.0
All alcohol values reported in ¢g/210L
Sim. Vapor Concentration 0.097
Sim. Vapor Range 0.092 - 0.102
Lot #: 12-89-100
. 0.10 S
0.05 2 6.7

"mmmmfu'm“'””"?“mwfw-mm{mm"";"mmm

0.00 : ; : ! : i : E 0.0
0 10 20 30 40 50 60 T0 80 90

DMT Serial Number #104809 Page 1 of 1 01/10/2014 8:49 AM




0.20[

DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 104809
Location: 5t. Albans PD
Certification Date: 12/20/2011
Installation Date: 01/27/2012
Date: 01/01/2014

Time: 01:18:02

SUBJECT NAME:

DOB: AGE: (%
GENDER:

LICENSE #: (="
CASE #:

TIME OF OPERATION: 00:31
LOCATION OF INCIDENT:

TOWN: ST. ALBANS (CITY)
COUNTY: FRANKLIN

TEST OPERATOR NAME:
MICHAEL E MALINOWSKI
AGENCY: ST. ALBANS PD

Obs. Period Start: 01:01
BLANK TEST 0.000 01:18
CALIBRATION CHECK PASSED 01:19
SIMULATOR VAPOR 34.0°C 0.095 01:19
BLANK TEST 0.000 01:20
SUBJECT SAMPLE (Vol=4.4L) 0.083 01:20

2nd TEST NOT REQUESTED

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.097

Sim. Vapor Range 0.092 - 0.102
Lot #: 12-89-100

0.

DMT Serial Number #104809

Page 1 of 1

Alcohol (q/210L)

——— Flow Rate(L/M)
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DUL SUBJECT TEST

STATE COF VERMONT

DataMater DMT: 104809
Location: st. Albans PD
Certification Date: 12/20/2011
Installation Date: 01/27/2012
Date: 01/01/2014

Time: 02:55:29

SUB T NAME :

DOB: AGE: (B
GENDER:

rrcenss : (R
CASE #:

TIME OF OPERATION: 02:00
LOCATION OF INCIDENT:

TOWN: ST. ALBANS (CITY)
COUNTY: FRANKLIN

TEST OPERATOR NAME:
MICHAEL C SCHRADER
AGENCY: ST. ALBANS PD

Obs. Period Start: 02:37
BLANK TEST 0.000 02:56
CATLIBRATION CHECK PASSED 02:56
SIMULATOR VAPOR 34.1°C 0.094 02:56
BLANK TEST 0.000 02:57
SUBJECT SAMPLE (Vol=5.4L) 0.109 02:58
BLANK TEST 0.000 02:59
CALIBRATION CHECK PASSED 02:59
SIMULATOR VAPOR 33.9°C 0.094 02:59
BLANK TEST 0.000 03:00
SUBJECT SAMPLE (Vol=4.9L) 0.111 03:01

All aleohol values reported in g/210L
Sim. Vapor Concentration 0.097

Sim. Vapor Range 0.092 - 0.102
Lot #: 12-89-100

0.00

0.00

DMT Scrial Number #104809

Page 1 of 1

40.0

Alcohol (g/210L)
Flow Rate(L/M)

8.0

B 10 15 20

bl
41l
%)
o

Alcohol (g/210L)
Flow Rate(L/M)

20.0

0.0

35 40 45

01/10/2014 8:51 AM




SOLUTION CHANGE

DataMaster DMT:
Location:

Date:

Performed by:

104809

St. Albans PD
01/10/2014

ROBERT DRISCOLL

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot # =13-21-100
Range =0.094 -0.104
Average =0.098 g/210L
Std Dev =0.0000

Simulator Temperature: 34.1°C
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DMT Serial Number #104809

Date
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