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DataMaster DMT Monthly Update Check-list 

Department!Agency: Sb. AlbqDS Po/jc£,,, DM serial#: /d-f 90<1 

Supervisor: 1$t11~ Date: l\lotir.mhw ~013 

Provided None this month 

Operators Logbook ~ D 
Maintenance Logbook D lZl 
Breath Test History Report fl D 
Status History Report 1& D 
Log On History Report 0 'A 
Calibration Report D lZ1 
Certification Report D ~ 
Installation Report D 1il 
Annual Preventative Maintenance D El 
Routine Performance Check D ~ 
Simulator Solution Change D ~ 
Other Reports ~ D 

List other report type and date: 

Du-.i: .<v1bd~d-Tz"1-<-~ 1J-.~ 

Appendix A August 2011 
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Breath Record History SPrfc }./ 6Y c:JOIJ Io Zf ?aq ?age 1 I 

12/23/2013 I 
I 

I 
Alcohol I Alcohol I I 

Test Test ! Sim. Sim. 
Date Time Agency i Operator Name Val. 1 Val. 2 Cone. 1 i cone. 2 

Status Message 

1:/28/2013 03:28:33 ST. ALBANS PD MICHAEL M MALIINOWSKl 0.219 0.093 
ll/28/2013 I 03:17:29 ST. ALBANS PD MICHAEL M MALIINOWSKI 0.092 Simulator Out of Range 
:1/24/2013 . 01:35:10 ST. ALBANS PD JOHN M GRISMORE INCOMPLETE INCOMPLETE 0.094 
11/23/2013 03:31:20 ST. ALBANS PD MICHAEL E MALINOWSKI 0.120 0.120 0.094 0. 0 94 

: 11/20/2013 12:34:401 ST .. ALBANS PD HOLLY B MOORE 0.220 0.224 i 0. 094 0. 094 I 

l 11/17 /2013 03:49:53 ST. ALBANS PD TREVOR A SARGENT 0.156 0.095 
! 11/17 /2013 02:43:57 ST. ALBANS PD MICHAEL C SCHRADER 0.028 0.095 

11/15/2013 01:57:37 ST. ALBANS PD MICHAEL M MALINOWSKI REFUSED 0.093 
11/10/2013 03:50:59 ST. ALBANS PD MICHAEL C SCHRADER 0.079 0.094 
11/09/2013 21:17:16 ST. ALBANS PD WILLiAM R FURNARI 0.095 RESPONSE TIMEOUT 
11/09/2013 . 21:11:46 ST. ALBANS PD WILLIAM R FURNARI 0.095 RESPONSE ~IMEOUT 
11/09/2013 01:42:38 ST. ALBANS PD TYLER J LAFRANCE 0.120 0.117 0.094 0.094 
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Status Record History Sf7P"f;> /tJt/ <Z'M ;\JJ:v J}tJ/) Page 1 
12/23/2013 

.. -·· -

Status Status Test Type Status 
Date Time 

Message 

11/2B/2013 03:18:59 DUI subject Record Simulator out of Ra!]_ge ·- ~··· 

11/09/2013 21:20:29 Dur Subject Re.CC.rd R8SPONSE TIMEOUT 
·-~ 

11/09/2013 21:1f:59 DUI Sub)ect Record RESPONSE TIMEOUT 

··- ---· -
DMf Senal Number #104809 Page 1 of I 12/23/2013 1:36 AM 



NOV dJOJj 

DUl SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 11/09/2013 
Time: 01:42:38 

CASE #: 13SA009595 
TIME OF OPERATION: 00:49 
LOCATION OF INCIDENT: 

FEDERAL STREET 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
TYLER J LAFRANCE 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRAT.ION CHECK 
SIMlJLATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol=4. BL) 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol=S. 4L) 

01:24 

0.000 01:43 
PASSED 01:43 

0.094 01:43 
0.000 01:44 
0.120 01:45 

0.000 01:46 
PASSED 01:46 

0.094 01:47 
o.ooo 01:47 
0 .117 01:48 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.098 

0.093 - 0.103 
Lot #: 12-88-100 

·--------·--------------------

0.20~-----

I
I I -·--- --- . 

---------
!---Alcohol (g/210L) ) \ 

L=__--::-_.!~-~,:.~ Rate(L/M) I . 

r\~\ 32. (I 

0.18 JG. r"; 

0.16 

0.14 I \ 
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0.08 16. l' 

0.06 1 :2. (! 

0.04 8 ,-j 

I' u 

0.0 
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40.0 

0.18 36.0 

0.16 32. r) 

0.14 28. 0 

0.12 . 24.0 

0.10 20.0 

0.08 16.0 

0.06 J 2. 0 

0.04 8.0 

0.02 4.0 

0.00 ----- 0.0 
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DMT Serial Number #104809 Page 1of1 12/23/2013 1:03 AM 



SRP?) ;oL/got)' 

Nov· JO 1!J 

DU1 SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Dato: 11/09/2013 
Time: 21:11:46 

CASE #: 13SA009629 
TIME OF OPERATION: 20:18 
LOCATION OF INCIDENT: 

197 NORTH MAIN ST 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
WILLIAM R FURNARI 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 

RESPONSE TIMEOUT 

0.000 
PASSED 

0.095 
0.000 

20:56 

21:12 
21: 12 
21: 13 
21: 13 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.098 

0.093 - 0.103 
Lot #: 12-88-100 

DMT Serial Number #104809 Page 1of1 12/23/2013 1:04 AM 
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DUI SUBJECT TEST 

STATE OF VERMONT 

DataM:ater DMT: 104809 
Location: St. Albans PD 
Cextification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 11/09/2013 
Time: 21:17:16 

CASE #: 13SA009629 
TIME OF OPERATION: 20:18 
LOCATION OF INCIDENT: 

197 NORTH MAIN ST 
TOlilN: ST. ALBANS (CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
WILLIAM R FURNARI 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 

RESPONSE TIMEOUT 

0.000 
PASSED 

0.095 
0.000 

20:56 

21: 18 
21: 18 
21:18 
21: 19 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.098 

0.093 - 0.103 
Lot #: 12-88-100 

DMT Serial Number #I 04809 Page 1 ofl 12/23/2013 1:05 AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Ce£tification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 11/10/2013 
Tirne: 03:50:59 

CASE #: 13SA009649 
TIME OF OPERATION: 02:48 
LOCATION OF INCIDENT: 

SWANTON RD/ENERGIZER 
TOWN: ST. ALBANS(TOWN) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
MICHAEL C SCHRADER 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol=4.0L) 

2nd TEST NOT REQUESTED 

0.000 
PASSED 

0.094 
0.000 
0.079 

03:32 

03:51 
03:52 
03:52 
03:53 
03:53 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.098 

0.093 - 0.103 
Lot #: 12-88-100 

DMT Serial Number #104809 

0.18 

0.16 

0.14 

0.12 

0.10 

0.08 

o. 06 -

0. 04 

0.02 

-- Alcohol {y/210L) 
E'low Rate ( L/M) 
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DUJ SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Ce,J::tification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 11/15/2013 
Ti:rne: 01:57:37 

CASE #: 13SA009769 
TIME OF OPERATION: 00:54 
LOCATION OF INCIDENT: 

KINGMAN 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
MICHAEL M MALINOWSKI 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE 

Subject refused. 
Reason: legal advise 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-88-100 

DMT Serial Number 1/104809 

0.000 
PASSED 

0.093 
o.ooo 

REFUSED 

01:42 

01:58 
01:58 
01:58 
01:59 
02:00 

in g/210L 
0.098 

0.093 - 0.103 

Page 1of1 1212312013 1:06 AM 
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DUI SUBJECT TEST 

STATE OF VERMONT 

Data:Mater DMT: 104809 
Location: St. Albans PD 
certification Date: 12/20/2011 
Installation Date: 01/27/2012 
-------------------------------------------
Date: 11/17/2013 
Time: 02: 43: 57 

CASE #: 13SA009844 
TIME OF OPERATION: 01:55 
LOCATION OF INCIDENT: 

FEDERAL ST/ALDIS ST 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
MICHAEL C SCHRADER 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~4.6L) 

2nd TEST NOT REQUESTED 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-88-100 

DM1' Serial Number #I 04809 

0.000 
PASSED 

0.095 
0.000 
0.028 

02:27 

02:44 
02:44 
02:45 
02:46 
02:46 

in g/210L 
0.098 

0.093 - 0.103 

o '°j 1 ... : .•. ~c0hol ( .• g~~;~oLJl - Flow Rate(L/Ml_j 
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0.05 

0. 04 
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DUI SUBJECT TEST 

STATE OF VERMONT 

Data.Mater DMT: 104809 
Location: St. Albans PD 
certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 11/17/2013 
Tirne: 03:49:53 

CASE #: l3SA009845 
TIME OF OPERATION: 02:03 
LOCATION OF INCIDENT: 

LAKE ROAD AT LITTLE COUNTY 
TOWN: ST. ALBANS (TOWN) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
TREVOR A SARGENT 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol=2.6L) 

2nd TEST NOT REQUESTED 

0.000 
PASSED 

0.095 
0.000 
0.156 

03:31 

03:50 
03:50 
03:51 
03:52 
03:52 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.098 

0.093 - 0.103 
Lot #: 12-88-100 

DMT Serial Number # 104809 

(1. 30 

0.25 

o. 20, 

0.15 

0.10 

0.05 

Page 1of1 

-------------- -----------~,. 1 '-'. ,, 
------·----~---~ 

-- AJ cohvl (g/2101) 
Flow Rate(L/M) 

\ 
\ 

20 

33 . .3 

I 
I c:6. 7 

1 "3. 1 

----~u.u 
25 30 

1212312013 1:07 AM 



f ~~~:r SUBJECT TEST 

I 
STATE OF VERMONT 

DataMater DMT: 104809 
Lo~ation: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 11/20/2013 
Tin:te: 12: 34: 40 

CASE #: 13SA009923 
TIME OF OPERATION: 11:39 
LOCATION OF INCIDENT: 

NORTH ELM STREET 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
HOLLY B MOORE 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~2 .4L) 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~2 .OL) 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-88-100 

12:19 

0.000 12:35 
PASSED 12 :35 

0.094 12: 35 
0.000 12: 36 
0.220 12:37 

0.000 12:38 
PASSED 12:39 

0.094 12:39 
0.000 12:40 
0.224 12:40 

in g/210L 
0.098 

0.093 - 0.103 

~-----~--------------~---- -~ 

DMT Serial Number # 104809 

l 

0.10~--------

---·-··-
lcohol(g/210L) 

·-- OW Rate (L/I"!) 

0.25 3~~. 3 

0.20 

0.15 20.0 

13. 

0.05 6.7 

0. OOc.._ __ ~--~-"-----~---~--~---- 0. Cl 

0.30 

0.25 

0.20 

0.15 

0.10 

0.05 

0 5 10 15 20 25 30 
---------~---------~40.0 

~-~lcohol(g/210L) 
~w Rate(L/M) 

33.3 

20.0 

13.3 

0. 00 L._._..JJ~- (l_(I 

30 0 5 10 15 20 25 

Page 1of1 12123/2013 1:08 AM 
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Nov. cJ6J3 

DUI SUBJECT TEST 

~ 
A 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 11/23/2013 
Time: 03:31:20 

CASE #: l3SA009998 
TIME OF OPERATION: 02:46 
LOCATION OF INCIDENT: 

NORTH MAIN STREET 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
MICHAEL E MALINOWSKI 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~3. 7L) 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol~4 .3L) 

03:14 

0.000 03:32 
PASSED 03:32 

0.094 03:32 
0.000 03:33 
0.120 03:34 

0.000 03:35 
PASSED 03:35 

0.094 03:35 
0.000 03:36 
0.120 03:37 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.098 

0.093 - 0.103 
Lot #: 12-88-100 

DMT Serial Number #104809 

: : ~~ [ l~: : ~T~~'·;~;~~-~-~-7-,~-~-1------------~~ 
I . 

0.161 

0.14 

0.12 
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____ ,, _____ _ 
DU1 SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 11/24/2013 
Time: 01:35:10 

CASE #: 13SA010020 
TIME OF OPERATION: 01:07 
LOCATION OF INCIDENT: 

LAKETREET NEAR CHURCH ROAD 
TOWN: ST. ALBANS (TOWN) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
JOHN M GRISMORE 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 01:16 

BLANK TEST 0.000 01:36 
CALIBRATION CHECK PASSED 01: 36 
SIMULATOR VAPOR 34.0°C 0.094 01:36 
BLANK TEST 0.000 01:37 
SUBJECT SAMPLE INCOMPLETE 01:39 
BLANK TEST 0.000 01:40 
SUBJECT SAMPLE INCOMPLETE 01:43 
BLANK TEST 0.000 01:43 
SUBJECT SAMPLE REFUSED 01:43 

Subject incapable of providing sample. 
Reason: unable to provide sample 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-88-100 

in g/210L 
0.098 

0.093 - 0.103 

~-------·-------.-------------

DMT Serial Number #104809 

0.20 

0. 15 

0 .10 

0.05 

0 10 20 30 40 50 60 70 80 

0.20 

--Alcohol(g/210L) 
-- Flow Rate (L/M) 

0.18 

0.16 

0. J.4 

o. 12 

0.10 

0.08 

0.06 

0.04 

0.02 

26. 

:::o. 0 

11. 

G, 7 

0.0 
90 100 110120 

40. I) 

36. (1 

32.0 

28. 0 

24.0 

20.0 

16.0 

i::::.. (I 

iJ .0 

4. (I 

0.00 0.0 
0 10 20 30 40 50 60 70 80 90 100 110120 
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SUBJECT TEST ~DUI 
STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Certification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 11/28/2013 
Time: 03 : 17:29 

CASE #: 13SA010127 
TIME OF OPERATION: 02:19 
LOCATION OF INCIDENT: 

11 LOWER NEWTON ST. 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
MICHAEL M MALIINOWSKI 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34,0°C 

Simulator Out of Range 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 
Lot #: 12-88-100 

03:00 

0.000 03:18 
PASSED 03: 18 

0. 092 03: 18 

in g/210L 
0. 098 

0.093 - 0.103 

~----------··----·---------------~ 

DMT Serial Number #104809 Page 1of1 12123/2013 UO AM 



DUI SUBJECT TEST 

STATE OF VERMONT 

DataMater DMT: 104809 
Location: St. Albans PD 
Ce~tification Date: 12/20/2011 
Installation Date: 01/27/2012 

Date: 11/28/2013 
Time: 03:28:33 

CASE.#: 13SA010127 
TIME OF OPERATION: 02:19 
LOCATION OF INCIDENT: 

11 LOWER NEWTON ST. 
TOWN: ST. ALBANS(CITY) 
COUNTY: FRANKLIN 

TEST OPERATOR NAME: 
MICHAEL M MALIINOWSKI 

AGENCY: ST. ALBANS PD 

Obs. Period Start: 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 
SUBJECT SAMPLE (Vol=5.0L) 

2nd TEST NOT REQUESTED 

0.000 
PASSED 

0.093 
0.000 
0.219 

03:00 

03:29 
03: 29 
03:29 
03:30 
03:31 

All alcohol values reported 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0.098 

0.093 - 0.103 
Lot #: 12-88-100 

DMT Serial Number #104809 

O '01-- A. lcohol (g/210L) 
-- Flow Rate ( L/M) r! 

I 
0.25 ( 

I 
0.15 20. (! 

0.10 13.3 

0.05 6. 7 

O.OOL---~----"---.il- ---~-----'0.0 
0 5 10 15 20 25 30 
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