
Breath Record History ' ~-":;,. { Page 1 

V5P- 01 . {)_)__j/z;,,;1.._,;(J /CY) /-:f/ ~)!ill' ~V; 02/04/2014 

I 

i 
Test Test 

Operator Name 
Alcohol Alcohol Sim. Sim. 

Status Message 
Date Time Agency Val. 1 Val. 2 Cone. 1 cone. 2 

' 01/01/2014 03:15:52 ST. ALBANS PD MICHAEL E MALINOWSKI 0.091 o. 092 0.094 0.094 
01/03/2014 02:51:34 ST. ALBA."fS VSP MICHAEL R ANDERSON 0.114 0.113 0.096 0.095 
01/08/2014 23:47:44 ST. ALBANS VSP MICHAEL R ANDERSON 0.090 !NCOMPLETE 0.095 0.094 
01/11/2014 07:34:09 ST. ALBANS VSP DREW E COTA 0.192 0.094 i 
01/11/2014 120:57:09 ST. ALB.L..NS VSP LUCAS J ¥.ALL Q.087 , 0. 094 
01/lf/2014 19:55:53 ST. JILBANS VSP MICHAEL R }IJ\JDERSON 0.061 I 0.095 0.095 
01/17/2014 02:43:38 GRAND ISLE COUNTY SO BLAKE R ALLEN Q.093 I o. 093 0. 094 0. 094 
01/17/2014 22:45:251 ST. Jl.LBJl.NS VSP , TPR J SM!TE Q.144 0 .1·48 0.094 0. 094 
01/26/2014 04:02:08 ST. JI.LEANS VSP MICHAEL R ANDERSON 0.088 0. 094 0. 0 93 Simulator Out of Range 
02/01/2014 03:11:55 ST. ALBANS VSP MICHAEL R ANDERSON o. 062 0. 064 0. 098 0. 0 98 
02/03/2014 00:51:32 ST. ALBAJ.'\fS PD MICHAEL E ~.ALINOWSKI 0.111 0 .108 0.097 0.096 
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Status Record History V5/p ~S( .ft-f 0:21 s /(_JOI=// Page 1 

_-,J1 II C) O/' '--I 02/04/2014 

-----

Status Status Test Type Status Message 
Date Time 

-
.9.!(26/2014 04:06:47 DUI S1:!_~j~::,::t Record Simulator Out of R~~~-- --

DMT Senal Number #100171 Page 1 ofl 02104/20141:37 PM 
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ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
lnstallation Date: 
RPCDate: 
Supervisor Name: · 

Diagnostic Results 

VERSIONS 
DMT: 1. 01 
PIC: 2.06 
Modem: 2 .• 4 
Questions: 2.1 

TEMPERATURES 

100171 
St. Albans VSP 
01/25/2012 
01/26/2012 
OJ/27/2012 
01/27/2014 
DREWECOTA 

Sample Chamber 49.1°C 
Breath Tube .46.8°C-
Digital Sim 34.2°C 

SETTINGS 
Lamp Voltage 
Cooler Voltage 
Bias Voltage 
Chopper Freq 

PUMP INFO 

1. 75 v 
1. 72 v 
81 v 
543 Hz 

Flow- Rate = 5. 652 LiM 

DETECTOR INFO 
PUMP 
MAX(V) 
MIN(V) 

ON 
-0.0226 
-0.0242 

FILTER INFO 

OFF 
-0.0183. 
-0.0228 

Filter 1 -0.019 Zero true 
Filter 2 0.203 Zero true 
Filter 3 1.003 Zero true 

CALIBRATION CHECK 
Xq ~ 0.081 1.17% 

Routine Performance Check Passed 

Performed by 

Reviewed by 

DMT Serial Number#l00171 

Accuracy and Precision Check 
Concentration ~0.100 g/210L 
Lot# ~ 13-13-100 
Range ~0.095-0.105 
Average ~ 0.098 g/210L 
Std Dev ~ 0.0000 

RF Detection Test 
Passed 

Sample Acceptance Test 
Passed · 
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4. 0 

M ~n 0.00 0,0 
0. 5 10 15 20 25 30 35 40 45 50 55 60· 

' 
Date 01/27/2014 

·Date 
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· . DATAMASTER DMT OPERATOR USE LOG 

\)J{ (b., .. (Jn baNL '5 . . · . . · · .. , /DO I t / .. 
Department/Agency DataMaster DMT Serial Number. 

Date DMT Operator's Name Subject's Name Simulator Simulator 
Vapor 1 Vapor2 
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. . DATAMASTER DMT OPERATOR USE LOG 

V1>P · St. . &t Qvvt,s /0(2l1 {.. .. . 

·• IP, 

( .. 
D<;ipartmenVAgency. · DataMaster DMT Serial Number 

( .. 
(fr 

(fr. 
(fJr. 
cfl!f 
<fl!f 
(flJf 

Date · DMT Operator's Name 

. 

. . . I 

·.·Subject's Name Simulator Simulator 
Vapor 1 · Vapor 2 

dlifl! &?LG AX,W,i/\ . ,v1[(,~i<.-t\ \.,jAf{>\,\_ 
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DATE· 

00/17// > 

"'\;r" l ,f 

J'ii ,' .•. A),V 
~,<)>, (,•~,!' ~ ·~"'' if 

DATAMASTERDMT MAINTENANCE LOG 

loo l 7 / 
DepartmenUAgency DataMaster DMT Serial Number 

TYPE OF SERVICE PERFORMED 

Data Master Simulator Solution 
~~-------~---_'.._---------··-' Lot# 13-04-100 EtDHaq Cone: 0.099 

[For RPC ( Range:o.094.0,104 
·-··-"·-.--·--··-··-·--··- Preparation Date: 05/10/2013 Expires: 05/10/2014 

. 

Label Here] 

PERFORMED BY 
(Name and Title) . 

..•.•...... :-.--~- ----~---- OPENED: (jC/J// 7 / J 3 O. lob. 
, 

---·-·-----·--------·--··----------··--·-·----------.--·--·--·----.------·-··-.. --•-··-··--·--·-··-··-,------·-··-··-··-··-··-·-

_ ·-··-··-··-:·-··-··- -·· DataMaster Simulator Solution 
.Lot# 13-04-100 EtOHaq_ Cone: 0.099 

[For RPC 01 Range:D.094-0,104 

-------- o, ~h, 
~abel Here] 

to/rro/tJ 
------------------------·-··· Preparation Date: 05/10/2013 Expires: 05/10/2014 

--------------·- -------~- OPENED: 11;tt0Jr3 .. ----.. -------·-----·-·- -- - --- - ---- "-- - -- -- - --- --- - --

·-------··-···--·-··-:·-··----.---·~·---:··-:: ______ :-·'-··--·-··-··-··-··-··--·-··-··--·-··-.----..:··--------.-----·--------··----~-
. 

---------------------•-.-.:...·---------·----------!·--·-··-··-·:-----------·-----·----·-~-------·--·-··-··--·--·-·--·--··-··-··-·· 

---·-,.·:-··-.--··-··-··-··__:··;--··-··-··--·-·'-'-··-··-··: ____ -··--·-·---·-··-··--·----.. -·--·--·-----------·-··:-·:-··---.----.----

· [For RPC or Simulator Solution Change Place Label Here] · · · 

.c . . . . .. . 
- - - -·~- ~ -·· o.-pk.W.",-B:fllY\ __ :'(.~a.ot-- -·------·-·-· 
[ For RPC or Simulator Solution Change Place Label Here] 

... ,:.: ____ -·--- ---c.--- -·-··-··-·c·-·-··-·-'--~--.--.c~_: _____ c _____ -·-··-··-·-·-·-·-·-·-··- c ...•.. _ -~---J:'ES:..J:\_._. ----- . · 

------------·--·-··-·--··--·--·-··-··-··--·..:..··-··-··-~·-··:.... .. ,.. .. ________________________________ ·.,-··-··.:.'·-··-··-··-··-··-··-·· 

ALC 803 REV 03 08/2011 
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~411 ,,!)l) I <,/' 
DATAMASTER DMT MAINTENANCE LOG 

\J S{J St-. !lib~",,., s . luo/7) 
DepartmenVAgency DataMaster DMT Serial Number 

DATE TYPE OF SERVICE PERFORMED 

. 

------·-----------·-·-- . Data Master Simulator Solution 
O l/z. "-//.L [ F RPC· Lot# 13-13-100 EtOHaq Cone: 0.100 

T' T Qf 1 Range: 0.095- 0.105 1 Label Here] 
·-··--·~··-··--·--=---··-·-- Preparatio1:1 Date: 06/24/2013 ~xpires: 06/24/2014 

_______ : _______ , --------------OPEN;_~;~(J"l/Jlf/;f p, {.i;-frt 

. 

[For RPC or Simulator Solution Change Place Label Here] 

·----------------------------------------------·----------·--·--""----------·--··-·--·--··-o··-··-·--··--·-··-.--··-··-'·---·-·-

·-··:-··-··--·-··-··-··--·-··-··--·-··-·•-.---·-··-··-··-;·--·--·-·--··-··,--·-·--··-··-··-------··-··-··------------~-------·-·· 

[ ForRPC or Simulator Solution Change Place Label Here] 

PERFORMED BY 
· (Name and Title) 

.. ' 

,: _ -~ --- -- -- - ---- ·-··-··-·--··-··---'--·-··-··-·--··-··-·--·--··--·-·~-.--,.-··-·---·-··-·---·-·"':.: .. _ .. _. ___________ ·-----··-·--··-··--------·--, -- -- --- - - - -- - - --- ---- - -- -- ---

. . - . . 
--·--·--··-·--·--·--··-··:_··-··-··-··-··-··-."---·.:..: ____ .. _. ___ ~:.. .. ______ _:_.-··-··-.. ----··-··-----·-··---_:---··--.----··-··---

. -----------·------,-·-----------------··--·--·--:-·-----------·.--··--------~-------·------·--------·-··--·'-··--·-·--··-··-··-·· 

. 

--··-··-··-··-··-·--:-··-··-··--·-··-··----··--·-··--,--·-··'-··-··----------··-··-··-----·-------··-----·-··-·---·-·-----·------· 

[For RPC or Simulator Solution Change Place Label Here] 
. ·--:~·--··-··-··-··- .. ----··-··-··-··-··-··'-··-··-··-··-··-·--·--··-·-----·--"--·-··-··-·--·--··_:··-.-----··-··-··-··--·-··---

- ---- --"" - -- - -- - -· -~--:--··-------··--------·-··-··:..·----.:..-,-.---------··----··-··-·---------------·--·-·--·--·--·--··.:··-··-·---·-··-··-··-··--·-·· -------- --- ------ -- ---- .: -.- ---

·----··-'---:~_:.~-------·-··--·--·-··-··,----··--'-·-.,---··-··-------···--·-··-··-··----·-------------------·-··-··--·~------,--.. - .. 

. ALC 803 REV 03 08/2011 
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DataMaster DMT Monthly Update Check-list 

Department/Agency: 5tA1ma; fb h 'er. @r± DM serial#: ID4 '6tfj 

Supervisor/1$l22~ Date~.«~/ ;)fJJf 

Provided None this month 

Operators Logbook 

~ 
0 

Maintenance Logbook 0 
Breath Test History Report Jll 0 
Status History Report 0 )l[ 
Log On History Report 0 ~· 
Calibration Report 0 

! Certification Report 0 
Installation Report 0 
Annual Preventative Maintenance ~ 0 
Routine Performance Check 0 ~ 
Simulator Solution Change 14 0 
Other Reports ·~ 0 

List other report type and date: 

~\Is -Gum· 1 J[ f1!MJ1Ji'c Ll /f2ob ~tcol{ 



0al1 .;i,.oii-1 
DATAMASTER DMT OPERATOR USE LOG 

s-&fb<UJ s. ff>/1(t - # !Dl./8061 
Department/Agency DataMaster DMT Serial Number 

Date DMT Operator's Name 

.&k-. 

\~)-I~ ch\ t:.tlL~ 
1 Jio\i 

, 
·MA i1woiu s tU 

ALC 603 Rev 3 08/11 

Subject's Name 

8 

Simulator 
Vapor 1 

. o9& 

, DCfCJ 

Simulator 
Vapor2 

I 

( 

4 

• 
• 
• 
' • • • • • I 
I 
I 

• • • • • • • • • • !ii 
, . 
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~· •• .. .. -• --



II -• • • • • • ii 

• • • ill 

• • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • 

Jc,2 11 ,.;io 1cf 
BAC DATAMASTER CHECK-UP and MAINTENANCE LOG 

6t. A-lboo.s Q0 
Department/Agency DataMaster Serial Number 

DATE 
TYPE OF SERVICE PERFORMED PERFORMED BY 

_______ (h9\ekd_._ffi1\_20k-.a\_Of)cL _____ _ 
_ _ _ rephcEJ __ '.Siyl~._ .. _,_ .. _ .............. -. _ -·- _ _ _ -·-- _ ·- __ -·-

Data Master Simulator Solution 21 
- .. ----.-----·· lot Ii 13-21-100 EtOHaq Cone: 0.099 

Range: 0.094- 0.104 

-·--··-·--··-·· Prep:.Brt:1tion Date: 12/20/2013 Expires: 12/20/2014 

--·--- DPENED:-ilt~J/i{ /?c-0 

-

< ' ~· < 

DataMaster Simulator Solution 
-----·----··-··-··-

Lot 1113-21-100 EtOHaq Cone: 0.099 
Range: 0.094- 0.104 

-··--·-··-··-··--·- Preparation Date: 12/20/2013 Expfres: 12/20/2014 

- _,,_,,_,,_,_ .. _ OP~N~D: 6{:)--;:.zsrt-Jq "$rr1 

[Pl0ce SimUlator Solution Label Here] 

[Place Sirndator Solution Lribel Here] 

-

ALC 803 Rev. 2 06/07 
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Breath Record History 5-4Pu I o4&J1 J4:.11 .;)_aJ "-/ Page 1 

' 02/0f/2014 

Test Test Agency Operator Name Alcohol Alcohol Sim. Sim. 
Date Time Val. 1 Val. 2 Cone. 1 Cone. 2 

Status Message 

01/30/2014 23:39:17 ST. ALBANS PD MICHAEL E MALINOWSKI 0.123 0. 0 96 
01/26/2014 04:57:15 ST. ALBA!\JS VSP MICHAEL R ANDERSON 0. 07" 0. 0 97 
01/26/2014 03:18:33 ST. ALBANS PD MICHAEL E MALINOWSKI 0.:26 0. 097 
01/26/2014 02:57:56 ST. ALBA..:\IS PD MICHAEL E MALINOWSKI INVALID 0. 097 
01/18/2014 04:13:59 ST. ALBANS PD MICHJl..EL C SCHRADER 0.120 0 .121 0.098 0. 098 
01/01/2014 02:55:29 ST .. J'\LBANS PD MICHAEL C SCHRADER Q.109 0.111 0. 094 0. 094 
01/01/2014 01:18:02 ST. ALBANS PD MICHJl.EL E MALINOWSKI 0. 083 0.095 

.~:~ 

! 

~ ---~ 

DMT Serial Number #104809 Page 1of1 02/04/2014 9:56 AM 



ANNUAL PREVENTATIVE MAINTENANCE 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
APMDate: 
Performed by: 

Diagnostic Results 

VERSIONS 
DMT: 1.01 
PIC: 2.05 
Modem: 2.4 
Questions: 2.1 

TEMPERATURES 

Sample Chamber 
Breath Tube 
Digital Sim 

SETTINGS 
Lamp Voltage 
Cooler Voltage 
Bias Voltage 
Chopper Freq 

PUMP INFO 
Flow Rate ~ 5.876 

DETECTOR INFO 
PUMP ON 
MAX(V) 0.4183 
MIN(V) 0.4167 

FILTER INFO 
Filter 1 0. 422 
Filter 2 1. 008 
Filter 3 0. 817 

CALIBRATION CHECK 

104809 
St. Albans PD 
12/19/2011 
12/20/2011 
01/27/2012 
01/10/2014 
ROBERT DRISCOLL 

49.2°C 
43.7°C 
34.1°C 

1. 70 v 
1. 61 v 
80 v 
537 Hz 

L/M 

OFF 
0.4224 
0.4205 

Zero 
Zero 
Zero 

true 
true 
true 

Xq ~ 0. 078 1.47% 

APMPASSED 

Simulator Vapor Test 
Concentration =0.097 g/210L / / 
Lot# ~ 12-89-100 ({CO ' '

0 ''i 
Range ~ 0.092-0.102 
Simulator Vapor ~ 0.095 g/21 OL 

RF Detection Test 
Passed 

Sample Acceptance Test 
Passed 

0.10---------- --------~40. (1 

0.09 
-- Alcohol {g/210LJ 
-- Flow Rate{L/M) .'36. () 

32. 0 0.08 ... 

1, 

0.07 '-1 
I I 

0.06 . I 

I I 
24 . (_I 

0.05 I r 2(1 '(! 

0.04 16.0 

0.03 12 . 0 

0.02 8, (, 

0.01 I ·1v~1 I 
o. oo~--~~~~--~'--~ -----~o. Ci 

4. (_) 

0 5 10 15 20 25 30 
1 H 21y s-n &4.,, 'L 

fv:> 1(ru)1q 

Performed by Date 01/10/2014 

Reviewed by Date 

DMT Serial Number #104809 Page 1 of I 01/10/2014 8'38/l.M 



SOLUTION CHANGE 

DataMaster DMT: 
Location: 
Date: 
Performed by: 

104809 
St. Albans PD 
01/10/2014 
ROBERT DRISCOLL 

Accuracy and Precision Check 
Concentration ~ 0 .099 g/2 lOL 
Lot# ~ 13-21-100 
Range ~ 0.094-0.104 
Average ~ 0.098 g/210L 
Std Dev ~ 0.0000 

Simulator T erilperature: 34.1°C 

Performed by 

DMT Serial Number #104809 

Date 01/10/2014 

Page 1 of 1 01/10/2014 932 ,.,_M 



DataMaster DMT Annual PM 

DataMaster DMT Annual PM 
Driscoll, Rob 
Sent:'t.).9hday;January 13, 2014 8:16 AM 

Page 1 ofl 

To: ··pfahte, Andrew; Watson, Christian; Reeve, Michael; Moore, Holly; Robinson, Dustin; Whitney, Patricia; Sweeny, Jay 

DMT Supervisors, 

This past week I stopped in to complete my APM on your instruments. I placed a copy of the APM report with 
your Maintenance Logbook. Please file this with your other DMT reports. 

Thanks, 
Rob 

Robert Driscoll 
Vermont Forensics Laboratory 
103 South Main Street 
Waterbury, VT 05671 
Electronics Technician 
Rob. Driscoll@state.vt.us 
Desk: {802} 241-5817 
Cell: {802} 585-0123 

https://webmail.state.vt.us/owa/?ae=Item&t=IPM.Note&id=RgAAAACK6CF0701JRpgxF... 2/4/20J 4 



DataMaster Simulator Solution Inventory 

DataMaster Simulator Solution Inventory 
Driscoll, Rob 

Page 1 of 1 

Sent:.Yi(!fdnesdayrJanuaryo.08, 2014 1:37 PM · 
To: Adams, Jonathan; Allen, Blake; Allen, Ray; Ambroz, Todd; Bassette, Chad; Bennett, Daniel F; Benoit, Richard; Bickford, Mark; 

Bill Hanson [police@townofwoodstock.org]; Bohnyak, William; Brooks, Philip; Butterfield, David; Campbell, Greg; Carignan, 
Mark; Chad Bean [cbean@montpeller-vt.org]; Christopher Mason [cmason@middleburypollce.org]; Cleary, Lester; Clifford, Eric 
[Eric.Clifford@state.vt.us]; Cochran, Aaron; Cota, Drew; Crowe, Thomas [Thomas.Crowe@state.vt.us]; Cushing, Blake; David 
Solomon [dsolomon@sbpdvt.org]; Denault, Mark; Deslauriers, Katherine; Dion, Michael; Dominic Brodeur [dbrodeur@bpdvt.org] 
; Draper, Sarah; Dwayne Mellis [dmellis@bpdvt.org]; Dzlobek, James; Eggum, David; Ellis, Holly; Emery, Chad; Epstein, Joshua; 
Evans, Jeremy; Flowers, Heather; Gauld, Bruce; Gaylor, Alexander; Gene Martin (Bradford PD) [police@bradford-vt.us]; Gero, 
Michael; Gibbs, Kevin; Gilbert, Deborah; Gilbert, Donald; Greenough, Richard; Greenslet, Patrick; Hall, Michael L; Hanson, 
Wiiiiam; Harvey, Allison; Hebert, MaryBeth; Hebert, Richard; Herbes, Cassandra; Howard, Joel; James Goslin 
[jgoslin@sbpdvt.org]; James Mills [jmills@sbpdvt.org]; Jason Covey [jcovey@middleburypolice.org]; John Dunn 
[jdunn@essex.org]; Jollymore, Eric; Jones, Christopher; Keefe, Michael; Kevin Emilio [kemilio@middleburypolice.org]; King, 
Peter G; King, Richard; Kinney, Tyson; Kipnes, Ethan [Ethan.Kipnes@state.vt.us]; Kirkpatrick, Robert; Kirkpatrick, Troy; Knight, 
David; Laflam, Jody; Lafountain, Gordon; Lauzon, Chris; Lavoie, Michael; Lehneman, Jack; Leonard, Anthony; Loomis, Seth; 
Lynch, James; Macfarlane, Jonathan; Marceau, Andrew; Marsh, Gregory; Matt Collins [matthew.collins@uvm.edu]; Maurice, 
Crista; Mayer, Nick; McGuire, Howard [Howard.McGuire@state.vt.us]; Meyer, Bret; Miles, Chad; Monteith, Mark; Moore, Holly; 
Morgan Lawton [mlawton@essex.org]; Moulton, Charles; Newton, Brent; Noblet, Jason; Nokes, Jason; Norton, Christopher; 
Noyes, Jeffrey; O'Donnell, Hugh; O'Keeffe, Christopher; ONeill, Adam; Otranto, James; Paul Fabiani [pfabiani@bpdvt.org]; 
Perkins, Robert; Plante, Andrew; Poulin, Marc; Quesnel, Christopher; Rainault, Gil; Ravelin, Paul; Reeve, Michael; Robert 
Kissinger [rkisslnger@essex.org]; Robinson, Dustin; Robson, Jesse; Roy, James; Sarah Superneau [ssuperneau@sbpdvt.org]; 
Satterfield, Charles; Simpson, Tom; Skochin, Kerry; Sly, John; Spacapan, Patricia; Spaulding, Frank E 
[Frank.E.Spaulding@state.vt.us]; Stearns, Steven; Steere, Daniel; Steeves, Matthew; stephen Dunning [sdunning@essex.org]; 
Stephen Nolan [snolan@montpelier-vt.org]; Sweeny, Jay; Taylor, Stephanie; Tienken, Derrick; Vall, Braedon 
[Braedon.Vall@state.vt.us]; Walker, Kyle; Watson, Christian; Welch, Michael; Werner, Rich; White, David; Whitehead, Charles; 
Whitney, Patricia; William Austin [baustin@middleburypolice.org]; Winn, Charles; Witherbee, Penny 

Cc: Bolduc, Amanda; Mead, Rebecca; Conti, Trisha; Glammanco, Marcella 

DMT Supervisors, 

Your next RPC will be due in February. You will need one unexpired bottle of simulator solution to complete the 
RPC, so please Jet us know if you are in need of solution. Only request enough solution to have one bottle left as 
a spare once the RPC has been completed. Also remember that you can complete the RPC up to 14 days early if 

your instrument requires a solution change prior to February 15t. Lastly, please make sure to send back any 
empty/expired solution bottles and blood kits. If you have any questions feel free to contact me. 

Regards, 
Rob 

Robert Driscoll 
Vermont Forensics Laboratory 
103 South Main Street 
Waterbury, VT 05671 
Electronics Technician 
Rob.Driscoll@state.vt.us 
Desk: (802) 241-5817 
Cell: (802) S85-0123 
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