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03/15/2014 

Test Test Operator Name Alcohol Alcohol Sim. Sim. Status Message 
Date Time Agency Val. 1 Val. 2 cone. 1 Cone. 2 

02/22/2014 00:45:32 ST. ALBANS PD MICHAEL E MALINOWSKI 0.102 0.097 RESPONSE TIMEOUT 
02/15/2014 03:21:44 ST. ALBANS PD MICHAEL E MALINOWSKI 0.121 0.097 
02/08/2014 00:05:29 ST. ALBANS PD KEITH D COTE REFUSED 0.097 
02/07 /2014 23:59:08 ST. ALBANS PD KEITH D COTE 0.204 0.096 Blank Error 
02/07/2014 23:34:40 ST. ALBANS PD KEITH D COTE INCOMPLETE REFUSED 0.097 
02/02/2014 18:38:27 ST. ALBANS PD MICHAEL E MALINOWSKI 0.339 0.097 

DMT Serial Number #104809 Pagelofl 03/15/2014 4:26 PM 
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Status Status Test Type Status Message 
Date Time 

02/22/2014 00:49:44 DUI Subject Record RESPONSE TIMEOUT 
02/08/2014 00:02:52 DUI Subject Record Blank Error 

DMT Senal Number#l04809 Page 1of1 03/15/2014 4:28 PM 
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BAC DATAMASTER CHECK-UP and MAINTENANCE LOG 

6±. Alboos QD 
Department/ Agency DataMaster Serial Number 

DATE 
TYPE OF SERVICE PERFORMED PERFORMED BY 

-------lk~\elt\~ __ filD __ 2i2d1JL0\_oocl ____ -·-
i2.:0cisco\\ 

---XGpbcec;L_t=>icrlus... _____________________ _ 

DataMaster Simulator Solution 
Lot ti 13-21-100 EtOHaq Cone: 0.099 
Range: 0.094 - 0.104 
Preparation Date: 12/20/2013 Expires: 12/20/2014 

OPENED:. i/i~ltf.( !?cv 

. " '• . 

Data Master Simulator Solution 
-··-.. -··-··-··-··- Lol lf 13-21-100 EtOHaq Conc:0.099 

Range: 0,094- 0.104 
--·-··-··----··-··-: Preparation Date: 12/20/2013 Expfres: 12/20/2014 

___________ oPENEo: 6 ~~o~ "'/!Grr1 
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ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPCDate: 
Supervisor Name: 

Diagnostic Results 

VERSIONS 
DMT: 1.01 
PIC: 2.05 
Modem: 2.4 
Questions: 2.1 

TEMPERATURES 

Sample Chamber 
Breath Tube 
Digital Sim 

SETTINGS 
Lamp Voltage 
Cooler Voltage 
Bias Voltage 
Chopper Freq 

PUMP INFO 

104809 
St. Albans PD 
12/19/2011 
12/20/2011 
01/27/2012 
02/04/2014 
HOLLY B MOORE 

48.7°C 
45.9°C 
34.0°C 

1. 70 v 
1. 61 v 
80 v 
538 Hz 

Flow Rate ~ 5.856 L/M 

DETECTOR INFO 
PUMP ON 
MAX(V) 0.4492 
MIN(V) 0.4478 

FILTER INFO 
Filter 1 0.451 
Filter 2 1. 034 
Filter 3 0.855 

CALIBRATION CHECK 
Xq ~ 0.078 1.59% 

OFF 
0.4531 
0.4514 

Zero true 
Zero true 
Zero true 

Routine Performance Check Passed 

Performed by 

Reviewed by 

DMT Serial Number #104809 

Accuracy and Precision Check 
Concentration = 0.099 g/210L 
Lot# ~13-21-100 

Range ~o.094-0.104 

Average ~ 0.099 g/210L 
Std Dev ~ 0.0000 

RF Detection Test 
Passed 

Sample Acceptance Test 
Passed 
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Page 1of1 02/04/2014 9:47 AM 
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SMD 04/01/2014 

Test Test I Alcohol Alcohol Sim. Sim. 
Date Time Agency Operator Name Val. 1 Val. 2 Cone. 1 cone. 2 

Status Message 

03/30/2014 23:02 28 ST. ALBANS PD MICHAEL E MALINOWSKI REFUSED 0.094 
03/30/2014 04:25 56 ST. ALBANS VSP LUCAS J HALL 0.107 0.102 0.094 0.096 
03/30/2014 02 44 14 ST. ALBANS PD KEITH D COTE 0.092 0.095 
03/26/2014 20 59 27 ST. ALBANS PD GEORGE R ELLWOOD 0.087 0.086 0.095 0.096 
03/22/2014 01 38 39 ST. ALBANS PD MICHAEL E Mfl.LINOWSKI 0.113 0.096 
03/09/2014 03 58 23 ST. ALBANS PD TREVOR A SARGENT 0.114 0.096 
03/03/2014 05 09 22 ST. ALBANS VSP BENJJ\MIN M PATNODE 0.148 0.141 0.097 0.096 
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DMT Serial Number #104809 Pagel of I 04/01/2014 2:13 AM 
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Subject's Name Simulator Simulator 
Vapor 1 Vapor 2 
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