ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121506
Location: Swanton PD
Calibration Date:  10/29/2013
Certification Date: 10/29/2013

‘u\.m""hﬁ' o
Installation Date:  10/29/2013 LT e, AL
RPC Date: 06/03/2014

Supervisor Name: DONALD M GILBERT

Diagnostic Results

Accuracy and Precision Check

Concentration =0.097 g/210L

Lot #f = 14-02-100
VERSIONS Range =0.092-0.102
DMT: 1.01 Average =0.097 g/210L,
PICi 2.06 Std Dev =0.0000
Modem: 2.4

Questions: 2.1 )
RF Detection Test

TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 44.8°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1,86V
Cooler Voltage = 1.82 V
Bias Voltage = g1 Vv 0.10 3 - r T T 1 7 40.0
Chopper Freq = 547 Hz e Alcohol (g/210L) | | i i e
« 03 i o ¥ St i i 0.
PUMP INFO Flow I\a.te(LfH)
Flow Rate = 4.497 L/M o W0 52 ) P SN ; Do LT Srerts 2.0
DETECTOR INFO j I I N B 1
PUMP ON OFF 0, Bfjmsponmatags R =00
MAX (V) 0.6120 0.6130 § : P = : s
MIN (V) 0.6085 0.6089 il G i S N G i e S i Il el
FILTER INFO 62 0.0 20.0
Filter 1 0.610° Zero = true .
Filtexr 2 1.281 Zero = true 0.04 16.0
Filtexr 3 1.251 Zero = true
0. O3 frroent S S 12.0
CALIBRATION CHECK A {1’
Xqg = 0.092 2.86% — : [ § 5
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Routine Performance Check Passed 0.00 V i ' bl et @ )
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PAGNOSTIC RESULT

DataMaster DMT:121506
Location: Swanton PD
Calibration Date; 10/29/2013
Certification Date:10/29/2013
Installation Date: 10/29/2013

Test Date; 07/01/2014
Test Time: 13:02:14
VERSIONS

pMT: 1.01

pPTC: 2.06

Modem: 2.4
tuesticns: 2.1

TEMPERATURES

Sample Chamber = 48.9°¢C
Breath Tube = 45.5°C
Digital Sim = 33.9°C
SETTINGS

Lamp- Voltage = 1.86 V
cooler Veltage = 1.82 V
Bias Voltayge = 8l Vv
Chopper Treg = 547 Hz

DT Sugrsd”

{(qufsifd- Dlajc\b@»}w‘*c_ cesu i+ from

PUMP INFO
Fiow Rate = 4,443 /M -

l o rovator A detectr ‘JO\'\"\B‘A o Alver \.
DETECTOR INFO e /
PUMP  ON OFF '?[l’V
MAX (V) 0.1870 0.1882
MIN (V) D.1821 0.1858

FILTER INFO

Filter 1 0.187 Zero = true
Filter 20 0.922 Zero = true
rFiltexr 3 0.892 f%exro = true

CALIBRATION CHECGK
Xq = 0,095 0.28%
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