INSTALLATION REPORT

DataMaster DMT: 100137

Location: Grand Isle County SO
Calibration Date: 01/26/2012
Certification Date: 01/27/2012
Installation Date:  02/03/2012

Installed by: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Default Options Loaded
Diagnostic Results

Accuracy and Precision Check

Concentration =0.100 g/210L
Lot# =12-51-100
VERSIONS Range =0.095-0.105
DMT: 1.01 Average =0.097 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.2 ’
Questions: 2.0 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 46.2°C Sample Acceptance Test
Digital Sim = 33.9°C Passed
SETTINGS
Lamp Voltage =1.59V 0.10 - - - 40.0
Cooler Voltage = 1.61 V Al: o 1:( /21:OL)
Bias Voltage =80V 0.09 i ~|36.0
Chopper Freq = 527 Hz Blow Ratailsm)
PUMP INFO s I N N R TN N S S —
Flow Rate = 5.396 L/M . 98,3
DETECTOR INFO
PUMP - ON OFF 0.06 24.0
MAX (V) 0.0376 0.0439 ( { M
MIN (V) 0.0364 0.0421 0.05}- ( S 20.0
|
FILTER INFO 0.04 16.0
Filter 1 0.042 Zero = true ‘ ’
Filter 2 0.316 Zero = true 0.03 12.0
Filter 3 0.472 Zero = true }
CALIBRATION CHECK 002 0
Xqg = 0.082 0.53%
B B I e o s | 4.0
0.00 ] J 0.0
0 5 20 2% 30 35 40 45
INSTALLATION PASSED
Performed by M._{ Date 02/03/2012 /ol\ b
Reviewed by W M Date =Gl T
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