ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102506

Location: Lamoille County SO

Calibration Date:  01/19/2012 :
Certification Date: 01/19/2012 Ao o
Installation Date:  01/26/2012 TR
RPC Date: 06/12/2012

Supervisor Name: ANDREW E PLANTE

Diagnostic Results Accurac Precision Check
Concentration =0.100 g/210L
Lot # =12-70-100
VERSTONS Range =0.095 - 0.105
DMT: 1.01 Average =0.101 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.2

Questions: 2.0

RF Detection Test
TEMPERATURES Passed

Sample Chamber = 49,1°C
o

Breath Tube = 47.5°C Sample Acceptance Test
Dlgital Sim = 33 .9°C Passed
SETTINGS
Lamp Voltage = 1.71L VvV
Cooler Voltage = 1.74 V
Bias Voltage = 80 V 0.10 ; . ; ; ; 40.0
SGhoppex: fred = 5ad e 655 Alcohol(g/210L) | @ | | .
PUMP INFO Flow Rate(L/M)
Flow Rate = 5.269 L/M CPr) R U AN (NS SN NN (W e prow oo e
DETECTOR INFO DRSS — ¢ N W— L ey e e TR e
PUMP ON OFF 0.07 ! 28.0
MAX (V)  0.4341 0.4360 o 4 )
MIN (V) 0.4325 0.4344 L] B e i e R | e 24.0
FILTER INFO @ 0. i 20,0
Filter 1 0.435 fZero = true
Filter 2 0.985 FZero = true 0. B 16.0
Filter 3 1.746 JZero = true
P Pec] BURTE. S SR S e B e T it S - | i s 12,0
CALIBRATION CHECK f]
Xqg = 0.083 2.48% 0. _—
0.01 '] “AVJJ ’M‘ """"""""" 4,0
Routine Performance Check Passed 0.00 0.0
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Performed by Ensas FHe= Date 06/12/2012 \/CK Xy
Reviewed by /A/&&QL Date b ( (Y [(?/ /ﬁ (N%\w
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