ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100134
Location: Morristown PD
Calibration Date: ~ 01/30/2012
Certification Date: 01/31/2012 CARMoN 1
Installation Date:  02/09/2012 R, g
RPC Date: 10/26/2012
Supervisor Name: MICHAEL W REEVE
Diagnostic Results Accuracy and Precision Check
Coneentration =0.101 g/210L
Lot ff =12-84-100
VERSIONS Range =(0.096 - 0.106
DMT: 1.01 Average =0.097 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.1°C
Breath Tube = 48.1°C Sg_mple Agcepgjl_]gg Test
Digital §im = 34 .ODC Passed
SKHTTINGS
Lamp Voltage = 1,66 V
Cooler Voltage = 1.66 V
Bias Voltage = 80 V 0.10 T I T 40.0
ChepbEr Txeq = B WO Iy Aleohol(gs210L) | i i i i f
PUMP INFO :E‘low Rate (L/M)
Flow Rate = 5.679 L/M 0.08 /[ 1 ........ < I S IO ISR A B 1 5
DETECTOR INFO 0 o
PUMP ON OFF . g
MAX (V) 0.1484 0.1524
MIN(V)  0.1472 0.1510 a- -0
FILTER INFO 0. .0
Filtexr 1 0.152 Zexro = true
Filtex 2 0.667 Zero = true O .0
Filtexr 3 0.825 Zero = true
0.03 12.0
CALIBRATION CHECK
Aqg = 0.084 0.21% [ LT 1 R e s £ T T EESRR SRS PESE SR A 8.0
0,01 4.0
: 0.00 I A T 0.0
Routine Performance Check Passed Lt 12,(‘?20 e

Performed by oA W Date 10/26/2012 \
Yy : \
Reviewed by /%ZS Date i2 /, 3 / M v
DMT Serial Number #100}4/4 Page 1 of 1 10/29/2012 9:26 AM
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Driscoll, Rob

From: Driscoll, Rob

Sent: : Monday, October 29, 2012 11:34 AM
To: Reeve, Michael

Cc Conti, Trisha

Subject: RPC Sample Acceptance

Michael,

After repairing your filter wheel issues today, | printed a copy of the RPC to take back to the lab. While reviewing the
RPC | noticed an alcohol “blip” in the sample acceptance. Can you please perform a “Check-In" with the four breath
types (shallow, intermittent, suck-back, and 1.5L alcohol free sample) and send it to me? We can't sign off on the RPC
until we receive a valid sample acceptance. ' '

Thanks,
Rob

Rabert Driscolt

Electrenics Technician
Varmont Forensic Laboratory
103 South Main Street
Waterbury, VT 05671-2101
(802) 241-5817 (desk)
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Alcohol (g/210L)
Flow Rate(L/M)

CHECK—-IN CONFIRMATION TEST

STATE OF VERMONT

DataMater DMT: 100134
Location: Morristown PD
Certification Date: 01/31/2012
Installation Date: 02/09/2012

pate: 10/31/2012
Time: 13:46:13

SUBJECT NAME:

TEST RPC
DOB: 06/10/1972 AGE: 40
GENDER: M

TEST OPERATOR NAME:
MICHAEL W REEVE
AGENCY: MORRISTOWN PD

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 33.8°C 0.097
SUBJECT SAMPLE (Vol=2.5L) 0.000
BLANK TEST 0.000

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.101

Sim. Vapor Range 0.096 ~ 0.106

Lot #: 12-84-100

40.

~136.

=132,

-|28.

|24,

=16,

e 12,

DMT Serial Number #100134

10/31/2012 1:50 PM



