ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100134

Location: Morristown PD
Calibration Date:  01/30/2012
Certification Date: 01/31/2012
Installation Date:  02/09/2012

APM Date: 01/10/2013
Performed by: ROBERT DRISCOLL

Diagnostic Results Simulator Vapor Test
Concentration =0.101 g/210L
Lot # =12-84-100
VERS TONS Range =0.096 - 0.106
DMT: 1.01 Simulator Vapor =0.096 g/210L
PIC: 2.05 :
Modem: 2.4 .
Questions: 2.1 RF Detection Test
Passed
TEMPERATURES

Sample Chamber = 49.2°C Sample Acceptance Test
Breath Tube = 46.0°C Passed
Digital Sim = 34,0°C

SETTINGS
Lamp Voltage = 1.66 V
Cooler Voltage = 1.66 V
Bias Voltage = 80 Vv 0.10 ; ‘ T 40.0
Chopper Freq = 535 Hz - } '
0.09 Aicohol (g/210L) | & i 36.0
PUMP INFO Flow Ra:te(L/M):
Flow Rate = 5.843 L/M [ T o1 ) e » SRR 320
DETECTOR INFO (“ ________________
PUMP oN OFF 0.07 28.0
MAX (V)  0.1677 0.1703
MIN (V) 0.1663 0.1685 04 0B [ R e I t wae e 24.0
FILTER INFO U . 05 A BT T B T I Y O T " 20,8
Filter 1 0.169 Zero = true
Filter 2 0.681 Zero = true s o it ety v o LR T e R e 16.0
Filter 3 0.846 Zero = true i
0-03 rrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrrr -1 SR | EPEE R R N L LT T 12‘0
CALIBRATION CHECK i
X = 0.085 1.04% O, B oot e 3 SIS PPN B o i R R R 8.0
I B 1 I S S S = 4.0
APM PASSED | | 10,00 0.0
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Performed by A Date 01/10/2013

Reviewed by 4_/-/\1,/ @( Date :\ (o [743\ 3
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ACCURACY & PRECISION REPORT 0.
0
STATE OF VERMONT 0.
0.
DataMater DMT: 100134
Location: Morristown PD 0.
——————————————————————————————————————————— 0.
Date: 01/10/2013 0.
Time: 13:20:37 -
SUPERVISOR NAME: 0.
ROBERT DRISCOLL 0.
SOLUTION LOT #: 12-84-100 0.
SOLUTION CONCENTRATION: 0.101 0.
—————————————————————————————————————————— 0.
BLANK TEST 0.000 13:21 0.
CALIBRATION CHECK PASSED 13:21 &
SIMULATOR VAPOR 34.0°C 0.095 13:22 o'
SIMULATOR VAPOR 33.9°C 0.096 13:23 :
SIMULATOR VAPOR 34.0°C 0.095 13:24 o
SIMULATOR VAPOR 34.0°C 0.096 13:25 5
SIMULATOR VAPOR 33.9°C 0.096 13:26
SIMULATOR VAPOR 33.9°C 0.096 13:27 o
SIMULATOR VAPOR 34.0°C 0.096 13:28 0
SIMULATOR VAPOR 34.1°C 0.097 13;29 0
SIMULATOR VAPOR 33.9°C 0.096 13:30 0
SIMULATOR VAPOR 34.0°C 0.096 13:31
BLANK TEST 0.000 13:32

Average = 0.095
Std Dev = 0.000
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100134
Location: Morristown PD
Calibration Date:  01/30/2012
Certification Date: 01/31/2012
Installation Date:  02/09/2012
APM Date: 01/10/2013
Performed by:

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim
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SETTINGS

Lamp Voltage
Coolexr Voltage
Bias Voltage
Chopper Freq
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PUMP INFO
Flow Rate = 5,762 L/M

DETECTOR INFO

PUMP ON OFF

. MAX (V) 0.1528 0.1571
MIN (V) 0.1514 0.1559

FILTER INFO

Filtexr 1 0.156 Zero = true
Filter 2 0.671 Zero = true
Filter 3  0.825 Zero = true

CALIBRATION CHECK
Xg = 0,083 0.31%

ROBERT DRISCOLL

Simulator Vapor Test

Concentration =0.101 g/210L
Lot # = 12-84-100
Range =0.096 -0:106—_
Simulator Vapor = 0.095 g/210L

Simulator out of range —

fL“D \/lulf3

APM FAILED

Performed by Y Date 01/10/2013
Reviewed by Date
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